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Abstract 

Due  to  the  numerous  toxicological  effects  of  lead,  its  presence  in  the  envi¬ 
ronment  needs  to  be  effectively  monitored.  Incorporating  a  biosensing  el¬ 
ement  within  a  microfluidic  platform  enables  rapid  and  reliable  determi¬ 
nations  of  lead  at  trace  levels.  This  work  produced  a  microchip-based  lead 
sensor  that  employs  a  lead-specific  DNAzyme  (also  called  catalytic  DNA  or 
deoxyribozyme)  as  a  recognition  element  that  cleaves  its  complementary 
substrate  DNA  strand  only  in  the  presence  of  cationic  lead  (Pb2+).  Fluo¬ 
rescent  tags  on  the  DNAzyme  translate  the  cleavage  events  to  measurable, 
optical  signals  proportional  to  Pb2+  concentration.  The  DNAzyme  re¬ 
sponds  sensitively  and  selectively  to  Pb2+,  and  immobilizing  the  DNAzyme 
in  the  sensor  permits  both  sensor  regeneration  and  localization  of  the  de¬ 
tection  zone.  The  immobilized  DNAzyme  retains  its  Pb2+  detection  activity 
in  the  microfluidic  device  and  can  be  regenerated  and  reused.  The  particu¬ 
lar  DNAzyme  shows  no  response  to  other  common  metal  cations  and  the 
presence  of  these  contaminants  does  not  interfere  with  the  lead-induced 
fluorescence  signal.  Attempts  were  made  to  incorporate  a  second 
DNAzyme  with  selectivity  for  uranium  in  the  same  microfluidic  chip  sen¬ 
sor,  to  demonstrate  multiplexing  capabilities  for  multiple  metal  analytes  in 
a  single  injection.  Crosstalk  between  the  lead  DNAzyme  and  the  uranium 
DNAzyme  severely  limited  the  utility  of  this  multi-analytic  chip. 
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1  Introduction 

1.1  Background 

Heavy  metals  are  a  ubiquitous  and  troublesome  class  of  pollutants.  Among 
heavy  metals,  lead  occupies  a  prominent  position  as  a  contaminant  requir¬ 
ing  constant  attention  (CDC  1991).  Non-biodegradable  lead  is  known  to 
accumulate  in  the  environment  and  produce  numerous  toxicological  ef¬ 
fects,  especially  in  children.  The  high  profile  of  lead  is  linked  both  to  its 
numerous  toxicological  effects  and  the  wide  range  of  its  potential  expo¬ 
sure,  including  being  present  in  air,  dust,  soil,  and  water. 

Origins  of  lead  in  the  natural  environment  result  from  both  historical  and 
current  uses  of  lead  compounds.  Runoff  along  the  drip  line  of  buildings, 
some  dating  from  as  far  back  as  World  War  II,  still  contain  lead  derived 
from  the  lead-based  paints  commonly  used  at  the  time.  Outdoor  metal 
structures,  such  as  bridges,  were  frequently  covered  in  red  and  white  lead 
primers,  from  which  lead  is  released  during  subsequent  weathering  and 
refurbishing.  Some  industrial  activities,  such  as  the  smelting  of  lead  acid 
batteries,  produce  a  waste  stream  high  in  lead. 

Anthropogenic  sources  of  lead  from  military  operations  require  active 
monitoring  to  ensure  environmental  compliance  and  protection.  Despite 
the  recognized  adverse  effects  of  lead  on  aquatic  and  land-based  biota,  its 
presence  is  not  actively  monitored  in  the  field.  Current  testing  involves 
sample  collection  followed  by  complex  laboratory  testing.  Specifically, 
there  is  no  available,  portable  product  that  meets  all  requirements  for  in 
situ  measurement  of  lead  in  ground  water  (i.e.,  rugged,  reliable,  sensitive, 
selective,  and  remotely  operable). 

1.2  Objective 

Lead  is  a  primary  contaminant  of  concern  in  the  heavy  metal  class  of  envi¬ 
ronmental  pollutants.  Public  laws  and  agency  directives  require  vigilance 
for  lead  in  air,  dust,  soil,  and  water.  Subsequently,  the  Department  of  De¬ 
fense  requires  vigilant  monitoring  of  firing  ranges  because  of  lead- 
containing  munitions. 
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Our  working  hypothesis  was  that  catalytic  DNAzymes  can  be  immobilized 
within  “lab  on  a  chip”  constructs  to  remain  active,  selective,  and  sensitive 
toward  target  metal  analytes.  We  then  combined  this  sensing  molecule 
with  chromatographic  methods  and  a  detection  platform  to  enhance  per¬ 
formance. 

Specific  objectives  of  this  research  were: 

•  Create  a  highly  selective  and  sensitive  miniature  sensor  for  lead  by 
combining  two  recent  advances:  (a)  catalytic  DNA  that  is  reactive  only 
to  lead  and  which  can  be  tagged  to  produce  fluorescence  only  in  the 
presence  of  the  metal,  and  (6)  nanoscale  fluidic  molecular  gates  that 
can  manipulate  fluid  flows  and  perform  molecular  separations  on  tiny 
volumes  of  material. 

•  Further  develop  the  chemistry  and  engineering  needed  to  create  a  mi¬ 
crofluidic  device  for  separating,  sensing,  and  quantifying  lead  in  a 
complex  matrix. 

•  Manipulate  the  sensor  platform  for  separation  and  detection  of  other 
heavy  metals  to  target  not  only  the  development  of  a  specific  sensor  for 
Pb2+  but  also  the  development  of  a  class  of  highly  specific  sensors  for 
other  analytes. 

•  Demonstrate  sensor  performance  on  real-world  samples. 

1.3  Approach 

This  study’s  hypothesis  was  that  catalytic  DNA  can  be  immobilized  within 
“lab  on  a  chip”  constructs  to  remain  active,  selective,  and  sensitive  toward 
target  metal  analytes.  Capillary  electro-phoresis  columns  were 
microfabricated  in  polydimethylsiloxane  and  polycarbonate  to  precisely 
control  fluidic  movement  by  applying  an  electric  field  across  distal  ends  of 
the  columns.  A  three-dimensional  arrangement  of  channels  provide  the 
option  to  pass  a  selectable  sample  volume  through  a  novel  molecular  gate 
polymeric  membrane  perforated  with  a  number  of  long  nanometer-width 
channels.  Specific  recognition  elements  that  cause  a  measurable  response 
in  the  presence  of  a  particular  analyte  can  be  incorporated  in  channels  or 
microchannels  on  the  opposing  side  of  the  molecular  gate  membrane.  In 
either  case,  the  device’s  detection  zone  was  chemically  modified  with  a 
unique  sequence  of  catalytic  DNA  that  cleaves  an  associated  strand  of  sub¬ 
strate  DNA  in  the  presence  of  lead.  Tagging  the  substrate  DNA  with  a 
fluorophore  allows  for  detection  of  the  substrate  DNA  fragments,  thus 
providing  a  sensitive  optical  signal  for  the  presence  of  lead.  This  research 
was  concerned  with  all  chemical  aspects  of  design  and  function  for  a  rug- 
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ged  miniaturized  sensor  that  is  capable  of  remote,  selective,  and  sensitive 
detection  of  bioavailable  lead. 

1.4  Scope 

The  design  was  targeted  at  waterborne  lead  as  one  of  the  Army’s  top  ten 
emerging  contaminants.  This  work  successfully  demonstrated  the  feasibil¬ 
ity  of  incorporating  Pb2+-specific  catalytic  DNA  in  a  polymer-based  micro¬ 
fluidic  device  to  detect  Pb2+.  The  work  also  uncovered  related  advances 
such  as  creating  microfluidic  devices  in  PMMA. 

1.5  Mode  of  Technology  Transfer 

Much  of  the  project’s  output  has  been  reported  through  peer-reviewed 
journals  and  prominent  conferences.  This  report  also  will  be  made  acces¬ 
sible  through  the  World  Wide  Web  (WWW)  at  URL: 
http://www.cecer.army.mil. 
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2  Regulatory  Drivers 

Lead  is  a  hazardous  metal  according  to  the  Resource  Conservation  &  Re¬ 
covery  Act  (RCRA),  and  it  is  also  a  U.S.  Environmental  Protection  Agency 
(EPA)  urban  air  toxic  as  designated  in  the  1990  amendment  to  the  Clean 
Air  Act.  Various  rulings  and  standards  on  lead  in  the  environment  have 
come  from  such  federal  acts  as  40  CFR  Part  745  wherein  the  EPA  has 
identified  dangerous  levels  of  lead,  based  on  Section  403  of  the  Toxic  Sub¬ 
stances  Control  Act  (TSCA). 

In  addition,  numerous  military  directives  have  been  issued  for  the  man¬ 
agement  of  toxic  substances  such  as  lead,  including  Army  Regulation  200- 
1,  “Environmental  Protection  and  Enhancement.”  Of  added  importance  to 
the  military  is  guidance  from  Department  of  Defense  (DoD)  Directive  4715 
that  requires  a  high  degree  of  management  and  monitoring  of  firing  ranges 
to  maintain  operational  readiness  while  protecting  human  health  and  the 
environment.  The  impact  areas  on  these  firing  ranges  are  replete  with  lead 
due  to  use  of  numerous  lead  containing  munitions.  Range  managers  must 
carefully  monitor  leaching  of  lead  from  the  berms  to  protect  downstream 
habitats.  These  examples  and  others  would  benefit  immensely  from  a 
field-portable  lead  sensor  designed  and  equipped  with  features  and  char¬ 
acteristics  that  would  allow  real  time,  in  situ  measurement  of  lead  in 
ground  water. 

In  addition,  SERDP  has  established  a  long-term  ecosystem  management 
research  program  at  Fort  Benning,  Georgia,  known  as  SEMP.  A  major  goal 
of  this  program  is  to  develop  indicators  of  ecosystem  health  as  well  as  in¬ 
dicators  of  ecosystem  change.  As  part  of  SEMP,  the  Environmental  Char¬ 
acterization  and  Monitoring  Initiative  (ECMI)  monitors  numerous  mete¬ 
orological,  soil,  and  water  conditions  as  well  as  plant  and  animal  presence. 

This  ecosystem  monitoring  program  is  focused  on  maintaining  and  im¬ 
proving  the  sustainability  and  native  biological  diversity  on  military  lands 
while  supporting  human  needs,  including  the  DoD  mission.  This  program 
establishes  long  term  monitoring  sites  on  DoD  lands  to  monitor  the  non¬ 
steady  state  of  ecosystems,  especially  the  effects  of  military  activities.  Cur¬ 
rent  efforts  include  measuring  equipment  and  remote  sensors  for  acquisi¬ 
tion  of  water  quality  field  data.  Critical  parameters  such  as  heavy  metal 
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concentrations  are  not  being  measured,  however,  due  to  the  lack  of  a  field 
product  that  meets  all  requirements  for  remote  metal  sensing.  While  lead 
is  of  primary  interest,  we  believe  other  metal  contaminants  such  as  mercu¬ 
ry,  cobalt,  arsenic,  and  uranium  could  also  be  detected  in  groundwater 
merely  by  changing  the  catalytic  DNA  on  the  sensor  chip  discussed  here. 

2.1  Summary  of  past  research 

2.1.1  Catalytic  DNA 

In  1994,  DNA  was  shown  through  a  technique  called  in  vitro  selection  (vi¬ 
de  infra)  to  carry  out  catalytic  functions  when  single  stranded  (Breaker 
and  Joyce  1994).  The  DNAs  (called  catalytic  DNA  or  DNA  enzymes  or 
deoxyribozymes)  have  proven  capable  of  catalyzing  many  reactions  includ¬ 
ing  RNA/DNA-cleavage,  ligation,  phosphorylation,  cleavage  of 
phosphoramidate  bonds,  and  porphyrin  metallation  (Breaker  1997). 

In  2000,  Li  and  Lu  reported  a  new  application  for  catalytic  DNAs  as  bio¬ 
sensors  for  metal  ions  (specifically  Pb2+)  by  showing  the  DNAzymes  would 
selectively  react  with  Pb2+  in  the  presence  of  interfering  cations  (Li  and  Lu 
2000).  This  application  is  based  on  the  observation  that  catalytic  DNA,  ob¬ 
tained  through  in  vitro  selection,  can  be  used  to  bind  metal  ions  with  high 
affinity  and  specificity  (Breaker  and  Joyce  1994;  Li  et  al.  2000;  Santoro  et 
al.  2000).  Therefore,  the  activity  of  a  selected  catalytic  DNA  can  be  used  to 
measure  the  identity  and  quantity  of  the  specific  metal  ion. 

The  biosensor  consists  of  a  catalytic  DNA  capable  of  base-pairing  to  a  DNA 
substrate  containing  a  single  ribonucleotide  residue  (labeled  rAin  Figure 
lA).  When  a  fluorophore,  e.g.,  carboxytetramethylrhodamine  (TAMRA),  is 
attached  to  the  5'  end  of  the  DNA  substrate,  the  fluorescence  signal  at  580 
nm  is  quenched  by  its  proximity  to  a  fluorescence  quencher,  e.g.  4-((4- 
dimethylamino)-phenyl)azo)benzoic  acid  (Dabcyl),  at  the  nearby  3'-end  of 
the  catalytic  DNA.  In  the  presence  of  Pb2+,  the  fluorescence  emission  of 
TAMRA  increases  dramatically  (~  400%)  due  to  the  cleavage  of  the  sub¬ 
strate  DNA  and  subsequent  separation  of  the  fluorophore  from  the 
quencher.  This  is  followed  by  the  release  of  substrate  DNA  fragments  and 
Pb2+  (Figure  lB). 
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Figure  1.  (A)  Structure  of  the  Pb-sensing  catalytic  DNA  and 
(B)  fluorosensing  mechanism  and  results. 


This  system  represents  a  new  class  of  metal  ion  sensors  and  is  the  first  ex¬ 
ample  of  using  the  powerful  tools  of  combinatorial  molecular  biology  to 
identify  a  cation-specific  catalytic  DNA  for  sensing  of  metal  ions.  It  com¬ 
bines  the  high  selectivity  of  catalytic  DNA  with  the  ultralow  background 
and  resulting  high  sensitivity  of  fluorescence  detection,  and  it  can  be  ap¬ 
plied  to  quantitative  detection  of  Pb2+  over  a  concentration  range  of  three 
orders  of  magnitude.  The  sensitivity  and  selectivity  of  the  system  can  be 
altered  by  using  different  fluorescence/quencher  pairs  for  different  sen¬ 
sors. 

The  system  is  easily  regenerated  by  washing  away  the  cleaved  products 
and  adding  new  substrate  DNA  to  the  catalytic  DNA  strand— a  fact  that 
will  be  exploited  to  regenerate  active  material  in  the  proposed  sensor 
(Swearingen  et  al.  2005).  Finally,  catalytic  DNA  specific  for  other  metal 
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ions  and  with  various  detection  ranges  can  be  isolated  by  varying  the  cata¬ 
lytic  DNA  selection  conditions  in  the  combinatorial  search,  making  this 
approach  extensible  to  other  metal  ions. 

2.1.2  Metal  ion  sensors 

Metal  ions  play  important  roles  in  biological  systems.  Beneficial  metal  ions 
such  as  Ca2+,  Fe3+  and  Mg2+  are  minerals  required  to  maintain  normal 
functions,  while  toxic  metal  ions  such  as  Pb2+,  Hg2+  and  Cr6+  can  have  a 
number  of  adverse  health  effects.  Current  methods  for  metal  ion  determi¬ 
nations,  such  as  atomic  absorption  spectrometry  (Parsons  and  Slavin 
1993),  inductively  coupled  plasma  mass  spectrometry  (Aggawal,  Kinter, 
and  Herold  1994),  and  anodic  stripping  voltammetry  (Jagner,  Renman, 
and  Wang  1994)  often  require  sophisticated  equipment  or  sample  treat¬ 
ment,  which  makes  them  unsuitable  for  field  monitoring  due  to  size,  pow¬ 
er  requirements,  and  fragility.  Simple  and  inexpensive  methods  that  per¬ 
mit  real-time,  on-site  sampling  of  metal  ions  would  constitute  a  critical 
enabling  advance  in  the  field. 

Fluorosensors  based  on  fluorescently-labeled  organic  chelators,  proteins, 
or  peptides  have  emerged  as  powerful  tools  toward  achieving  the  above 
goals  (Tsien  1993;  Czarnik  1995;  Oehme  and  Wolfbeis  1997).  While  re¬ 
markable  progress  has  been  made  in  developing  fluorosensors  for  metal 
ions  such  as  Ca2+  and  Zn2+,  designing  and  synthesizing  sensitive  and  selec¬ 
tive  metal  ion  fluorosensors  remains  a  significant  challenge.  Perhaps  the 
biggest  challenge  in  fluorosensor  research  is  the  design  and  synthesis  of  a 
sensor  capable  of  specific  and  strong  metal -binding.  Since  our  knowledge 
about  the  construction  of  metal -binding  sites  is  limited,  searching  for  sen¬ 
sors  in  a  combinatorial  way  can  drastically  reduce  the  research  effort  re¬ 
quired  to  identify  effective  fluorescently-active  chelating  agents.  In  this 
regard,  in  vitro  selection  of  DNA/RNA  from  a  library  of  io14-io15  random 
DNA/RNA  sequences  offers  considerable  opportunity  (Breaker  and  Joyce 
1994;  Breaker  1997).  Compared  with  combinatorial  searches  of  chemo- 
and  peptidyl-sensors,  in  vitro  selection  of  DNA/RNA  is  capable  of  sam¬ 
pling  a  larger  pool  of  sequences,  amplifying  the  desired  sequences  by  the 
polymerase  chain  reaction  (PCR),  and  introducing  mutations  to  improve 
performance  by  mutagenic  PCR.  For  example,  the  in  vitro  selection  meth¬ 
od  has  been  used  to  obtain  DNA/RNA  aptamers  (Potyrailo  et  al.  1998; 
Jhaveri  et  al.  2000)  and  aptazymes  (Robertson  and  Ellington  1999;  Koi¬ 
zumi  et  al.  1999)  that  are  responsive  to  small  organic  molecules.  Similarly, 
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catalytic  DNA/RNAs  that  are  highly  specific  for  Pb2+  (Breaker  and  Joyce 
1994;  Pan  and  Uhlenbeck  1992),  Ca2+  (Cuenod  and  Szostak  1995)  and  Zn2+ 
(Li,  Kwon  and  Lu  2000;  Santoro  et  al.  2000)  have  been  obtained.  These 
results  set  the  stage  for  the  utilization  of  catalytic  DNAs  with  hydrolytic 
cleavage  activity  for  detection  of  metal  ions. 

2.1.3  Microfabricated  analysis  systems 

A  trend  throughout  the  last  two  decades  has  been  towards  miniaturized 
analytical  methods  to  achieve  unique  capabilities  as  well  as  better  perfor¬ 
mance  specifications.  The  development  of  microelectro-mechanical  sys¬ 
tems  (MEMS)  and  the  related  concept  of  miniaturizing  a  total  analytical 
system,  p-TAS,  started  with  the  work  of  Terry  et  al.  (1979),  who  fabricated 
a  complete  gas  chromatography  system  on  a  silicon  wafer.  Manz  and 
coworkers  reached  another  milestone  with  liquid  phase  separations 
(Manz,  Graber  and  Widmer  1990;  Manz  et  al.  1992),  followed  rapidly  by 
pioneering  work  by  Harrison  and  Manz  (Harrison  et  al.  1993),  Ramsay 
(Jacobson  et  al.  1994),  and  Mathies  (Woolley  and  Mathies  1994).  Since 
then,  there  has  been  an  exponential  growth  in  this  field,  including  advanc¬ 
es  in  fabrication  methods  from  silicon  (Christel  et  al.  1998),  optically 
transparent  materials  (Ruano  et  al.  1999;  Backhouse  et  al.  2000),  and  ex¬ 
citing  advances  in  polymer  substrates  (Folch  et  al.  1999;  McDonald  et  al. 
2000).  Besides  analytical  microfluidics,  a  tremendous  effort  has  gone  into 
the  development  of  mixers,  valves,  interconnects,  filters,  and  other  ele¬ 
ments  required  for  a  complete  microfluidics  system  (Koch  et  al.  1999).  Re¬ 
cent  reviews  describe  the  important  milestones  in  this  research  area 
(Kricka  1998). 

2.1.4  Fluidic  control  with  molecular  gates 

The  Bohn  Research  Group  has  developed  a  new  approach  to  fluidic  con¬ 
trol,  in  which  a  “molecular  gate”  is  constructed  from  a  thin  (typically  5  pm) 
polymeric  membrane  perforated  with  a  number  (~  108  cm  2)  of  long,  nar¬ 
row  (typical  aspect  ratios  of  25-250)  channels  (Kemery,  Steehler,  and 
Bohn  1998)-  These  structures  exhibit  unique  and  tunable  electrokinetic 
flow  properties  because  the  product  of  the  channel  diameter,  a,  and  the 
inverse  Debye  length,  k,  is  ~i.  When  m  <  1,  the  electric  double  layer  ex¬ 
tends  throughout  the  pore  (Saksena  and  Zydeney  1995;  Basu  &  Sharma 
1997;  Kim  and  Stevens  1997),  and  the  mobile  counterions  filling  the  chan¬ 
nel  determine  transport.  At  the  other  limit,  m  >  1,  the  electrical  double 
layer  is  mostly  collapsed,  and  normal  ion  migration  effects  dominate. 
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Thus,  flow  can  be  controlled  by  (a)  direction  of  the  applied  bias,  (b)  sign 
and  surface  density  of  the  immobile  charge  on  the  wall,  (i.e.,  pH  and 
chemical  derivatization),  and  (c)  the  magnitude  of  «a.  Because  /ris  con¬ 
trolled  by  solution  ionic  strength,  control  of  flow  in  these  nanometer 
channels  is  exceptionally  versatile.  These  nanoscale,  porous  materials  with 
well-defined  cross-sectional  geometry  are  ideally  suited  to  making  intelli¬ 
gent  interconnects  between  microfluidic  elements.  This  occurs  because  the 
interconnect  itself  can  be  made  integral  to  the  intelligent  movement  of  bi¬ 
omolecules,  and  it  is  simple  to  integrate  and  interface  with  existing  micro¬ 
fluidic  technologies.  Combining  catalytic  DNA  with  molecular  gates,  to 
achieve  a  nanofluidic  intelligent  processor  (NIP),  made  it  possible  to  build 
a  sensitive,  selective  Pb2+  sensor  (Chang  et  al.  2005),  as  shown  in  Figure  2. 

Separation 

Nanofluidic  channel 

&  Detection 


PDMS  microfluidic  channels 
50  pm2  channel  dimensions 


PDMS  device  on  microscope  slide 
Figure  2.  Structure  of  the  microfluidic  device  for  heavy  metal  detection. 

2.1.5  Miniaturized  microfluidic  lead  sensor 

As  proof  of  principle  for  this  SERDP  project,  our  previous  SEED  proposal 
developed  and  demonstrated  a  miniaturized  lead  sensor  by  combining  a 
lead-specific  DNAzyme  with  a  microfabricated  device  containing  a  net¬ 
work  of  microfluidic  channels  that  are  fluidically  coupled  via  nanocapillary 
array  interconnects.  The  DNAzyme  construct  (Figure  1)  was  derivatized 
with  fluorophore  (quencher)  at  the  5'  (3')  end  of  the  substrate  and  enzyme 
strand,  respectively,  to  form  the  molecular  beacon  that  is  used  as  the 
recognition  element.  The  nanocapillary  array  membrane  interconnect  is 
used  to  manipulate  fluid  flows  and  deliver  the  small  volume  sample  to  the 
beacon  in  a  spatially  confined  detection  window  where  the  DNAzyme  is 
interrogated  using  laser-induced  fluorescence  (LIF)  detection. 
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We  had  already  studied  the  function  of  the  lead-specific  DNAzyme  in  a 
previous  report.  The  substrate  cleavage  reaction  was  monitored  using  fluo¬ 
rescence  spectroscopy  ( Xex  =  560  nm,  Xem  =  580  nm)  that  illustrated  its  ex¬ 
cellent  sensitivity,  dynamic  range  (quantifiable  detection  in  the  range  of  10 
nM  <  [Pb2+]  <  10  pM),  and  selectivity  (at  least  an  8o-fold  selectivity  en¬ 
hancement  over  other  divalent  metals)  for  Pb2+  (Li  and  Lu  2000).  As 
shown  in  Figure  3,  the  resultant  fluorescent  signal  in  response  to  the  pres¬ 
ence  of  lead  is  significantly  greater  than  other  common  divalent  cationic 
species. 
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Figure  3.  DNAzyme  selectivity  compared  to  common  divalent  cationic  species. 


We  fabricated  a  simple  two-channel  device  (Figure  4)  with  a  source  chan¬ 
nel  for  introduction  of  the  sample  and  a  receiving  channel  containing  the 
hybridized  DNA,  separated  by  the  nanocapillary  array  interface  (NAI).  The 
fluid  flow  is  controlled  by  electrical-bias  pathways  for  injection  of  the 
sample  from  the  source  channel  across  the  NAI  into  the  receiving  channel. 
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NAI 


Figure  4.  Schematic  of  a  three-dimensional  NAI  gateable  microfluidic  device. 

Both  crossed-microfluidic  channels  are  identical  with  dimensions  of  50-pm  width, 
30-pm  depth,  and  14-mm  length. 

The  sequential  images  in  Figure  sA-Figure  5F  capture  the  fluorescence 
from  repeated  injections  of  Pb2+  at  the  intersection  of  the  cross-channels. 
Figure  5A  shows  the  background  fluorescence  of  the  two-channel  system. 
The  dotted  white  lines  indicate  the  position  of  the  horizontal  channel  and 
fluorescence  from  the  vertical  channel  is  barely  observable.  In  the  on  state, 
Pb2+-containing  solution  is  electrostatically  driven  from  the  horizontal 
channel  across  the  NAI  to  the  vertical  channel  containing  the  DNAzyme 
(Figure  sB-Figure  5C). 

As  soon  as  the  on-state  bias  is  applied  (Figure  5B),  the  Pb2+  plug  starts  to 
cleave  the  DNAzyme  in  the  receiving  channel,  resulting  in  a  significant  flu¬ 
orescence  increase.  The  off  state  switches  the  positive  bias  on  the  source 
channel  to  ground,  stopping  the  injection  of  Pb2+  into  the  receiving  chan¬ 
nel  and  flushing  the  cleaved  DNA  strand  to  the  upper  reservoir  (Figure 
5D)  until  all  cleaved  DNA  is  removed  from  the  viewing  image  (Figure  5E). 
Repeated  injections  of  Pb2+  solution  (Figure  5F)  showed  that  this  microflu¬ 
idic  chip  can  be  used  repeatedly. 
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Figure  5.  Temporal  sequence  of  fluorescence  images  at  the  intersection  of  the  crossed 
microchannels.  Source  channel  (horizontal)  was  filled  with  1  pM  Pb2+  in  BGE  (25  mM  lactic 
acid,  25  mM  HEPES,  50  mM  NaCI)  and  receiving  channel  (vertical)  was  filled  with  hybridized 
DNAzyme  in  BGE.  Dashed  lines  indicate  the  position  of  the  horizontal  source  channel.  In  the 
off-state  (A),  all  reservoirs  were  floated  while  the  on-state  (B),  causes  injection  of  Pb2+ 
solution.  Lead  solution  is  transferred  from  the  source  channel,  across  the  NAI  toward 
grounded  reservoir.  The  reaction  with  DNAzyme  produced  fluorescence  from  cleaved  DNA  in 
the  receiving  channel  (C).  During  on  state  bias,  the  DNA  cleavage  reaction  reached 
equilibrium  and  a  constant  fluorescent  signal  is  maintained  (captured  image  is  ~40  s  after 
on-state  bias  is  applied).  Pb2+  plug  continued  to  move  to  the  ground  electrode  and  cleaved 
DNA  moved  toward  the  positive  bias.  Image  (D)  is  ~1  s  after  off  state  bias  is  applied  and  (E)  is 
~40  s  after  off  state  bias  is  applied.  Cleaved  DNA  moved  toward  the  positive  bias  and  the 
receiving  channel  was  flushed  with  bulk  hybridized  DNAzyme  solution.  Repetitive  Pb2+  plug 
injection  after  switching  back  to  the  on-state  bias  is  shown  in  (F). 

Calibration  of  this  DNA  biosensor-coupled  microfluidic  system  was  ac¬ 
complished  by  measuring  fluorescence  intensity  (DNAzyme  substrate 
strand  cleavage  efficiency)  as  a  function  of  Pb2+  concentration  in  the  range 
of  too  nM  <  [Pb2+]  <  200  pM.  A  calibration  plot  of  fluorescence  enhance¬ 
ment  vs.  lead  concentration  is  shown  in  Figure  6.  At  each  measurement, 
electrical  bias  was  cycled  four  times  between  on  and  off  states.  Each  datum 
in  the  plot  represents  the  average  fluorescence  enhancement  of  these  four 
trials  as  a  function  of  Pb2+  concentration  and  the  error  bars  represent  ±  o. 
The  expression  of  best  fit  for  the  plot  is  described  as  \n(Imax-I )  = 

□0.0436  [Pb2+]  +  4.2072,  where  Imax  and  I  are  maximum  fluorescence 
enhancement  (%)  and  fluorescence  enhancement  (%)  at  the  lead  concen¬ 
tration,  respectively.  The  microfluidic  system  response  has  a  linear  corre- 
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lation  using  the  above  expression  over  the  too  nM  to  200  pM  concentra¬ 
tion  range  with  a  correlation  coefficient  (r2)  of  0.98.  This  range  likely  en¬ 
compasses  Pb2+  concentration  levels  for  most  environmental  samples. 


Figure  6.  Plot  of  fluorescence  enhancement  as  a  function  of  lead  ion  concentration  from  0.1, 
1,  5, 10,  50, 100,  and  200  pM.  Error  bars  represent  +  1  a  (n=4). 

Repetitive  detection  of  too  nM  Pb2+  is  illustrated  in  Figure  7.  During  re¬ 
petitive  injection  sequences,  signals  were  reproducible  with  a  coefficient  of 
variation  of  3.5%  (n=5)  and  the  baseline  consistently  returned  to  a  con¬ 
stant  level.  The  detection  limit  was  evaluated  by  repetitive  injection  of  50 
nM  Pb2+  standard  solution.  From  the  baseline  noise  during  the  off  state 
and  the  fluorescence  intensity  of  50  nM  Pb2+  during  the  on  state,  the  de¬ 
tection  limit  (signal-to-noise  ratio  of  3:1)  was  determined  to  be  11  nM  (2.2 
ppb),  which  is  lower  than  the  72  nM  (15  ppb)  action  level  in  drinking  water 
recommended  by  the  USEPA.  These  results  demonstrate  that  the  combi¬ 
nation  of  electrokinetically  actuated  measurement  cycles  on  a  microfluidic 
device  and  a  Pb2+-selective  DNAzyme  produce  a  device  sensitive  enough  to 
monitor  lead  in  drinking  water  or  ground  water. 
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Figure  7.  Typical  fluorescence  signals  during  repetitive  Pb2+  injection  (100  nM  in  BGE). 
Detection  was  performed  at  the  intersection  of  crossed  channels.  On  state  was  maintained 
for  20  s  and  switched  to  off  state  for  10  s,  repetitively. 


We  challenged  this  microfluidic  DNAzyme  sensor  against  a  complex  ma¬ 
trix,  determination  of  Pb2+  content  in  an  electroplating  sludge  standard 
reference  material.  The  electroplating  sludge  sample  was  purchased  from 
Resource  Technology  Corporation  (Laramie,  WY)  and  prepared  for  analy¬ 
sis  by  USEPA  Method  3050B.  The  sludge  sample  was  thoroughly  mixed, 
dried  and  ground  immediately  before  use.  For  the  digestion,  2.5  mL  of 
concentrated  HNO3  and  10  mL  of  concentrated  HCl  were  added  to  0.1  g 
sample  and  refluxed  for  15  min  on  a  hot  plate.  The  digestate  was  filtered 
through  Whatman  No.  41  filter  paper,  and  the  filtrate  was  collected  in  a 
volumetric  flask.  The  filter  paper  and  the  residue  were  both  washed  with  5 
mL  of  hot  HCl.  These  washings  were  collected  in  the  same  flask.  The  filter 
paper  and  residue  were  removed  and  placed  back  in  the  reflux  beaker. 
Concentrated  HCl  (5  mL)  was  added  and  heated  at  95  ±  5  °C  until  the  filter 
paper  dissolved.  The  residue  was  filtered  and  the  filtrate  was  collected  in 
the  same  flask.  The  cover  and  sides  of  the  reflux  beaker  were  washed  with 
HCl  and  this  solution  was  also  added  to  the  flask.  A  control  sample  was 
prepared  by  following  the  entire  sample  preparation  procedure  without 
sludge.  The  sample  was  diluted  1:1  using  concentrated  ammonium  hydrox¬ 
ide  followed  by  a  1000-fold  dilution  with  background  electrolyte  before 
injecting  on  the  microchip.  The  lead  concentration  was  determined  based 
on  the  actual  weight  of  the  dried  sludge  sample  and  the  final  dilution  vol- 
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umes.  The  certified  metal  contents  in  this  material  by  inductively  coupled 
plasma  -  mass  spectrometry  (ICP-MS)  are  shown  in  Table  l. 


Table  1.  Certified  metal  content  in  electroplating  sludge  reference  material. 


Element 

Concn.*  Mg/Kg 

Element 

Concn.  Mg/Kg 

Element 

Concn,  Mg/Kg 

Al 

692.5  +  82.5 

Ba 

173.3  ±  23.5 

Ca 

562.7  +  33.0 

Cr 

79.5  +  14.1 

Cu 

63,169.3  +  2410.0 

Fe 

2,698.7  ±  814.5 

Pb 

119,344.0  +  27453.0 

Mg 

(80.0) 

Mn 

17.5  +  2.1 

Hg 

(1.4) 

Ni 

193.6+15.0 

Ag 

56.4  +  6.3 

Na 

(1,576.2) 

Zn 

182.6  +  41.0 

*  Certified  and  noncertified  values  from  vendor,  values  in  parentheses  are  not  certified;  certified  values  are  determined  on 
a  dry  weight  basis;  uncertainties  are  one  standard  deviation  of  the  measurement;  the  uncertainty  is  obtained  from  95% 
confidence  intervals. 

For  this  assay,  the  standard  addition  method  was  used  to  account  for  ma¬ 
trix  effects.  In  this  electroplating  sludge  sample,  it  was  also  observed  that 
copper  (at  a  two-fold  higher  molar  concentration)  partially  quenched  the 
fluorescence  of  cleaved  DNA,  resulting  in  a  systematic  error  in  the  quanti¬ 
tative  detection  of  Pb2+.  Since  the  solubility  constant  of  Pb(OH)2  (Ksp  = 

2.5  x  1016)  is  three  orders  of  magnitude  larger  than  that  of  Cu(0H)2  (Ksp  = 

1.6  x  io_19),  it  was  possible  to  effect  quantitative  removal  of  copper  in  the 
sludge  digestate  as  a  copper  hydroxide  precipitate  at  the  electrolyte  pH  of 
>  8.  We  confirmed  that  copper  ion  was  removed  to  an  undetectable  level 
using  the  laboratory  CE  instrument.  The  lead  ion,  on  the  other  hand,  gave 
a  quantitative  recovery  at  pH  8  and  the  enzymatic  DNA  reaction  was  even 
more  efficient  than  at  pH  7,  showing  faster  reaction  times  in  the  microflu¬ 
idic  device.  Other  metal  ions  did  not  interfere  in  the  quantitative  determi¬ 
nation  of lead. 

Figure  8  shows  the  standard  addition  curve  for  the  determination  of  lead 
in  the  sludge  sample.  The  sludge  digestate  was  prepared  as  described  ear¬ 
lier  but  four  aliquots  were  spiked  with  a  50  mM  Pb2+  standard  solution  to 
make  final  added  concentrations  of  7, 12,  52,  and  102  pM  Pb2+  producing 
a  five-point  calibration  including  the  nonspiked  sludge  sample.  The  exper¬ 
iments  were  conducted  in  the  same  manner  as  the  calibration  using  the 
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lead  standard  in  buffer  solution.  The  calibration  plot  had  a  correlation  co¬ 
efficient  of  0.9993.  The  concentration  of  lead  in  the  standard  electroplat¬ 
ing  sludge  reference  material  was  determined  to  be  [Pb2+]  =  125,200  ± 
3,756  mg/kg,  a  value  within  4.9%  of  the  certified  value  of  119,344  mg/kg, 
indicating  the  potential  for  excellent  accuracy  of  this  microfluidic  / 
DNAzyme  system  for  Pb2+  determination. 
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Figure  8.  Plot  of  fluorescence  enhancement  as  a  function  of  lead  ion  concentration  spiked 
in  the  electroplating  sludge  sample  for  standard  addition  calibration. 

Error  bars  represent  ±lo  (n=4). 


This  work  represented  the  initial  steps  toward  creation  of  a  robust  field 
sensor  for  lead  in  ground  water  or  drinking  water.  This  research  is  detailed 
in  Chang  et  al.  2005. 
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3  Materials  and  Methods 

Over  the  course  of  this  project,  the  numerous  tasks  required  copious  sup¬ 
plies.  While  we  made  every  effort  to  report  all  materials  and  equipment 
used,  it  should  be  noted  that  the  critical  items  for  this  work  were  the  DNA 
sequences,  the  molecular  gate  membranes,  and  the  polymer  assembly  ma¬ 
terials.  The  methods  for  each  part  of  the  project  will  be  described  in  the 
next  section,  where  the  results  are  discussed. 

3.1  General  chemicals  and  materials 

Lactic  acid  and  ammonium  hydroxide  were  obtained  from  Fisher  Scientific 
(Fair  Lawn,  NJ).  F1EPES  (N-[2-hydroxyethyl]piperazine-N'-[2- 
ethanesulfonic  acid]),  sodium  chloride  and  sodium  hydroxide  were  pur¬ 
chased  from  Aldrich  (Milwaukee,  WI).  Prepolymer  and  curing  agent 
(Sylgard  184,  Dow  Corning  Corp.  Midland,  MI)  and  polycarbonate  nuclear 
track-etched  (PCTE)  membranes  with  a  hydrophilic  wetting  layer  of 
poly(vinylpyrrolidine)  (Osmonics,  Minnetonka,  MN)  were  used  in  the 
PDMS  (poly(dimethylsiloxane))  chip.  These  PCTE  membranes  are  10  pm 
thick  with  200  nm  diameter  pores  at  a  pore  density  of  3  x  108  pores  /  cm2. 
The  lead  stock  solutions  (1000  mg/L)  were  purchased  from  Fisher  Scien¬ 
tific  as  an  atomic  absorption  standard  solution  in  2%  HN03.  Working  so¬ 
lutions  of  lower  concentration  were  prepared  by  serial  dilution  of  the  stock 
solution  with  a  background  electrolyte  (BGE).  The  BGE  (25  mM  lactate,  25 
mM  HEPES,  and  50  mM  NaCl)  was  prepared  by  dissolving  lactic  acid, 
HEPES  and  NaCl  in  deionized  water  (18.2  MQ,  Milli-Q  UV-plus  system, 
Millipore,  Bedford,  MA).  The  pH  of  the  electrolyte  was  adjusted  to  7  with 
ammonium  hydroxide.  Calibration  of  the  chip  sensor  was  performed  using 
seven  different  lead  concentrations.  All  reagents  were  analytical  grade  or 
higher. 

3.2  Preparation  of  DNAzyme 

The  fluorescently  labeled  oligonucleotides  were  purchased  from  Integrated 
DNA  Technology  Inc.  (IDT  of  Coralville,  IA).  The  design  of  lead 
DNAzymes  is  described  in  detail  by  Liu  and  Lu  (2003).  Briefly,  31  end 
Dabcyl  (4-(4'-dimethylaminophenylazo)benzoic  acid)-labeled  enzyme 
strand,  termed  17E-Dy,  and  5'  end  FAM  (6-carboxyfluorescein))  and  3'  end 
Dabcyl-labeled  cleavable  DNA  substrate,  termed  17DS-FD,  were  chosen 
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(Figure  9).  The  DNAzyme  enzyme-substrate  complex  was  prepared  with 
500  nM  of  both  17E-Dy  and  17DS-FD  for  LIF  measurements  and  2.5  pM  of 
both  enzyme  and  substrate  for  fluorescence  microscopy  studies.  A  sample 
of  enzyme  and  substrate  was  heated  at  90  °C  for  2  min  and  slowly  cooled 
to  5  °C  for  2  hr  to  anneal  the  strands  together  and  create  the  complex. 

Note  that  the  FAM  is  quenched  both  intermolecularly  by  the  enzyme 
Dabcyl  and  intramolecularly  by  the  substrate  Dabcyl. 


Fluorescence  quenched  Fluorescence  unmasked 


Figure  9.  The  sensor  is  composed  of  a  dual-labeled  cleavable  substrate  DNA  whose  5'-  and  3'- 
end  is  labeled  with  a  fluorophore  (FAM)  and  a  quencher  (Dabcyl),  respectively,  and  an  enzyme 
strand  whose  3'-end  is  labeled  with  a  Dabcyl.  Initially,  the  fluorescence  of  FAM  is  quenched 
because  of  the  close  proximity  of  the  Dabcyl.  In  the  presence  of  Pb2+,  the  substrate  DNA  is 
cleaved,  resulting  in  the  release  of  fragments  and  a  concomitant  increase  in  fluorescence. 


The  required  DNA  sequences  and  the  sensing  mechanism  for  the  lead- 
specific  construct  are  shown  in  Figure  1  (Section  1.1).  In  the  pictured  ver¬ 
sion,  the  substrate  DNA  is  fluorescently  labeled  at  the  5'  end,  while  the  en¬ 
zyme  strand  possesses  a  quencher  at  the  31  end.  The  labeling  is  arbitrary, 
however,  and  depending  on  the  desired  behavior,  these  modifications  can 
be  reversed  so  that  the  enzyme  strand  carries  the  fluorescent  tag.  The  DNA 
enzyme  strand,  i7Ea,  and  the  DNA/RNA  chimeric  substrate  strand,  i7Sa, 
with  modifications  were  purchased  from  IDT  and  used  after  HPLC  purifi¬ 
cation.  The  oligonucleotide  sequences  are  shown  in  Table  2,  where  the 
DNA  labels  have  been  selected  to  describe  the  modifications.  Extra  bases 
(TTTTTAAACGTA)  have  been  added  to  the  5'  end  of  the  enzyme  strand  to 
extend  the  active  region  away  from  a  surface.  Streptavidin  and  FITC  la¬ 
beled  streptavidin  were  purchased  from  Sigma-Aldrich  (St.  Louis,  MO) 
and  used  without  additional  purification.  Planar  PMMA  substrates  (1  mm 
thickness)  were  purchased  from  Goodfellow  (Oakdale,  PA)  for  immobiliza¬ 
tion  experiments  outside  the  microfluidic  device. 
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Table  2.  DNA  labels  and  sequences. 


DNA  labels 

Sequence 

Bio-5T-17Ea(7)-FI 

5'-/5Bio/TTT  TTA  AAC  GTA  CAT  CTC  TTC  TCC  GAG  CCG  GTC  GAA  ATA  GTG  AGT/36-FAM/-3' 

FI-antil7E(7) 

5'-/56FAM/ACT  CAC  TAT  TTC  GAC  CGG  CTC  GGA  GAA  GAG  ATG  TCT  CTT  T-3' 

Bio-5T-17Ea(7)- 

Alexa 

5'-/5Bio/TTT  TTA  AAC  GTA  CAT  CTC  TTC  TCC  GAG  CCG  GTC  GAA  ATA  GTG  AGT/36-Alexa/-3' 

(7)17Sa-IB 

5'-/5IAbFQ/ACT  CAC  TAT  rAGG  AAG  AGA  TGT  ACG  TTT-3' 

3.3  Microfluidic  device 

3.3.1  PDMS  devices 

Details  of  the  channel  layout  and  fabrication  of  multilevel  microfluidic- 
nanofluidic  hybrid  architectures  have  been  provided  previously  (Kuo  et  al. 
2003).  A  three-dimensional  transport  device  was  depicted  schematically  in 
Figure  4.  Two  identical  channels  (50  pm  wide,  30  pm  deep,  and  14  mm 
long)  were  orthogonally  oriented  on  a  PDMS  microchip  and  separated  at 
the  intersection  by  a  nanocapillary  array  interconnect  (NAI)  made  from 
track-etched  polycarbonate  (PCTE).  The  PCTE  membrane  possesses  200 
nm  diameter  cylindrical  pores.  Platinum  wires  (250  pm  diameter, 
Goodfellow  Corp.,  Berwyn,  PA),  mounted  into  reservoirs  at  the  distal  ends 
of  the  microchannels,  were  used  to  apply  bias  voltages.  An  8-relay  system, 
designed  to  switch  electrical  contacts  between  Pt  electrodes  and  high  volt¬ 
age  power  supplies  (Bertan  High  Voltage,  Hicksville,  NY)  for  different  con¬ 
figurations  and  magnitudes  of  microfluidic  manipulation,  was  computer- 
controlled  via  a  multifunction  data  acquisition  card  (DAQ)  (National  In¬ 
struments  Corp.,  Austin,  TX)  and  Labview  software  (National  Instruments 
Corp.). 

3.3.2  PMMA  devices 

A  microfluidic/nanofluidic  hybrid  device  with  nanopore  diameter  of  200 
nm  was  fabricated  using  the  approach  described  previously  (Flachsbart  et 
al.  2006).  Figure  10  shows  the  microfluidic  device  consists  of  three  PMMA 
layers  (each  20  pm  thick),  one  nuclear  track-etched  polycarbonate  (PCTE) 
NCAM  (6-10  pm  thick;  GE  Osmonics,  Minnetonka,  MN)  sandwiched  be¬ 
tween  two  microfluidic-channel-containing  PMMA  layers,  and  a  polycar¬ 
bonate  cap  layer  (1.5  mm  thick)  with  drilled  reservoirs  (4  mm  diameter). 
The  separation  channel  with  a  length  of  2.80  cm  spatially  bisects  the  1.30 
cm  long  detection  channels.  The  rectangular  channels  are  100  pm  in  width 
and  20  pm  in  depth.  Fluidic  communication  between  separation  and  de- 
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tection  channels  is  achieved  via  the  NCAM  which  projects  a  100  x  100  pm2 
active  area  at  the  cross-section  of  the  microfluidic  channels  in  the  upper 
and  lower  layers. 


Figure  10.  Schematic  diagram  showing  the  various  layers  in  the  PMMA  microfluidic- 
nanofluidic  device  and  the  potential  program  used  to  control  fluid  flow  between  the  channels. 

{Top)  Exploded  schematic  diagram  showing  the  constituent  layers  individually.  ( Bottom ) 
Diagram  showing  terminals  and  voltage  programs  used  to  realize  the  OFF  and  ON  states.  The 
central  rectangle  represents  the  NCAM  (PCTE  membrane)  that  controls  fluidic  communication 

between  microfluidic  layers. 

3.3.3  DNAzyme  Spot  Device 

One  simple  method  we  investigated  was  to  form  an  enclosed  micro  fluidic 
chip  using  a  PMMA  substrate  and  a  PDMS  slab  that  contains  the 
microchannel  structure  and  sample  ports  as  shown  in  Figure  li. 


ERDC/CERL  TR-11-47 


21 


Figure  11.  Design  for  fabrication  of  microfluidic  chip  for  lead  sensing. 

Standard  rapid  prototyping  and  soft  lithography  processes  were  used  to 
fabricate  a  PDMS  layer  with  a  single,  embedded  channel  and  distal  reser¬ 
voirs.  A  to :i  mixture  of  poly  (dimethylsiloxane)  prepolymer  and  curing 
agent  (Sylgard  184,  Dow  Corning)  was  used  and  cured  at  room  tempera¬ 
ture  for  at  least  24  h  to  form  a  PDMS  layer.  The  sealing  between  the  PDMS 
and  PMMA  layers  was  achieved  by  oxygen  plasma  treatment  of  the  PDMS 
surface  for  20  s  at  55  W  with  02  pressure  of  ca.  500  mTorr.  The  channel  is 
too  pm  wide,  20  pm  deep,  and  20  mm  long.  A  reversible  sealing  was 
achieved  by  putting  the  PDMS  layer  and  the  modified  PMMA  under  vacu¬ 
um  for  at  least  24  h.  The  channel  bisects  each  DNAzyme  spot  so  that  the 
enzyme  beneath  the  PDMS  remains  unhybridized  and  can  act  as  an  inter¬ 
nal  standard,  while  substrate  DNA  flowing  within  the  channel  can  hybrid¬ 
ize  a  too  pm  wide  stripe  through  each  spot. 

3.4  DNAzyme  immobilization 

A  PMMA  substrate  was  cleaned  with  isopropanol  and  water,  and  then 
dried  in  nitrogen.  Biotinylated  DNAzyme  labeled  with  fluorescein,  Bio-sT- 
i7Ea(7)-Fl  and  the  control  non-biotinylated  DNA  labeled  with  fluorescein, 
Fl-antii7E(7),  were  dissolved  in  lX  MicroSpotting  solution  Plus  (Telechem 
International  Inc.,  Sunnyvale,  CA)  to  make  20  pM  solutions.  Streptavidin 
(1  mg/mL)  was  spotted  on  the  surface  and  allowed  to  dry  for  15-20  min, 
followed  by  spotting  of  the  DNAzyme  solution.  The  slide  was  left  overnight 
in  a  chamber  at  <  30%  relative  humidity  and  then  treated  with 
superstreptavidin  blocking  buffer  (20  pL)  (Telechem)  under  a  coverslip  for 
1  h,  washed  sequentially  with  Wash  Buffers  A  and  B  for  5  min  each,  im¬ 
mersed  in  Wash  Buffer  C  for  1  s  (Telechem),  then  dried  with  nitrogen. 


ERDC/CERL  TR-11-47 


22 


For  immobilization  of  DNAzyme  in  a  PMMA  microfluidic  device,  streptav- 
idin  solution  (l  mg/mL)  was  electrokinetically  driven  through  the  detec¬ 
tion  channel,  left  overnight,  rinsed,  and  then  followed  by  flowing 
biotinylated  DNAzyme  labeled  with  Alexa  488,  Bio-5T-i7Ea(7)-Alexa,  dis¬ 
solved  in  lX  MicroSpotting  Solution  Plus.  The  device  was  left  overnight  in 
a  chamber  at  <30%  relative  humidity,  then  the  channel  was  treated  with 
superstreptavidin  blocking  buffer,  washed  with  Wash  Buffers  A,  B  and  C 
and  then  filled  with  50  mM  tris  acetate  buffer  (pH  7.2)  +  50  mM  NaCl. 

We  also  had  success  immobilizing  biotinylated  DNAzyme  onto 
superstreptavidin  glass  (SSG;  Telechem)  by  following  similar  spotting  in¬ 
structions  as  given  above.  In  this  way,  we  could  use  either  PMMA  or  glass 
as  one  of  the  constituent  device  layers. 

3.5  Hybridization  and  detection  of  lead 

The  quencher-labeled  substrate  DNA,  (7)i7Sa-IB,  was  dissolved  in  hybrid¬ 
ization  buffer  (50  mM  tris  acetate  (pH  7.2)  +  lM  NaCl)  to  make  a  5  pM  so¬ 
lution.  Hybridization  on  the  planar  PMMA  substrate  (Figure  11)  was  car¬ 
ried  out  by  placing  quencher-labeled  substrate  DNA  onto  the  DNAzyme 
spots,  followed  by  addition  of  excess  hybridization  buffer  under  a  co- 
verslip,  and  leaving  overnight  in  a  humidified  chamber  in  order  to  prevent 
drying.  The  slide  was  then  kept  at  4  °C  for  30  min  and  warmed  to  room 
temperature  for  15  min,  followed  by  washing  and  drying. 

Prior  to  the  lead  reaction,  the  PMMA  substrate  was  soaked  in  50  mM  tris 
acetate  buffer  (pH  7.2)  +  50  mM  NaCl  for  5  min  in  order  to  remove  physi¬ 
cally  adsorbed  or  unhybridized  substrate  DNA.  After  a  reaction  with  Pb2+, 
the  substrate  was  washed  again  with  50  mM  tris  acetate  buffer  (pH  7.2)  + 
50  mM  NaCl  for  5  min,  rinsed  with  water,  and  dried. 

Hybridization  in  a  microchannel  (Figure  10)  was  carried  out  by  filling  the 
DNAzyme  immobilized  PMMA  channel  with  quencher-labeled  substrate 
DNA  and  leaving  overnight  at  25  °C  in  a  humidified  chamber.  The  device 
was  then  kept  at  4  °C  for  30  min  and  warmed  to  room  temperature  for  15 
min,  followed  by  washing  with  Wash  Buffers  A,  B  and  C.  Pb2+  was  intro¬ 
duced  into  this  prepared  detection  channel  via  electrokinetic  flow.  After 
the  reaction  with  Pb2+,  the  channel  was  washed  again  with  50  mM  tris  ace¬ 
tate  buffer  (pH  7.2)  +  50  mM  NaCl  for  5  min.  In  all  cases,  the  channel  was 
filled  with  50  mM  tris  acetate  buffer  (pH  7.2)  +  50  mM  NaCl  before  fluo¬ 
rescence  imaging. 
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3.6  Electrokinetic  flow 

Pb2+  containing  solution  was  electrokinetically  injected  into  the  detection 
channel  (or  receiving  channel)  from  the  separation  channel  (or  source 
channel)  through  the  NCAM.  All  solutions  were  filtered  through  0.45-pm 
filters  obtained  from  Nalgene  (Rochester,  NY,  USA).  The  separation  chan¬ 
nel  was  filled  with  10  pM  lead  acetate  in  25  mM  tris  acetate  (pH  7.2)  +  25 
mM  lactic  acid  +  50  mM  NaCl  and  the  detection  channel  containing  im¬ 
mobilized  DNAzyme  was  filled  with  the  buffer  alone  (25  mM  tris  acetate 
buffer  (pH  7.2)  +  25  mM  lactic  acid  +  50  mM  NaCl).  This  buffer  composi¬ 
tion  was  found  to  be  optimum  for  electrophoresis  as  well  as  DNAzyme  ac¬ 
tivity  (Chang  et  al.  2005).  The  channels  were  filled  by  adding  the  respec¬ 
tive  solution  to  one  of  the  reservoirs  and  pressure  filling  the  channel  using 
a  syringe.  Platinum  (Pt)  wires  were  used  as  electrodes  to  establish  contact 
with  the  buffer  in  the  reservoirs.  A  linear  current-voltage  relationship  in 
each  of  the  channels  indicated  electrical  continuity  and  the  absence  of  air 
bubbles  in  the  channels.  The  device  was  also  observed  under  a  Leica  fluo¬ 
rescence  microscope  (Model  DMIRE2,  Leica  Microsystems  Wetzlar 
GmbH,  Germany)  to  ensure  complete  filling  of  the  channels  and  absence 
of  air  bubbles.  Potentials  were  applied  using  a  power  supply,  and  potential 
control  and  EOF  current  measurements  were  achieved  using  Labview  (Na¬ 
tional  Instruments)  software.  The  potentials  used  in  each  experiment  are 
shown  in  later  sections.  After  each  experiment,  the  system  was  switched  to 
the  “off’  state  and  left  for  5  min.  During  this  time,  the  injection  of  Pb2+ 
through  the  membrane  stops,  and  residual  Pb2+  in  the  detection  channel 
was  flushed  out  by  the  flowing  buffer. 

3.7  Regeneration 

Regeneration  of  the  sensing  construct  in  channels  or  on  spots  followed  the 
identical  procedures  given  above  for  hybridization.  Specifically,  on  spots,  5 
pM  solutions  of  quencher  labeled  substrate  DNA  in  50  mM  tris  acetate 
plus  1 M  NaCl  were  placed  on  the  enzyme  DNA  spots  overnight  in  a  hu¬ 
midified  chamber,  then  kept  at  4  °C  for  30  min,  then  room  temperature 
for  15  min,  washed,  and  dried.  In  channels,  the  detection  channel  was 
filled  with  5  pM  substrate  DNA  in  hybridization  buffer  and  left  overnight 
at  25  °C  in  a  humidified  chamber.  The  device  was  then  kept  at  4  °C  for  30 
min  and  subsequently  warmed  to  room  temperature  for  15  min,  followed 
by  washing  with  Wash  Buffers  A,  B,  and  C. 
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3.8  Fluorescence  microscopy 

Fluorescence  microscopy  was  used  for  signal  acquisition  by  using  an  in¬ 
verted  Olympus  epi-illumination  microscope  (Melville,  NY).  The  CCD 
camera  (Javelin  Ultrichip  Hi  Res,  Torrance,  CA)  output  was  recorded  with 
a  videocassette  recorder  and  a  computer-controlled  video  capture  device 
(ATI  Technologies,  Markham,  Ontario,  Canada).  Fluorescence  was  excited 
with  488  nm  radiation  from  an  Ar+  ion  laser  (Innova  300,  Coherent  Inc., 
Santa  Clara,  CA)  which  is  very  close  to  the  FAM  492  nm  excitation  maxi¬ 
mum.  The  laser  light  was  passed  through  a  set  of  irises  and  a  neutral  den¬ 
sity  filter  (Newport,  Irvine,  CA)  before  reaching  a  dichroic  mirror 
(505DCLP,  Chroma  Technology  Corp.,  Brattleboro,  VT).  The  excitation 
light  was  focused  by  a  10X  objective  for  a  50  pm  diameter  area  of  interro¬ 
gation.  Fluorescence  signals  were  collected  by  the  same  lens  and  dichroic 
mirror  assembly  and  optically  filtered  through  a  too  pm  pinhole  and 
bandpass  filter  (HQ525/501TL,  Chroma  Technology  Corp.)  that  permits 
passage  of  the  518  nm  FAM  emission  maximum  before  being  detected  by  a 
photomultiplier  tube  (PMT)  (HC124,  Hamamatsu  Corp.,  Bridgewater,  NJ). 
Control  of  the  PMT  data  collection  was  achieved  through  computer  with  a 
Labview  program  and  data  acquisition  card  (DAQ,  National  Instruments 
Corp.).  All  fluorescence  signals  were  collected  at  the  intersection  of  the 
crossed  channels,  (i.e.,  just  below  the  nanocapillary  array  interconnect 
membrane). 

Fluorescence  images  were  acquired  by  using  a  fluorescence  microscope 
(Zeiss  Axiovert  200M,  Thornwood,  NY),  equipped  with  a  Hg  lamp  band 
filter  (X-Cite,  Mississauga,  Ontario).  The  images  were  obtained  using  a 
10X  objective  and  recorded  on  a  desktop  computer  with  Axiovision  soft¬ 
ware.  The  fluorescence  signal  intensity  relative  to  the  background  was 
quantified  using  pixel  counts  obtained  directly  from  specific  regions  in  the 
images.  The  intensity  values  were  obtained  by  taking  the  average  pixel 
count  from  two  different  regions  of  the  channel  on  either  side  of  the  point 
of  intersection. 
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4  Results  and  Discussion 

4.1  Microfluidic  device  design 

The  field  of  microfluidics  is  often  viewed  as  the  next-generation  technolo¬ 
gy  for  rapid  DNA  sequencing,  high-throughput  drug  screening,  and  ultra¬ 
sensitive  chemical  analysis.  There  is  a  need  to  develop  microfluidic  and 
nanofluidic  devices  and  chips  consisting  of  an  integrated  optical  sensor 
which  can  measure  and  record,  directly  and  without  external  intervention, 
the  unique  dielectric  response  of  material  flowing  through  the  device.  Ad¬ 
ditionally,  a  need  exists  for  an  integrated  chip  that  is  capable  of  easily 
identifying  analytes  in  different  fluids,  including  aerosols,  solvents  and 
buffers  of  varying  ionic  concentration.  In  a  particular  configuration,  the 
devices  detect  or  measure  changes  in  conductance  of  a  fluid,  molecule, 
particle  or  cell  as  it  passes  through  the  device.  This  section  describes  the 
work  done  to  create  the  injection  and  detection  system  for  chip  devices. 

4.2  Design  overview 

As  shown  in  Figure  io  in  Section  3,  the  fabrication  of  the  PMMA-based 
microfluidic  system  uses  a  multi-layered  design.  A  polycarbonate  nuclear 
track-etched  (PCTE)  membrane  of  pore  size  200  nm  is  sandwiched  be¬ 
tween  the  PMMA  microfluidic  layers  and  acts  as  a  fluidic  gate  via  its  array 
of  nanometer  diameter  pores  (the  nanocapillary  array).  The  fluidic  gate 
can  be  “opened”  or  “closed”  by  applying  appropriate  bias  voltages  to  con¬ 
trol  the  transport  of  analytes  between  crossed  microfluidic  channels. 
Analytes  injected  into  a  separation  channel  thus  can  be  “captured”  by 
opening  the  gate  and  transferring  the  analytes  into  a  second,  vertically 
displaced,  microfluidic  channel.  Since  the  PMMA  surface  is  negatively 
charged,  the  direction  of  EOF  of  the  buffer  is  from  the  positive  potential  to 
ground  (i.e.,  anode  to  cathode)  in  all  the  microchannels,  which  is  also  the 
electromigration  direction  of  Pb2+.  When  the  separation  channel  is 
grounded  (“off’  state),  there  is  no  injection  of  Pb2+  across  the  NCAM22. 
When  a  positive  potential  is  applied  to  the  separation  channel  as  shown  in 
“on”  state  diagram  (Figure  10),  the  positively  charged  Pb2+  ions  move  from 
the  separation  channel  across  the  membrane  to  the  detection  channel  to¬ 
wards  the  ground  and,  in  the  process,  react  with  the  immobilized 
DNAzyme  in  this  channel.  To  inject  Pb2+,  large  positive  voltages  (V2)  were 
applied  to  the  two  reservoirs  of  the  separation  channel  and  one  of  the  res- 
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ervoirs  of  the  cross  channel  ( V2 ),  while  the  other  reservoir  of  the  cross 
channel  was  grounded.  The  bias  program  used  (i.e.,  V2  >  Vi/2),  ensures 
rapid  injection  of  Pb2+  between  the  microchannels  because  the  electropho¬ 
retic  transport  of  Pb2+  is  in  the  same  direction  as  EOF,  and  the  apparent 
transport  velocity  is  equal  to  the  vector  sum  of  EOF  and  electrophoresis. 

4.2.1  Molecular  gate  and  electroosmotic  flow 

The  molecular  gate  device  structure  was  replicated  in  a  PMMA  construct 
(Flachsbart  et  al.  2006).  Figure  12  shows  three  representative  devices  with 
different  NCAMs  (nanocapillary  array  membranes)  incorporated  within 
the  PMMA  hybrid  nano-microfluidic  construct,  using  the  assembly  process 
shown  in  Figure  10.  The  separation  channel  in  the  middle  of  the  device  is 
currently  28  mm  long,  but  could  be  lengthened  if  needed  via  serpentine 
pattern. 


Figure  12.  Three  molecular  gate  devices  with  10,  50,  and  220  nm  diameter  pore  NCAMs 
(from  left  to  right,  respectively).  The  NCAM  extends  across  the  entire  device  and  is  positioned 
between  the  cross  channels  and  over  the  separation  channel. 

Electrical  characterization  consisted  of  measuring  microfluidic  channel 
resistivity  and  determining  the  electroosmotic  flow  (EOF)  coefficients 
along  the  channels  at  different  pH  values.  Linear  I-V  plots  (R2  >  0.995) 
using  10  mM  phosphate  buffer  (PB)  (pH  7.4)  were  obtained  yielding  a 
mean  of  26.7  ±  0.4  MO/crn  along  the  longer  microfluidic  channel  ( Al  = 
2.80  cm)  and  37.6  ±  0.4  M£2/cm  along  the  shorter  cross-channels  ( Al  = 
1.23  cm).  Measurements  were  stable  and  reproducible  for  7  days.  No 
measurable  leakage  current  was  observed  through  the  chip  itself,  indicat¬ 
ing  no  discernable  fluid  leaks  between  levels.  The  EOF  mobilities  versus 
solution  pH,  given  in  Table  3,  were  measured  with  the  current  monitoring 
method  using  5  mM  and  10  mM  phosphate  buffer  (PB)  solutions  at  100  V. 
These  EOF  values  are  within  a  factor  of  two  of  published  EOF  values  for 
PMMA  microfluidic  channels,  which  are  noted  to  vary  with  processing 
method  (Chen  et  al.  2006).  Transport  through  the  nanofluidic  intercon- 
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nects  (across  the  NCAM  membrane)  was  demonstrated  by  filling  a  cross 
channel  with  l  |uM  of  green  fluorescent  protein  (GFP)  and  electro- 
kinetically  transporting  analyte  plugs  (with  600  V  pulses,  2  seconds  in  du¬ 
ration)  into  the  middle  separation  channel.  A  488-nm  Ar+  laser  was  fo¬ 
cused  on  the  receiving  channel  away  from  the  intersection  to  produce  the 
laser  induced  fluorescence  (LIF)  graph  shown  in  Figure  13.  Plug  injections 
were  confined  and  reproducible. 

Table  3.  Electroosmotic  coefficients  {cm2/V-s}  for  phosphate  buffer  solution 
versus  pH  measured  using  the  current  monitoring  method. 


pH 

Cross  Channel  Ave. 

Separation  Channel 

8.8 

2.7  ±0.6x  10-4 

2.2  ±  0.3  x  10  4 

7.3 

2.8  ±  0.5  x  lO-4 

3.5  ±  0.7  x  10-4 

4.4 

2.5  ±  0.9  x  lO  4 

2.2  ±  0.3  x  10  4 

time  (s) 

Figure  13.  Laser-induced  fluorescence  (LIF)  detection  of  1  pM  GFP  in  10  mM  phosphate 
buffer  injected  for  2  s  at  600  V  from  one  microfiuidic  channel,  across  a  NCAM,  and  into  a 
second  microfiuidic  channel  containing  the  buffer  solution  only. 


Double-membrane  devices  were  fabricated  as  shown  in  Figure  14.  These 
devices  consisted  of  three  microfiuidic  channels  separated  in  the  vertical 
direction  (Z  axis)  by  two  NCAM  layers. 
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Figure  14.  Double  membrane  samples  with  three  microfluidic  layers  separated  in  the  vertical 
direction  by  two  NCAM  layers.  The  device  on  the  left  has  two  50  nm  NCAMs  and  the  device  on 
the  right  has  two  100  nm  NCAMs.  The  separation  channel  is  located  between  the  NCAM 
layers  with  an  injection  and  a  collection  channel  at  both  ends. 

A  product  of  this  research  is  the  new  device  design  shown  in  Figure  14.  It 
enables  conductivity  detection  of  an  electrophoretically  separated  sample 
of  cationic  metal  species.  The  approach  would  be  to  electrokinetically  in¬ 
ject  the  analyte  from  the  cross  channel  labeled  4-7  in  Figure  15,  into  the 
separation  channel  labeled  1-6.  Application  of  an  alternating  current  (AC) 
signal  between  the  cross  channels  3-10  and  2-9  could  be  monitored  with  a 
lock-in  amplifier  to  detect  slight  changes  in  the  resistivity  of  the  separation 
channel  region  that  they  overlap  (region  shown  in  Figure  15  inset).  As  the 
injected  analyte  is  electrophoretically  separated  and  each  metallic  band 
passes  between  the  intersecting  cross  channels  at  the  other  end,  the  bands 
can  be  detected  by  changes  in  resistivity  between  the  cross  channels.  At 
the  appropriate  time  interval  for  the  lead  band  to  arrive  at  this  intersec¬ 
tion,  the  voltage  bias  could  be  switched  to  pull  this  band  into  either  cross 
channel,  through  the  respective  NCAM.  Although  earlier  work  demon¬ 
strated  overlap  between  electrophoretically  separated  copper  and  lead 
bands  in  PDMS  based  devices,  PMMA  channels  have  a  more  stable  surface 
chemistry  and  more  reproducible  EOF  and  are  unlikely  to  have  this  prob¬ 
lem.  PMMA  will  be  more  similar  to  glass,  where  there  is  little  difficulty  in 
separating  Pb  from  Cu  as  shown  in  Figure  16.  This  device  is  a  novel  ap¬ 
proach  to  detecting  metal  species  in  solution  by  using  conductivity  without 
using  a  DNAzyme. 
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Figure  15.  Relief  schematic  of  a  device  showing  the  routing  scheme  of  the  microfluidic 
channels  relative  to  each  other.  On  the  right  is  a  cross-section  of  the  intersection  region 
where  nanofluidic  interconnects  are  formed  between  the  microfluidic  layers. 


Figure  16.  Glass  capillary  electrophoresis  data  demonstrating  that  distinct  separation 
between  the  lead  and  copper  bands  is  possible. 

4.2.2  Design  problems 

Preliminary  testing  indicated  that  some  design  and  fabrication  changes 
needed  to  be  made  to  the  original  design  (Figure  14  and  Figure  15).  A  fur¬ 
ther  product  of  this  research  is  the  enhanced  fabrication  procedures  de¬ 
fined  in  the  following  sections. 

4.2.2. 1  Capacitor  layer  alignment 

The  first  design  problem  addressed  was  the  one  that  showed  measured  ca¬ 
pacitance  was  too  low.  The  area  of  overlap  was  increased  and  methods  to 
improve  the  alignment  of  the  capacitive  layers  were  worked  on.  The  layer 
which  contained  the  upper  capacitor  metal  leads  needed  to  be  “flipped” 
before  bonding  to  the  device  stack  but  this  caused  problems  with  metal 
layer  cracking,  wrinkling,  and  alignment.  A  new  approach  was  developed 
to  correct  these  problems.  Individual  layers  were  processed  on  carrier  sub¬ 
strates,  typically  coverglass,  and  are  released  from  these  carriers  when 
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bonded  to  the  device  stack.  This  process  was  reproducible  for  the  release 
of  thick  PMMA  layers. 

The  new  approach  relied  on  the  upper  metal  lead  capacitor  layer  to  be  re¬ 
leased  by  use  of  a  thin  (i.e.,  l  pm  thickness)  PMMA  layer,  which  surpris¬ 
ingly  occurred  only  partially  or  incompletely.  These  release  conditions 
were  drastically  different  than  with  the  thicker  layers.  Attempts  were  made 
to  use  alternative  substrates  in  place  of  coverglass  with  track  etched  poly¬ 
carbonate  closer  to  that  of  PMMA  in  order  to  facilitate  the  release  of  thin 
PMMA  layers.  Lastly,  adhesion  of  the  capacitor  metal  (Ni)  to  the  PMMA 
layers  has  been  significantly  improved  by  applying  a  coating  of  Nickelex 
after  Ni  layer  deposition,  eliminating  the  bubbling  and  peeling  of  layers. 
However,  the  adhesion  of  Nickelex  to  PMMA  was  poor,  and  efforts  focused 
on  improving  this  adhesion. 

For  the  new  version,  the  device  was  modified  to  include  two  parallel  plate 
capacitors  in  the  middle  of  the  separation  channel  as  shown  in  the  sche¬ 
matic  and  cross-sectional  view  shown  in  Figure  17. 


Figure  17.  Schematic  of  the  new  microfluidic  device  design  showing  the  two  parallel  plate 
capacitors  located  in  the  middle  of  the  separation  channel.  The  cross-sectional  view  shows 
the  intended  vertical  overlap  of  one  of  the  capacitive  detectors. 


The  electronic  interrogation  method  for  this  detector  arrangement  is 
shown  in  Figure  18  where  a  modified  Wheatstone  bridge  was  employed. 
Capacitors  1  and  2  refer  to  the  two  capacitors  located  on-chip.  Resistors  1 
and  2  were  chosen  to  achieve  a  convenient  resonant  (or  cutoff)  frequency 
for  measurements.  The  resonant  (or  cutoff)  frequency  for  the  equivalent 
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low  pass  filter  circuit  was  /3<ib  =  - ;  at  this  frequency,  small  changes  in 

2  nRC 

the  two  capacitors  will  produce  the  greatest  change  in  Vout. 


Figure  18.  Left,  electrical  schematic  used  for  detection,  and  on  the  right,  its  equivalent  circuit, 
a  low-pass  filter.  The  modified  Wheatstone  bridge  has  the  greatest  Vout  sensitivity  at  the  cutoff 

frequency  of  the  equivalent  circuit. 


Following  the  realization  of  the  design  shown  in  Figure  17,  two  primary 
fabrication  issues  remained:  (a)  the  layer-to-layer  misalignment,  caused 
by  alignment  shifting  during  bonding,  and  (b)  the  loss  of  integrity  of  the 
dielectric  layer,  necessary  for  sensitive  capacitive  interrogation  of  the 
channel  region.  Research  eventually  produced  radically  new  fabrication 
processes  and  materials  including  a  new  adhesive  and  a  new  layer  materi¬ 
al. 


4. 2.2.2  Layer-to-layer  misalignment 

For  optimal  device  capacitive  detection,  alignment  between  layers  and  the 
channel  is  critical.  Previously,  alignment  often  shifted  during  bonding  of 
the  layers.  This  alignment  shifting  was  demonstrated  to  be  related  to  coef¬ 
ficient  of  thermal  expansion  (CTE)  mismatch  between  the  temporary  car¬ 
rier  of  the  layer  and  the  device  itself.  This  process  is  illustrated  in  Figure 
19.  To  reduce  and  eliminate  this  problem,  three  research  initiatives  were 
pursued. 

4. 2. 2. 2. 1.1. 1.1  Initiative  1:  New  adhesive  developed 

To  reduce  shifting  during  bonding,  a  new  adhesive  was  developed  that 
would  fix  the  position  of  the  layers  relative  to  each  other  at  a  lower  tem¬ 
perature.  This  required  the  curing  method  to  be  modified.  For  thermally 
cured  adhesives  (such  as  previously  used)  to  be  stable  at  room  tempera¬ 
ture  (i.e.,  have  a  long  pot  life)  there  needs  to  be  a  significant  temperature 
difference  between  room  temperature  and  the  adhesive’s  cure  tempera- 
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ture.  In  general,  the  lower  the  cure  temperature,  the  less  stable  the  adhe¬ 
sive  is  at  room  temperature. 


tep  1 :  Sample  Preparation 

Top  piece  consists  of  a 
polycarbonate  layer  (res~^^ 
ervoirs.  etc.)  and  a  PMMA 
layer  bonded  to  it. 


Patterned  adhesive- 


Bottom  coverglass  carrier 
on  which  a  PMMA  layer  was 
processed  (i.e.  patterned, 
etched,  metallized,  etc.). 


Top  View  of 
Alignment  Marks: 

+ 


Step  2:  Alignment 

Initially,  very  accurate 
alignment  between  the 
layers  can  be  achieved 


Step  3:  Bonding 


During  heating  (i.e.  bond¬ 
ing).  the  polymer  top 
piece  expands  an  order  of 
magnitude  more  than  the 
bottom  coverglass  carrier. 


Top  View  of 


Side  Alignment.  Marks: 


Top  View  of 

Step  4:  Release  of  Coverglass  Carrier 

Coverglass  is  released 
using  hot  water  bath  but  I  ■  . 

not  until  after  misalign¬ 
ment  due  to  CTE  mis¬ 
match  is  set  into  struc¬ 
ture.  — 

Figure  19.  The  four-step  process  to  bond  a  second  layer  (already  processed)  to  a  device  with 
a  first  layer.  The  second  PMMA  layer  is  affixed  to  a  coverglass  carrier  for  processing,  and 
since  the  coverglass  is  much  thicker  than  the  PMMA  (200  pm  to  20  pm),  it  expands  and 
contracts  at  the  same  CTE  as  the  coverglass,  which  leads  to  layer  misalignment. 


Our  previous  adhesive  was  a  thermally  cured  adhesive  based  on  a 
Bisphenol-A  epoxy,  and  its  cure  temperature  could  not  be  lowered  signifi¬ 
cantly  below  140  °C.  Ultraviolet  (UV)  curable  adhesives,  with  and  without 
the  addition  of  a  thermal  curing  component,  were  investigated.  A  new  low¬ 
er-temperature  UV/thermal  curable  adhesive  was  developed  that  lowered 
bond  temperatures  from  140  °C  to  fixing  the  layers  relative  to  one  another 
at  60  °C.  This  translated  to  an  almost  70%  reduction  in  CTE  stress  during 
bonding  while  nearly  eliminating  the  shifting  during  bonding. 

This  significantly  lower  bond  temperature  also  was  beneficial  for  the  in¬ 
corporation  of  the  metal  electrodes  within  the  polymer  device  since  CTE 
mismatches  between  the  metal  and  the  polymer  also  tended  to  result  in 
stress  fractures  in  the  metal  layer.  Lowering  the  bond  temperature  helped 
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reduce  stress  fractures  in  this  metal  layer  and  improve  the  overall  integrity 
of  the  metal  capacitive  layer.  The  goal  of  reducing  all  the  processing  tem¬ 
peratures  started  with  improving  the  critical  bonding  process. 

It  took  three  years  to  develop  the  previous  adhesive,  while  the  improved 
adhesive  was  developed  in  less  than  one  year.  This  is  a  significant 
achievement  considering  that  developing  an  adhesive  for  the  fabrication  of 
microfluidic  devices  requires  that  the  adhesive  be  (a)  UV  and  optically 
transparent,  (b)  contact  printable  with  the  ability  to  resolve  <100  pm  fea¬ 
tures,  and  (c)  chemically  and  thermally  stable.  The  new  adhesive  is  based 
upon  the  SU8  epoxy  group,  and  thus  has  improved  chemical  and  thermal 
stability  over  the  previous  adhesive,  as  well  as  a  surprising  improvement 
in  its  ability  to  resolve  features  to  <60  pm. 

4. 2. 2. 3  Initiative  2:  Change  in  polymer  layer 

The  second  initiative  for  reducing  the  detrimental  effects  of  CTE  was  to 
change  the  polymer  of  the  layers  themselves  to  something  that  could  be 
processed  at  a  lower  temperature.  Previously,  the  polymer  layers  were 
made  from  PMMA,  a  material  that  requires  a  180-200  °C  temperature 
cure  for  reproducible  thermal  and  chemical  stability.  This  resulted  in  sig¬ 
nificant  thermal  stresses  incorporated  in  the  layers,  due  to  the  different 
CTE  values  of  the  polymer  and  the  coverglass  temporary  substrate  carrier 
on  which  it  was  produced. 

It  was  decided  to  experiment  with  different  polymers  that  could  be  cured 
at  lower  temperatures  and  the  polymers  that  incorporated  both  a  thermal 
and  a  UV  cure  mechanism  showed  the  most  promise  for  lowering  pro¬ 
cessing  temperatures.  The  new  layer  material  was  based  on  the  SU8  epoxy 
group  of  polymers,  but  two  common  problems  resulted  from  its  use.  First, 
SU8  shrinks  during  curing  leaving  cracks  along  channels.  This  can  be  min¬ 
imized  using  stress  relief  openings  spread  throughout  the  layer  or  by  the 
addition  of  flexibilizers  to  the  formula.  Because  the  incorporation  of  stress 
relief  openings  throughout  the  layer  would  create  a  serious  design  limita¬ 
tion  on  the  various  devices  that  could  be  made,  we  experimented  with 
flexibilizers. 

The  second  problem  experienced  with  SU8  as  a  layer  material  is  the  non¬ 
uniformity  of  the  coating.  We  experimented  with  6  different  flexibilizers  as 
well  as  12  different  surfactants.  The  resulting  formulation  produced  micro¬ 
fluidic  channel  layers  with  channel  cracks  reduced  by  a  factor  of  -3,  and 


ERDC/CERL  TR-11-47 


34 


uniformity  was  improved  by  a  factor  of  ~ 4 .  Figure  20  illustrates  the  two 
primary  issues  hindering  the  use  of  SU8  as  a  structural  layer  and  how 
chemical  additions  have  improved  this. 


Figure  20.  Modification  of  the  SU8  formulation  used  to  make  individual  microfluidic  layers 
reduces  both  the  number  and  size  of  the  cracks  emanating  from  the  sides  of  the  microfluidic 
channels  by  approximately  a  factor  of  3,  and  reduces  the  thickness  variability  of  the  layer 

by  approximately  a  factor  of  4. 

Switching  the  device  construction  material  from  PMMA  to  SU8  also  ena¬ 
bled  three  important  improvements: 

1.  Better  dielectric  coating  (SU8  should  have  better  electrical  isolation 
ability  than  PMMA)  to  improve  the  sensor  detection  ability  and  relia¬ 
bility. 

2.  Lower  device  fabrication  temperatures  (200  °C  to  90  °C)  to  enable  the 
incorporation  of  metal  electrode  layers  within  a  polymer  stack  without 
producing  cracks  in  the  metal.  (Cracks  formed  in  the  metal  layer  due  to 
high  temperature  processing  and  these  are  the  leading  cause  of  metal 
electrode  failure.) 

3.  Better  chemical  inertness  and  stability  of  SU8  over  PMMA. 

4. 2.2.4  Initiative  3:  Change  in  substrate  carrier 

The  third  research  initiative  involved  changing  the  temporary  substrate 
carrier  onto  which  each  layer  is  fabricated  before  that  layer  is  transferred 
to  the  device.  The  requirements  of  this  material  were  to  have  (a)  excellent 
solvent,  acid,  and  base  resistance  to  handle  all  the  processing  steps  in¬ 
volved  in  the  fabrication  of  each  layer;  (b)  UV  and  optical  transparency  so 
that  the  layer  could  be  aligned  precisely  and  UV  curing  could  be  initiated 
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through  both  sides;  and  (c)  thermal  stability  at  the  maximum  processing 
temperature  (-200  °C).  Besides  glass  and  glass  compounds,  there  are  very 
few  materials  that  satisfied  these  criteria,  but  if  the  maximum  processing 
temperature  could  be  lowered,  then  a  number  of  polymer  epoxy  based  ma¬ 
terials  could  be  used.  Because  the  first  two  initiatives  were  successful,  new 
substrate  materials  are  currently  being  investigated  with  the  goal  of 
matching  the  CTE  of  the  device  almost  exactly  (i.e.,  -55  ppm  /  °C). 

The  problem  encountered  with  using  an  all-polymer  temporary  substrate 
carrier  is  that  the  lower  rigidity  of  the  polymer,  as  compared  to  glass,  re¬ 
quires  the  polymer  layer  to  be  thicker,  but  since  polymers  generally  have 
lower  thermal  conductivity,  as  compared  to  glass,  they  also  tend  to  bow 
when  heated.  All  polymer  carrier  substrates  have  the  benefit  of  producing 
unstressed  layers  on  them,  but  the  thickness  uniformity  of  the  layer  suffers 
significantly  as  illustrated  in  Figure  21. 


c— 

Glass 

Laver  is  flat  but 

/  highly  stressed 

- V 

1C 

Polymer 

Layer  is  unstressed 

hut  nou-unifonu 

- 

Glass  remains 

flat  on  hotplate 

— 

- V. 

\  Polymer  “bows” 

when  processed 

Figure  21.  Choice  of  the  temporary  carrier  substrate  material  has  the  tradeoff  between 
forming  a  flat  layer,  although  highly  stressed  on  glass,  or  an  unstressed  layer  but  highly  non- 
uniform  on  a  polymer  substrate.  Because  the  polymer  substrate  has  a  lower  rigidity  than 
glass,  it  needed  to  be  thicker,  and  since  it  was  both  thicker  and  had  a  lower  thermal 
conductivity,  it  bowed  during  hotplate  processing. 

Composite  polymer  materials  were  then  investigated  to  increase  both  the 
rigidity  and  thermal  conductivity  of  the  polymer  temporary  carrier  sub¬ 
strate  in  an  effort  to  eliminate  bowing  during  the  hotplate  heating  of  the 
substrate.  Adding  glass  particles  to  the  polymer  formulation  seems  prom¬ 
ising.  As  Si02  nanoparticles  are  added  to  some  epoxy  formulations,  CTE  is 
lowered,  rigidity  is  increased,  and  thermal  conductivity  is  increased  (Shi, 
Zhou,  and  Edwards  2003;  Zhou  and  Shi  2004).  Complete  results  for  this 
initiative  are  beyond  the  scope  of  this  research.  The  addition  of  Si02  nano¬ 
particles  appeared  to  help,  but  problems  with  keeping  the  Si02  nanoparti¬ 
cles  uniformly  dispersed  during  the  curing  of  the  temporary  substrate  car¬ 
riers  are  still  problematic.  Adding  Si02  nanoparticles  to  the  layer  material 
was  also  tried,  but  coating  uniformity  was  problematic  because  it  appeared 
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that  different  surfactants,  wetting  agents,  and  de-foaming  agents  could  be 
required. 

The  most  promising  approach  by  the  end  of  this  project  appeared  to  be  us¬ 
ing  a  polymer  with  a  CTE  higher  than  the  device  (e.g.,  -70  ppm  /  °C)  and 
adding  Si02  nanoparticles  to  a  weight  percentage  of  5%-i5%  such  that  the 
CTE  of  the  substrate  is  matched  to  -55  ppm  /  °C.  Then  almost  all  thermal 
stress  will  have  been  eliminated  from  the  fabrication  process  and  layers 
can  be  fabricated  that  are  entirely  crack-free  and  bonding  will  be  com¬ 
pletely  unshifted. 


Our  final  carrier  construct  was  born  out  of  the  composite  approach  and 
consisted  of  using  multiple  materials  to  accomplish  different  functions,  as 
illustrated  in  Figure  22.  First,  a  rigid  glass  base  ensured  the  carrier  sub¬ 
strate  would  remain  flat  and  heat  relatively  evenly.  Second,  a  thin  PDMS 
layer  provided  the  stress-accommodating  layer  in  the  middle.  Third,  a  thin 
SU8  layer  was  permanently  attached  to  the  PDMS  layer  to  ensure  that 
subsequent  SU8  device  layers  would  have  a  base  onto  which  they  would  be 
CTE-matched. 


Thin  SU8  -  matches  CTE  of  SU  8 
Thin  PDMS  -  accommodates  stress 
Glass  -  maintains  carrier  rigidity 


Figure  22:  Current  temporary  substrate  carrier  construct  consisting  of  a  bottom  rigid  glass 
layer  followed  by  a  flexible  stress  accommodating  PDMS  layer  and,  on  top,  a  rigid  SU8  layer 

for  CTE  matching  to  SU8  device  layers. 


The  carrier  could  then  be  used  repeatedly  to  make  stress-free  SU8  layers 
as  shown  in  Figure  23.  First,  a  release  layer  was  coated  onto  the  carrier 
and  cured,  and  then  an  SU8  layer  was  applied  and  patterned.  Because  SU8 
has  relatively  low  process  temperatures,  wrinkling  can  occur  along  the 
outer  release  layer  but  the  SU8  base  layer  in  the  middle  remains  free  of 
wrinkles  and  cracks,  as  evident  by  the  microscope  images  of  Figure  24. 
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Patterned  SU8  layer 
Release  layer 


Figure  23.  Current  carrier  substrate  used  to  pattern  a  crack  free  SU8  layer  where  a  release 
layer  is  coated  first  and  cured,  followed  by  the  SU8  layer  which  is  processed  into  a  device 

layer. 


Figure  24.  Microscope  images  of  (A)  cracks  forming  when  SU8  is  processed  directly  onto  glass 
and  (B)  a  crack-free  layer  of  SU8  when  it  is  processed  on  our  latest  carrier  substrate. 


4. 2. 2. 5  Initiative  4:  Improvement  in  bonding  process  forSU8 

SU8  is  an  inert  material.  This  property  results  in  excellent  chemical  stabil¬ 
ity  but  makes  strong  bonding  between  layers  difficult  to  obtain.  Experi¬ 
ments  were  undertaken  to  achieve  SU8  surface  epoxy  bonds  thus  creating 
reactive  end  groups  on  the  surface  to  improve  adhesion.  Approaches  were 
used  that  included  various  RIE  (Reactive  Ion  Etching)  treatments  and 
chemical  treatments.  Currently,  the  best  approach  appears  to  be  a 
photografting  technique  using  acrylic  acid  to  modify  the  SU8  surface.  This 
approach  resulted  in  significantly  stronger  adhesive  bonds  between  SU8 
layers  in  experimental  tests.  In  conclusion,  the  new  temporary  carrier  sub¬ 
strates  and  devices  made  using  the  new  adhesive  process  on  these  carriers 
have  been  fabricated,  an  example  of  which  is  shown  in  Figure  25.  Chal¬ 
lenges  still  remain  concerning  optimizing  recipes  and  eliminating  trapped 
bubbles  during  the  bonding  process,  but  critical  problems  regarding  the 
addition  of  metal  electrodes  within  polymer  devices  appear  to  have  been 
resolved.  Device  testing  is  the  next  step. 
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Figure  25.  Example  of  a  device  made  using  SU8  and  showing  intact  metal  electrode  layers. 
4.2.2. 6  Initiative  5:  Dielectric  layer  integrity 

For  the  capacitive  electrodes  to  properly  interrogate  the  microfluidic 
channel  region,  the  integrity  of  the  dielectric  layer  separating  the  metal 
electrode  from  the  electrolyte  in  the  channel  must  be  maintained.  In  pre¬ 
vious  tests,  the  metal  capacitor  electrode  is  not  sufficiently  isolated  from 
the  channel,  and  a  short  is  formed  between  the  two.  It  is  believed  that  very 
small  “pinholes”  (too  small  to  see  with  a  microscope)  are  formed  in  the 
polymer  dielectric  layers  during  the  fabrication  process  which  leads  to  an 
electrical  short  between  the  capacitor  electrode  and  the  microfluidic  chan¬ 
nel.  An  investigation  of  pinhole  formation  seems  to  correlate  the  size  and 
depth  of  the  pinholes  to  (l)  thermal  stress  in  the  layer  and  (2)  degree  of 
crosslinking  of  the  polymer.  Thus,  there  are  fewer  problems  with  pinholes 
in  polymers  that  exhibit  higher  crosslinking  and  in  polymers  that  have 
been  processed  at  lower  temperatures.  Figure  26  illustrates  these  princi¬ 
ples. 
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Polymer  with  a  low 
level  of  cross-linking 


Polymer  Dielectric 


Polymer  with  a  high 
level  of  cross-linking 


-  Metal 

*  - —  Polymer 

.  -  Substrate 

After  Thermal  Cycling 


Figure  26.  Polymers  with  a  higher  level  of  cross-linking  appeared  to  have  fewer  pinholes, 
or  pinholes  of  shorter  depth;  greater  thermal  stress  on  lower  cross-linked  polymers  also 
seems  to  increase  pinhole  depth  and  density. 

The  research  initiatives  that  reduced  both  the  maximum  temperature  used 
during  fabrication  and  implemented  polymer  materials  with  a  higher  den¬ 
sity  of  crosslinking  have  allowed  polymer  dielectric  layers  with  greater  in¬ 
tegrity.  This  should  enable  thinner  polymer  dielectric  layers  in  the  future 
and  thus  make  the  capacitive  interrogation  of  the  channel  region  that 
much  more  sensitive. 

Radically  new  fabrication  processes  and  materials  have  been  developed  as 
a  product  of  this  research.  At  the  beginning  of  this  project,  it  was  not  fore¬ 
seen  that  to  fabricate  the  intended  device  it  would  require  (a)  a  new  adhe¬ 
sive,  (b)  a  new  layer  material,  or  (c)  a  new  dielectric  understanding  and 
development. 

4.2.3  Increased  device  failure  rate:  cause  and  effect 

We  used  the  established  adhesive  contact  printing  procedure  to  fabricate 
the  hybrid  nanofluidic  /  microfluidic  devices  in  the  clean-room.  Our  multi¬ 
layer  hybrid  polymethyl  methacrylate  (PMMA)  /polycarbonate  membrane 
devices  had  a  marked  decrease  in  operating  performance  before  failure. 
For  example,  a  fabricated  device  was  stable  for  two  days  before  it  failed  on 
the  third  day.  After  drying  the  device  over  the  weekend,  it  appeared  to  be 
functional;  however,  the  separation  was  not  reproducible.  Then  the  device 
failed  permanently  a  short  time  after  it  was  operated  for  amino  acids  sepa¬ 
ration  using  20  mM  Borate  buffer,  pH  9.3.  When  the  device  failed,  the  mi¬ 
gration  times  became  random,  and  data  from  the  device  was  meaningless. 
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Basically,  the  devices  delaminated  after  one  or  two  days  of  operation,  alt¬ 
hough  we  used  the  same  procedure  as  previously  used.  Significant  tests 
were  performed  to  investigation  fabrication  parameters  including  bonding 
temperature,  bonding  pressure,  adhesive  thickness,  and  curing  duration. 
However,  all  the  devices  fabricated  with  different  conditions  had  poor  du¬ 
rability  in  separation  applications.  Finally,  we  noticed  that  the  adhesive 
components  of  solid  epoxy  (24  months  of  shelf  time)  and  its  hardener  (12 
months  of  shelf  time)  had  expired.  Unfortunately,  Dow  Chemical  Co.  no 
longer  stocked  those  materials.  To  solve  this  problem,  we  increased  the 
percentage  of  hardener  in  the  adhesive  composition  to  compensate  for  the 
reduced  active  hardener  in  our  older  mixture.  This  new  device  worked  bet¬ 
ter.  However,  after  about  20  h  of  operation,  the  device  failed.  The  intersec¬ 
tion  between  the  separation  channel  and  the  injection  channel  started  to 
delaminate.  The  delaminated  width  was  -50-60  pm  on  both  sides  of  the 
two  channels.  However,  the  far  end  from  the  injection  point  of  the  separa¬ 
tion  channel  seemed  to  be  fine.  Considering  that  the  previous  devices  had 
delaminated  along  the  entire  channel,  increasing  the  hardener  amount 
was  an  improvement  in  terms  of  device  durability. 

4.3  Separation  and  detection  of  amino  acids 

This  aspect  of  the  project  describes  the  interfacing  of  two  sequential  injec¬ 
tions  to  create  multi-dimensional  separations  before  detection.  This  will 
enable  more  complex  samples  to  be  fractionated  before  being  introduced 
to  the  DNAzymes. 

To  develop  an  integrated  microfluidic  device  for  separating,  sensing,  and 
quantifying  a  complex  analytical  sample,  we  conducted  research  to 
demonstrate  the  sequential  manipulation  on  tiny  volumes  of  solution  us¬ 
ing  a  three-dimensional  hybrid  nano/microfluidic  device.  Specifically,  a 
multi-layered  microfluidic  separation  system  was  fabricated  using  a 
PMMA  substrate.  Then,  a  PCTE  membrane  was  sandwiched  between  the 
two  PMMA  microfluidic  layers  and  acted  as  a  fluidic  gate  via  its  array  of 
nanometer  diameter  pores  (the  nanocapillary  array). 

The  fluidic  gate  could  be  “opened”  or  “closed”  by  applying  appropriate  bias 
voltages  to  control  the  transport  of  analytes  between  crossed  microfluidic 
channels.  Analytes  injected  into  a  separation  channel  thus  could  be  “cap¬ 
tured”  by  opening  the  gate  and  transferring  the  analytes  into  a  second,  ver¬ 
tically  displaced,  microfluidic  channel. 
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A  mixture  of  fluorescein  isothiocyanate  (FITC)  labeled  amino  acids  was 
analyzed  to  demonstrate  application  of  this  integrated  microfluid¬ 
ic/nanofluidic  PMMA  separation  system.  Two  such  amino  acids— D-/  L- 
aspartate  and  D-/  L-serine— are  amino  acids  that  may  have  different  func¬ 
tions  depending  on  the  particular  chiral  form  in  the  brain.  Thus,  separa¬ 
tion  of  these  two  amino  acids  served  as  a  model  system  to  characterize 
overall  system  performance. 

The  amino  acids  separated  during  the  first  stage  separation  were  collected 
by  passing  them  through  the  nanocapillary  array  and,  in  this  case,  the  co¬ 
eluting  enantiomeric  pair  was  then  separated  using  a  chiral,  second-stage 
electrophoretic  separation.  In  our  system,  analytes  were  detected  using 
laser  induced  fluorescence  (LIF). 

Figure  27  gives  the  design  and  dimensions  of  the  PMMA  microfluidic  de¬ 
vice.  Figure  28  describes  the  separation  scheme.  Figure  29  represents  the 
experimental  setup,  in  which  split  laser  beams  focus  at  two  detection 
spots,  LIFi  and  LIF2,  and  fluorescence  signal  was  detected  using  two  PMT 
detectors. 


Polycarbonate  cap 

1 .50  mm 

PMMA  via  reducer 

20  pm 

PMMA  cross-channel  layer 

20  pm 

Polycarbonate  membrane 

10  pm 

PMMA  separation-channel 

20  pm 

PMMA  base 

20  pm 

Figure  27.  A  schematic  drawing  of  a  PMMA  multi-layer  microfluidic  device  with  associated 

thickness  of  each  layer  of  the  device. 
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Gate:  220  nm  nanocapillary  array 

Figure  28.  Separation  scheme. 


Figure  29.  Conceptual  sketch  of  the  experimental  setup. 


Manipulation  of  analytes  through  nanoscale  fluidic  molecular  gates  is 
achieved  by  external  control  of  applied  potential  bias.  Voltage  configura¬ 
tion  at  different  steps  is  outlined  in  Figure  30. 
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G:  Ground 
F:  Float 


Step  1  — Injection 


Figure  30.  Voltage  configuration. 


Reproducible  injections  and  separations  were  obtained  for  FITC  labeled 
D-/L-aspartate  and  D-/L-serine.  According  to  the  migration  time  of  differ¬ 
ent  molecules,  analytes  of  interest  can  be  collected  by  adjusting  the  start¬ 
ing  collection  time.  Both  figures  below  show  three  repeated  injections  of 
aspartate  and  serine  (Figure  31  and  Figure  32).  Collection  of  analytes  was 
disabled  during  the  first  two  injections  in  both  experiments.  Figure  31 
shows  the  collection  of  the  aspartate  peak  at  gate  2  for  the  third  injection, 
which  was  confirmed  by  the  disappearance  of  this  peak  in  the  detection 
spot  LIF  2  (red  trace).  Similar  results  with  selective  collection  of  the  serine 
peak  for  the  third  injection  are  shown  in  Figure  32.  In  both  experiments, 
the  collection  time  was  set  for  5  s. 


In,ensit''  a  Intensity 
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Figure  31.  Collection  of  FITC-labeled  aspartate  for  the  third  injection. 


.3 


Figure  32.  Collection  of  FITC-labeled  serine  for  the  third  injection. 
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t  /  S 

Figure  33.  Demonstration  of  collected  peak  of  aspartate. 


When  one  of  the  detection  spots  was  set  at  the  second  vertical  channel, 
collection  of  analytes  of  interest  was  clearly  demonstrated  (Figure  33).  The 
collection  time  was  0.5  s  for  aspartate  in  this  example.  When  we  noted  the 
presence  of  aspartate  at  LIF2  (red  trace),  we  injected  the  stream  into  the 
detection  channel,  whereupon  a  small  peak  of  aspartate  (blue  trace)  was 
observed.  This  illustrates  the  ability  to  selectively  move  fluid  flow  from  one 
channel  to  another  by  merely  altering  the  voltages  applied  at  the  reser¬ 
voirs. 

Injection,  separation,  and  collection  of  analytes  were  achieved  successfully 
using  our  three-dimensional  PMMA  microfluidic  device.  The  next  step  was 
to  perform  chiral  separation  in  the  second  vertical  channel  after  collection 
of  analytes.  Integration  of  multiple  fluidic  operations  into  a  single  micro¬ 
fluidic  device  allowed  more  complex  manipulations  to  aid  in  solving  com¬ 
plex  analytical  problems.  The  second-stage  operation  is  not  limited  to  a 
separation  as  it  can  be  used  for  mixing,  sensing,  reacting,  or  analyte  con¬ 
centration. 

In  the  demonstration  below,  the  exemplary  analytes  were  fluorescently 
tagged  chiral  amino  acids  (Table  4),  to  demonstrate  the  ability  to  perform 
difficult  multidimensional  separations. 


ERDC/CERL  TR-11-47 


46 


Table  4.  Analytes  used  for  testing. 


Name 

Abbrev.  / 

MW 

pKa 

Pi 

Functional 
Group,  pKa 

Sep. 

Order 

Carboxylic 

acid 

Amine 

Aspartic  Acid  D 

Asp  / 133.1 

2.1 

9.82 

2.8 

carboxylic 
acid  3.86 

1 

Glycine  G 

Gly/ 75.07 

2.35 

9.78 

6.0 

none 

2 

Serine  S 

Ser/ 105.09 

2.21 

9.15 

5.7 

hydroxyl 

3 

Asparagine  N 

Asn/ 132.12 

2.02 

8.8 

5.4 

amide 

4 

*Phenylalanine  F 

Phe/ 165.19 

2.58 

9.24 

5.5 

aromatic 

5 

Time  (s) 

Figure  34.  Separation  of  5  amino  acids  in  20  mM  borate  buffer  pH  9.3.  The  electropherogram 
was  from  a  series  of  multiple  injections.  The  maximum  peak  intensity  of  the  first  peak  was 
observed  in  39  s  after  the  second  injection.  The  peak  marked  with  the  arrow  on  the 
electropherogram  is  an  unknown  impurity.  The  separation  orders  of  the  analyte  peaks  are 

assigned  as  shown  in  Table  4. 

This  newer  device  performed  differently  by  showing  significantly  smaller 
injection  volumes  than  previous  devices  although  analyte  migration  times 
were  roughly  similar  (or  faster).  In  order  to  increase  the  injected  amount 
of  the  analyte,  we  added  30  pM  cetyl  trimethylammonium  bromide 
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(CTAB)  in  the  20  mM  borate  buffer  (pH  9.3).  Adding  CTAB  increased  the 
amount  of  analyte  injection;  however,  the  5  analyte  peaks  did  not  separate. 
The  buffer  was  changed  to  20  mM  borate  buffer  (pH  9.3)  without  CTAB 
for  improved  separation  performance.  Now  the  analyte  peaks  were  sepa¬ 
rated  but  the  injected  amount  was  less,  compromising  signal-to-noise  ratio 
as  well  as  chromatographic  resolution  (Figure  35).  With  our  chiral  separa¬ 
tion  buffer  (20  mM  borate  pH  9.3;  18  mM  (3-cyclodextrin  [p-CD];  6  mM 
sodium  taurocholate  [STC]),  no  analyte  peaks  were  observed  (ideally,  8 
peaks  should  be  separated  and  detected).  After  30  pM  CTAB  was  added  to 
the  buffer,  and  the  analyte  injection  peak  was  observed  at  the  cross  section 
of  the  source  and  the  separation  channels.  However,  extended  operation  of 
the  device  under  these  conditions  caused  delamination.  We  solved  this 
problem  by  using  the  new  adhesives  described  in  this  report. 


Figure  35.  Electropherogram  collected  with  the  new  test  device.  The  electropherogram  was 
from  a  series  of  multiple  injections.  The  first  peak  showed  maximum  intensity  after  25  s. 

4.3.1  Chiral  separations 

This  section  describes  our  progress  toward  true  multidimensional  separa¬ 
tions.  The  goal  was  to  take  a  selected  band  from  a  separation,  inject  it  into 
a  distinct  microfluidic  layer  with  a  different  electrolyte,  separate  the  single 
band  into  its  components,  and  detect  them.  Thus,  the  peak  capacity  and 
chance  of  false  identification  is  greatly  decreased,  especially  when  the  elec¬ 
trophoretic  separations  in  the  two  layers  use  different  separation  mecha¬ 
nisms  such  as  free  zone  electrophoresis  and  micellar  electrokinetic  chro¬ 
matography. 
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Using  solutions  defined  as  (A)  50  mM  borate  buffer  pH  9.3;  (B)  6  mM  so¬ 
dium  taurocholate  and  18  mM  (3-cyclodextrin  in  (A);  and  (C)  1  mM  CTAB 
in  DI  water,  two  additional  solutions  were  made  (D)  A:MeOH  =  4:1  (v/v); 
and  (E)  B:MeOH  =  4:1  (v/v).  With  the  device  configuration  as  shown  in 
Figure  36,  the  first  stage  separation  used  a  running  buffer  of  (C):(D)  = 
25:75  (v/v)  (final  -  25  pM  CTAB  in  solution),  while  the  second  stage  sepa¬ 
ration  used  a  chiral  buffer  of  (C):(E)  =  25:75  (v/v)  (final  -  25  pM  CTAB  in 
solution).  The  analytes  injected  are  1  mM  labeled  “D/L-Asp”  and  “D/L- 
Ser.”  Data  from  Figure  36  show  the  fluorescent  signals  from  the  separa¬ 
tions  of  these  labeled  amino  acids.  The  bottom  trace  (left)  is  the  separation 
of  the  Asp  from  the  Ser  in  the  first  dimension.  We  then  selectively  extract¬ 
ed  the  Asp  for  injection  into  the  second-stage  chiral  separation  which  leads 
to  the  upper  trace.  The  two  enantiomers  of  Asp  are  clearly  separated  to 
near  baseline  resolution.  This  demonstrates  precise  control  of  fluid  flows 
and  separation  parameters  that  will  allow  enhancement  of  selectivity  for 
the  final  device. 
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Figure  36.  Multi-dimensional  separation  on  a  PMMA  hybrid  microfluidic/nanofluidic  device. 
LIF1  is  the  first  stage  separation  data  and  LIFO  is  the  second  stage  separation  data. 


4.4  Microfluidic  devices  with  Au-coated  NCAMs 

Work  thus  far  had  focused  on  understanding  fluid  transport  in  devices 
with  Au-coated  NCAMs.  The  principal  goal  of  this  portion  of  the  project 
was  to  evaluate  the  possibility  of  using  Au-coated  NCAMs  within  a  micro¬ 
fluidic  device  to  effect  DNAzyme  immobilization  and  subsequent  sensing 
of  Pb2+. 

Incorporation  of  Au  structures  into  microfluidic  devices  raises  several  is¬ 
sues  for  fluid  handling.  Typically,  fluids  are  electrokinetically  driven  both 
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in  microfluidic  channels  and  across  the  nanopores.  Employed  field 
strengths  are  on  the  order  of  10-100  V  cm1  for  microchannels  and  100- 
1000  V  cm1  for  nanopore  membranes.  However,  the  low  resistivity  of  Au 
means  that  it  can  sustain  only  small  relative  end-to-end  potential  differ¬ 
ences  under  the  applied  voltage  conditions.  However,  given  the  large 
microchannel  voltages  typically  employed,  it  is  not  difficult  to  achieve 
conditions  where  the  end-to-end  potential  difference  exceeds  the  width  of 
the  ideally  polarized  region  in  the  aqueous  electrolyte,  meaning  that  the 
potential  gradient  established  can  lead  to  various  redox  processes  along 
the  length  coordinate  of  the  Au  region,  as  illustrated  in  Figure  37.  These,  in 
turn,  lead  to  anodic  and  cathodic  processes  that  are  balanced  (i.e.,  no  net 
charging  of  Au  occurs). 


Figure  37.  Schematic  diagram  of  potential  distribution  along  a  microfluidic  channel  in  contact 
with  a  gold  membrane.  The  illustration  at  the  top  of  this  figure  represents  one  microfluidic 
channel  and  the  Au-NCAM  in  cross-section.  The  electric  field  in  the  microfluidic  channel, 
dV/dx,  is  smaller  above  the  Au  membrane  due  to  the  high  conductance  through  the  Au. 

The  potential  drop  across  the  Au  region  was  determined  by  a  combination 
of  the  ohmic  resistance  of  the  microfluidic  channel  and  faradaic  processes 
occurring  at  the  gold-solvent  interface.  Since  the  potential  difference  that 
causes  electrochemical  solvent  (water)  breakdown  is  the  largest  accessible 
potential  difference,  this  greatly  reduces  the  electric  field  strength  accessi¬ 
ble  for  liquid  transport  directly  above  the  Au.  In  order  to  reduce  the  effect 
of  the  Au,  microfluidic  devices  with  NCAMs  coated  only  at  the  intersection 
of  microfluidic  channels  were  fabricated.  Fabrication  details  and  a  bright 
field  micrograph  of  a  channel  intersection  are  shown  in  Figure  38. 
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Figure  38.  Fabrication  details.  A:  electroless  deposition;  B:  patterning  of  NCAM  using  KI/I2 
etchant;  C:  assembling  PDMS  device  using  rapid  prototyping;  D:  brightfield  micrograph  of 
microfluidic  device  at  intersection  of  microfluidic  channels;  the  Au-coated  region  appears  as  a 
black  region  in  the  image.  Width  of  channel  and  gold  feature  are  50  and  280  pm, 

respectively. 

Microfluidic  devices  consisting  of  two  channels  created  narrow  gold  fea¬ 
tures  using  KI/I2  etching.  The  gap  between  the  microfluidic  channels  con¬ 
stitutes  the  remaining  gold  feature  on  the  NCAM.  The  width  of  the  gap  was 
280  pm,  the  width  of  channel  was  700  or  1500  pm.  The  device  was  fabri¬ 
cated  using  standard  techniques  with  pattern  height  of  50  pm.  Gold  coated 
NCAM  (PC,  400  nm  pore  diameter)  was  placed  on  a  PDMS  slab  and  a  se¬ 
cond  PDMS  piece  with  a  channel  pattern  was  placed  on  top  of  the  NCAM. 
KI/I2  etching  solution  was  introduced  in  both  channels  and  replaced  every 
few  minutes.  The  etching  solution  penetrates  through  pores  and  etches 
gold  away  from  both  sides  of  NCAM.  The  end  of  etching  is  easily  observa¬ 
ble  by  color  changes  in  the  channel:  dark  metallic  to  light  yellow.  The  re¬ 
maining  gold  (on  either  side  of  the  narrow  feature)  is  removed  in  an  addi¬ 
tional  step  and  the  narrow  gold  feature  is  protected  by  two  pieces  of 
PDMS. 

The  devices  with  wider  etching  channels  (1500  pm)  were  more  convenient. 
The  channel  width  is  small  enough  that  channel  does  not  collapse,  but 
wide  enough  to  make  the  second  etching  step  easy  to  perform.  This  meth¬ 
od  is  much  more  practical  than  direct  gold  deposition  in  the  microfluidic 
device.  Gold  deposition  in  microfluidics  requires  substantially  more  con¬ 
trol  (temperature,  careful  washing  between  different  reagents,  aligning  of 
two  channels,  etc).  The  inherent  hydrophobicity  of  PDMS  prevents  etching 
solution  leakage  between  the  two  channels. 

These  devices  are  directly  useful  up  to  electric  fields  E  <  80  V/cm;  howev¬ 
er,  removing  gold  from  the  exposed  surfaces  of  NCAMs  (Au  only  in  the 
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nanochannels;  no  continuous  Au  film  exposed  to  microchannel)  signifi¬ 
cantly  increased  the  accessible  field  strength  above  200  V/cm. 

The  obvious  failure  mechanism  of  these  devices  is  gas  bubble  nucleation. 
Physically,  the  two  ends  of  the  Au  electrode  sustain  a  driving  potential  for 
electron  transfer,  oxidation  at  one  end,  reduction  at  the  other,  across  the 
solution-Au  interface  to  sustain  current  in  the  microfluidic  channel.  Be¬ 
cause  gas  generation  has  both  thermodynamic  (local  potentials  at  the  Au 
edges)  and  kinetic  (nucleation  rate  vs.  gas  diffusion)  components,  we 
sought  to  understand  these  by  comparing  experimental  observations  to 
models.  Gas  (hydrogen  and  oxygen)  evolution  at  the  edges  of  the  Au  region 
was  investigated  in  light  of  a  published  theoretical  model.  The  underlying 
assumptions  of  the  model  are:  (a)  linear  potential  drop  across  the  elec¬ 
trode,  (b)  current  determined  by  the  Butler-Volmer  equation  (electron 
transfer  is  kinetically  limiting),  and  (c)  anodic  and  cathodic  currents  are 
equal  in  magnitude  (no  charging  of  electrode  occurs).  Anodic  and  cathodic 
processes,  and  their  standard  potentials  and  kinetic  parameters  (transfer 
coefficient  and  exchange  current)  are  known.  However,  within  the  con¬ 
straints  of  the  model,  current  and  potential  can  be  calculated  along  the 
spatial  axis  of  the  electrode.  An  example  of  a  current  density  calculation  is 
given  in  Figure  39,  illustrating  that,  consistent  with  experimental  observa¬ 
tion,  the  redox  processes  are  dominated  by  the  electrode  edges.  Current 
density  strongly  varies  with  applied  potential,  but  its  distribution  is  essen¬ 
tially  invariant.  Anodic  (cathodic)  processes  on  gold  occur  on  the  side  that 
faces  the  device  cathode  (anode).  The  theoretical  potential  difference  to 
generate  gas  bubbles  in  the  microfluidic  channel  is  somewhat  larger  than 
experimentally  observed  (1.6  to  2.6  V).  Due  to  limitations  of  the  model, 
however,  the  agreement  between  predicted  and  experimental  is  satisfacto¬ 
ry- 


Electrode  length,  um 

Figure  39.  Current  distribution  on  gold,  A  V~  3  V.  Cathodic  current  is  represented  as  a  positive 

current. 
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4.4.1  Reducing  the  effect  of  Au  coating 

A  typical  fabricated  device  has  an  Au  contact  length  on  the  order  of  250  to 
300  pm  which  is  a  compromise  between  the  ability  to  align  gold  features  at 
the  intersection  of  microfluidic  channels  and  minimal  adverse  effects  due 
to  Au  presence  in  a  device.  We  have  looked  at  3  different  Au-coated  NCAM 
architectures  (Figure  40):  (1)  NCAM  coated  with  gold  within 
nanopores  and  on  sides  exposed  to  the  microchannels;  (2)  NCAMs  coated 
only  on  one  side;  (3)  NCAMs  coated  with  gold  island  film  (nanometer¬ 
sized  gold  regions  that  are  not  electrically  connected).  Microfluidic  devices 
consisting  of  two  channels  with  an  Au-coated  NCAM  sandwiched  in  be¬ 
tween  two  microfluidic  channels  were  constructed  as  shown  in  Figure  38. 
Type  (1)  and  (3)  membranes  were  obtained  by  electroless  deposition  of  Au 
and  subsequent  etch  using  KI/I2.  Continuous  gold  films  (type  1)  are  ob¬ 
tained  if  deposition  is  performed  for  1-5  h;  and  gold  island  films  (type  3) 
are  obtained  if  deposition  times  are  kept  between  15  and  30  min.  Gold 
vacuum  evaporation  was  used  to  obtain  NCAMs  coated  with  Au  only  on 
one  side  (type  2,  width  of  gold  feature  ~  250  pm).  The  arrows  show  the 
ability  to  electrokinetically  transport  species  through  the  nanochannels. 


Figure  40.  Au-coated  NCAM  architectures:  (1)  continuously  coated;  (2)  coated  on  one  side; 
(3)  gold  island  film  coated  NCAMs.  Mathematical  signs  indicate  applied  potential  across  the 
membrane,  and  arrows  indicate  the  direction  of  electrokinetic  transport. 


The  presence  of  Au  on  the  NCAM  complicates  analyte  injection  across  the 
NCAMs.  Typically,  NCAMs  have  Au  coated  on  the  NCAM  faces  exposed  to 
microfluidic  flow  as  well  as  in  the  nanopores.  Injection  of  fluorescein 
across  these  NCAMs  is  suppressed.  Simultaneously,  transport  of  fluoresce¬ 
in  away  from  the  intersection  of  the  microfluidic  channels  is  observed.  On¬ 
ly  analyte  directly  within  the  cross-section  of  the  microfluidic  channels 
and,  therefore,  close  to  the  entrance  of  a  nanopore  is  transported  across 
the  NCAM  to  the  trans  microchannel.  Examples  of  injections  across 
NCAMs  are  illustrated  on  Figure  41.  Considerably  better  injections  are 
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achieved  when  gold  is  not  present  on  the  large  surfaces  exposed  to 
microchannel  flow. 


Time,  s 

Figure  41.  Injection  across  gold  coated  400  nm  NCAMs. 

4.4.2  Applications  of  NCAMs  in  affinity-based  separations 

A  research  goal  was  to  evaluate  the  potential  and  possibilities  for  placing 
recognition  molecules  within  the  attoliter  volumes  of  the  nanopores  to  ap¬ 
proach  unit  probabilities  for  reactions  and  interactions. 

One  of  the  key  questions  that  has  to  be  answered  to  effectively  deploy  mo¬ 
lecular  recognition  moieties  (such  as  the  Pb2+-sensitive  DNAzyme  molecu¬ 
lar  beacon  construct)  surrounds  the  changes  in  reactivity  that  attend  im¬ 
mobilization  of  the  reagent  on  the  interior  wall  of  a  nanopore.  We 
anticipated  that  ligand  binding  in  nanometer-scale  spaces  would  be  de¬ 
termined  by  two  countervailing  tendencies  -  the  increase  in  wall-collision 
frequency,  Qw,  of  prospective  ligands  (e.g.,  Pb2+)  and  the  reduced  volume 
of  phase  space  explored  due  to  hindered  rotational  diffusion,  Dr,  inside 
the  pore.  Our  work  addressed  three  specific  technical  objectives:  (a)  to  de¬ 
velop  robust  and  flexible  fabrication  strategies  for  the  immobilization  of 
molecular  recognition  motifs  on  the  interior  surfaces  of  individual 
nanocapillaries;  (b)  to  create  and  implement  assays  for  ligand  binding 
which  are  sensitive  to  the  intrapore  binding  events;  and  (c)  to  assess 
whether  the  ligand-affinity  reagent  complexes  can  be  released  with  suffi¬ 
cient  control  to  form  the  basis  for  high  efficiency  nanoscale  affinity  separa¬ 
tions. 

NCAMs  consisting  of  thin  (5  pm  <  d  <  20  pm)  membranes  that  contain  ar¬ 
rays  of  nanometer-diameter  (10  nm  <  a  <  500  nm)  pores  are  used  in  the 
SERDP  device  to  interface  vertically  separated  microchannels  and  allow 
the  external  control  of  analyte  transport  between  microfluidic  channels.  In 
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order  to  add  functionality  to  these  nanopores  beyond  simple  fluid 
transport,  we  have  incorporated  an  antibody-based  molecular  recognition 
element  onto  the  pore  surface  that  allows  selective  capture,  purification, 
and  release  of  specific  analyte(s)  from  a  mixture  as  our  proof  of  principle. 
The  pores  are  fabricated  by  electroless  plating  of  gold  onto  the  nanopores 
of  an  NCAM  (Au-NCAM).  An  antibody  is  then  immobilized  within  the  Au- 
NCAM  via  gold-thiol  chemistry  as  a  thiolated  fragment-of-antibody  (Fab), 
as  shown  in  Figure  42.  The  successful  immobilization  of  the  resultant  thi¬ 
ol-terminated  HS-Fab'  through  this  protocol  was  verified  on  planar  gold  by 
its  biological  activity  and  by  fluorescence  microscopy,  scanning  electron 
microscopy  and  atomic  force  microscopy. 


1  -  50  kDa 

(a) 

Size  -  5.0  nm  x  4.0  nm  x  3.0  nm 

Figure  42.  Immobilization  of  Fab1. 

The  next  question  we  addressed  focused  on  immobilizing  the  Fab1  frag¬ 
ments  on  the  interior  of  nanopores  of  Au-coated  NCAMs  (Fab’-Au-NCAM) 
prepared  by  electroless  Au  deposition.  To  do  this,  we  performed  a  gold- 
labeled  sandwich  assay  as  shown  in  Figure  43.  The  presence  of  biochemi¬ 
cally  active  Fab'  is  signaled  by  the  binding  of  a  Au-labeled  IgG  which  is  ev¬ 
ident  in  the  enhanced  roughness  of  the  nodules  in  the  freeze-fracture  SEM 
in  panel  (A)  compared  to  those  in  (C)  and  (D).  The  importance  of  these 
experiments  is  that  they  illustrate  (a)  successful  binding  of  Fab1  fragments 
onto  the  Au-coated  nanopore  wall  using  Au-thiol  chemistry,  and  (b)  the 
bound  Fab1  fragments  retain  their  biochemical  function  under  these  condi¬ 
tions. 
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Figure  43.  SEM  micrograph  of  the  inner  pore  surface  of  Au-IgG-Fab'-Au-NCAM  and  controls: 
(A)  the  surface  of  the  pores  with  Au-IgG-Fab’-Au;  (B)  schematic  representation  of  Au-IgG-Fab’- 
Au-NCAM,  the  antibody-based  molecular  recognition  gate  for  (A); 

(C)  cleaned  Au-NCAM;  and  (D)  control  Au-NCAM. 

Selective  capture  and  release  of  human  insulin  was  verified  using  matrix- 
assisted  laser  desorption/ionization  time-of-flight  mass  spectrometry  by 
examining  the  ability  of  suitably  prepared  Au-NCAM  constructs  to  selec¬ 
tively  capture  and  release  a  specific  antigen,  insulin,  from  a  mixture  also 
containing  an  acidic  control  peptide  and  a  BSA  blocker.  Acidic  peptide  was 
selected  as  a  control  antigen  because  it  produces  a  peak  of  similar  intensity 
in  the  mass  spectrum  when  analyzed  from  an  equimolar  mixture  with  in¬ 
sulin,  thereby  compensating  for  inherent  differences  in  sensitivity  among 
different  analytes.  Figure  44  (A)  shows  the  spectrum  of  the  standard  mix¬ 
ture  solution  of  insulin  [(ii)  m/z  5809.1]  and  acidic  peptide  [(i)  m/z 
2961.5],  both  at  5  (iM.  Next,  a  solution  containing  acidic  peptide  and  insu¬ 
lin  at  the  same  concentration  as  the  binding  solution  (500  nM  of  each 
analyte),  but  without  BSA  blocker,  was  prepared  in  the  antigen  releasing 
solution.  The  MALDI-TOF  MS  spectrum  from  a  dried  droplet  of  1  pL  solu¬ 
tion  (0.5  pmole  each  on  the  sample  spot)  was  acquired  but  did  not  show 
distinct  [M+H]+  peaks  of  the  analytes,  viz.  For  Figure  44(B),  the  next  on- 
probe  releasate  spectra  were  acquired  by  placing  a  piece  of  insulin-Fab'- 
Au-NCAM  on  the  MALDI  probe  and  then  sequentially  applying  1  pL  of  re¬ 
lease  buffer  and  1  pL  of  MALDI  matrix.  Figure  44(C),  in  contrast  to  Figure 
44(B),  depicts  the  on-probe  releasate  spectrum  of  insulin-Fab'-Au-NCAM 
and  shows  an  intense  [M+H]+  peak  of  insulin  at  m/z  5809.6  [at  (v)]  along 
with  the  [M+2H]2+  peak  of  insulin  at  m/z  2904.9  [(iii)]  and  an  unassigned 
peptide  peak  from  BSA  blocker  at  m/z  3886.9.  However,  no  peaks  origi¬ 
nating  from  acidic  peptide  were  observed.  Comparing  the  peak  intensity  of 
panel  (B)  and  panel  (C),  it  is  clear  that  Fab'-Au-NCAM  concentrates  the 
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analyte.  To  evaluate  the  performance  of  the  selective  capture  and  release 
ability  of  the  antigen  on  Fab'-Au-NCAM,  the  relative  intensity  ratio  of  peak 
(v)  to  peak  (iv),  was  calculated  and  averaged  across  multiple  measure¬ 
ments  (5  spectra  for  insulin-Fab'-Au-  NCAM  and  7  spectra  for  control  Au- 
NCAM).  This  measured  a  23-fold  increase  in  intensity  compared  to  the 
control  [ratio  of  (viii)  to  (vii);  Figure  44  (D)]. 
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Figure  44.  MALDI-TOF  MS  spectra  of  standard  solution  of  5  //M  Aplysia  acidic  peptide  (control 
antigen:  AP)  and  human  insulin  (antigen:  IN),  5  pmole  each  on  the  probe  (A);  spectrum  of  500 
nM  of  AP  and  500  nM  of  IN  solution  prepared  in  release  buffer  without  BSA  blocker,  0.5 
pmole  each  on  the  probe  (B);  on-probe  release  of  captured  peptide  from  Fab'-Au-NCAM  (C); 
and  on-probe  release  of  captured  peptide  from  control  Au-NCAM  (D).  m/z  of  peaks  are  (i) 
2961.5,  (ii)  5809.1,  (iii)  2904.9,  (iv)  3886.9,  (v)  5809.6, 

(vi)  2912.3,  (vii)  3886.1  and  (viii)  5807.1. 
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4.4.2. 1  Dual-function  NCAMs 

This  work  pursued  the  incorporation  of  an  Au  nanocapillary  array  (NCAM) 
into  a  microfluidic  device  for  dual  purpose  use,  as  both  a  microfluidic  flow 
controller  at  cross  channels  and  a  highly  sensitive  plasmonic  chemical  sen¬ 
sor  (see  Figure  45).  Enhanced  subwavelength  transmission  has  long  been 
recognized  for  its  potential  as  a  sensing  technique,  and  prior  work  in  our 
group  has  demonstrated  the  use  of  a  polymer  NCAM  as  microfluidic  flow 
controller.  This  project  seeks  to  combine  these  two  functions  into  dual¬ 
mode  metallic  NCAM  plasmonic  sensors.  Broadly  divided,  the  objectives 
include: 

(1)  Optical  characterization  of  the  Au  NCAM  subwavelength  transmission 
to  identity  spectral  and  spatial  parameters  important  for  chemical  sensing. 

(2)  Fabrication  of  the  freestanding  array  and  integration  into  a  3-D  micro¬ 
structure,  thereby  exploring  its  capabilities  as  an  electrokinetic  flow  con¬ 
troller. 


(3)  Plasmonic  chemical  sensing  using  the  optical  test  bed  to  explore  its  de¬ 
tection  capabilities  under  realistic  analytical  conditions. 


Figure  45.  Multimodal  concept  for  Au  NCAM  shown  from  top  left,  (a)  and  (b):  microfluidic 
element  in  flow-past  and  flow-through  configuration,  respectively;  (c)  plasmonic  chemical 

sensor. 


Our  work  contributed  to  the  first  two  objectives.  The  optical  test  bed  de¬ 
picted  in  Figure  46  allowed  for  spatial  and  spectral  characterization  of  the 
subwavelength  transmission.  The  tunable  Ti: sapphire  single  band  source 
enabled  spectral  information  to  be  obtained  at  any  wavelength  and  at 
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much  higher  light  levels  than  a  white  light  source.  Spatial  information  was 
obtained  through  the  high  numerical  aperture  condensing  lens,  measuring 
a  wide  range  of  K- space  wave  vectors  in  a  single  image.  Additional  work 
concerned  the  breakdown  of  incident  angles  into  discrete  experimental 
space  and  the  combination  of  these  experiments  across  the  700-1000  nm 
spectral  range. 


diaphragm 


condenser  objective 


Figure  46.  Optical  test  bed  for  characterization  of  subwavelength  transmission.  This  setup 
enables  characterization  of  both  spatial  (0,  <t>)  and  spectral  (A)  information  by  tuning  the 

Ti:sapphire  single  band  source. 


While  working  toward  device  fabrication,  several  Au  NCAMs  were  pre¬ 
pared  in  a  stepwise  manner;  the  first  step  was  thermal  deposition  onto  a 
glass  substrate  followed  by  milling  of  the  array  at  various  aspect  ratios  us¬ 
ing  FIB  (see  Figure  47).  These  arrays  were  also  used  for  optical  characteri¬ 
zation  in  the  configuration  shown  in  Figure  45.  For  the  full  3-D  structure, 
the  NCAMs  were  milled  on  a  thin  polymer  monolith  rather  than  glass,  and 
subsequently  sandwiched  between  PDMS  microchannels  to  create  the  3-D 
structure.  Ongoing  experiments  on  deposition  of  Au  onto  thin  polymer 
films  showed  good  Au  layer  integrity  down  to  a  polymer  thickness  of  0.8 
pm. 


Figure  47.  Au  NCAMs  milled  in  a  200  nm  thick  Au  film  on  glass.  In  all  cases,  the  pores  are 
230  nm  in  diameter  and  are  milled  in  a  25  x  25  square  array.  Periodicity  a0  (distance  center- 
to-center)  is  varied  as  follows:  (a)  a0  =  570  nm,  (b)  a0  =  670  nm,  and  (c)  a0  =  710  nm. 
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4. 4.2.2  Floating  injection  in  NCA-interconnected  multilayer  microfluidic 
devices 

We  investigated  fluidic  manipulation  techniques  in  NCA-interconnect 
multilayer  microfluidic  devices  including  a  floating  injection  approach, 
which  is  capable  of  transporting  reproducible  sample  plugs  from  one  mi¬ 
crofluidic  channel  to  another  through  the  NCA.  This  technique  takes  ad¬ 
vantage  of  the  electric  field  extension  that  takes  place  across  the  NCA 
when  a  voltage  is  applied  across  the  injection  channel  or  the  separation 
channel  while  the  other  channel  remain  floated.  A  voltage  is  applied  across 
the  injection  channel  to  electrokinetically  pump  analytes  from  the  sample 
reservoir  (S)  to  the  sample  waste  reservoir  (SW),  c.f.  (Figure  48).  Analytes 
that  are  introduced  through  the  NCA  into  the  separation  channel  stay  near 
the  NCA  region  without  electrokinetic  expansion  because  the  extension  of 
the  electrical  field  is  reduced  further  away  from  the  NCA.  The  current 
studies  clarity  the  flow  physics  in  NCA-interconnected  microfluidics  and 
describe  strategies  to  achieve  reproducible  sample  manipulation. 


Figure  48.  (a)  Schematic  diagram  of  the  device  (i)  and  the  electric  field  extension  across  the 
NCA  (ii);  (b)  images  showing  FL2-  distribution  during  the  floating  injection  and  separation 
processes:  (i)  after  floating  injection  from  the  sample  (S/SW)  microfluidic  channel  to  the 
separation  (B/BW)  channel;  and  (ii)  immediate  application  of  separation  potential  (in  the 

B/BW  channel). 

4. 4.2.3  Online  sample  concentration  on  NCA-interconnected,  multilayer, 
microfluidic  devices 

Selective  ion  transport  in  NCA  (10  nm  diameter)  induces  concentration 
polarization.  We  have  demonstrated  online  sample  concentration  on  a  3-D 
PMMA  hybrid  nano/microfluidic  device  where  two  orthogonal  electric 
fields,  one  across  the  NCA  and  the  other  across  the  microfluidic  channel, 
induce  concentration  polarization  as  well  as  a  concentrated  analyte  band. 
The  concentration  polarization  caused  by  the  electric  field  across  the  NCA 
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is  attributed  to  the  extended  Debye  layer  across  the  NCA.  Figure  49  shows 
representative  data  acquired  by  (A)  fluorescence  microscopy,  (B)  laser- 
induced  fluorescence  (LIF)  detection,  and  (C)  analyte  band  concentration. 


G 


Figure  49.  Concentration  polarization  and  analyte  band  concentration  demonstrated  by  using 
fluorescein  (FL2  )  in  10  mM  phosphate  buffer,  pH  8.0.  (A)  is  a  fluorescence  microscope  image 
where  (a)  is  a  microfluidic  channel  above  the  NCA  and  (b)  a  microfluidic  channel  below  the 
NCA;  (i)  shows  ion  depletion,  (ii)  shows  ion  accumulation  and  (iii)  shows  the  focused  analyte 
band.  (B)  and  (C)  are  LIF  data  with  different  detection  points.  For  (B),  LIFO  is  focused  at  (ii) 
and  LIF1  is  focused  at  (i).  For  (C),  LIFO  and  LIF1  are  both  focused  along  channel  (b)  to  detect 

band  movement  (iii). 

4. 4.2. 4  Continuously  coated  NCAM 

NCAMs  electrolessly  coated  over  1  h  yield  continuous  gold  films.  Typically, 
after  coating,  pore  size  is  reduced  from  400  nm  to  between  200  and  250 
nm.  Electrokinetic  injection  across  such  NCAMs  was  observed,  but  with 
very  poor  efficiency.  Instead,  the  main  effect  of  applied  potential  is  manip¬ 
ulation  of  analyte  concentration  in  the  microfluidic  channel.  Probe  mole¬ 
cules  are  depleted  in  the  Au  region  and  stacked  near  the  edge  of  the  Au  re¬ 
gion.  The  results  of  such  a  process  are  presented  in  a  spatiotemporal 
fluorescence  intensity  plot  in  Figure  50.  The  spatial  fluorescence  intensity 
distributions  in  the  source  channel  at  given  times  are  represented  by  slices 
parallel  to  the  x  axis,  and  the  time  evolution  of  these  slices  is  represented 
along  the  y  axis.  Alternatively,  the  temporal  fluorescence  behavior  at  a  giv¬ 
en  point  along  the  source  channel  is  given  by  slices  parallel  to  the  y  axis. 
Horizontal  gridlines  indicate  a  step  in  the  applied  potential  sequence,  with 
voltages  indicated  to  the  right  of  the  spatiotemporal  plot.  The  constant, 
low-intensity  area  between  180  and  360  pixels  at  all  times  is  due  to  the  low 
transmission  of  the  gold  coating  at  the  intersection  of  microfluidic  chan¬ 
nels,  as  shown  in  the  inset  (upper/middle  right).  The  behavior  of  the  sys¬ 
tem  results  from  a  complex  interplay  of  all  the  driving  forces  present  at 
any  given  time  and  can  be  interpreted  starting  from  a  few  key  assump¬ 
tions:  (1)  Fluorescein  exhibits  a  pKa2  =  6.4,  so  at  the  pH  of  the  running 
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buffer,  it  is  negatively  charged,  and  electrophoresis  transports  it  toward 
the  anode;  (2)  EOF  is  always  from  anode  to  cathode;  (3)  the  left  and  right 
sides  are  asymmetric  due  to  the  consistent  influence  of  pressure-driven 
flow  from  left  to  right;  and  (4)  very  little  fluorescein  is  injected  through  the 
NCAM,  so  it  must  be  accounted  for  within  the  source  channel. 


Distance  (pixels) 


Figure  50.  Fluorescein  dynamics  in  a  source  channel.  Attempted  injection  across  400  nm 
polycarbonate  membrane  coated  with  continuous  gold  film.  There  is  no  appreciable  injection 
of  fluorescein  from  the  source  channel  into  the  receiving  channel. 

In  order  to  understand  these  complex  depletion  and  enrichment  phenom¬ 
ena  in  more  detail,  fluid  flow  in  the  portion  of  the  microchannel  in  contact 
with  the  Au-NCAM  conductor  was  modeled  via  finite  element  simulations, 
the  results  of  which  are  depicted  in  Figure  51.  Panel  (a)  illustrates  the  po¬ 
tential  distribution  and  velocity  fields  within  the  microchannel.  Electric 
field  strength  in  the  vicinity  of  the  gold  segment  is  shown  in  panels  (b)  and 
(c)  (magnified).  The  first  thing  to  notice  in  Figure  51  is  that  the  plug-flow 
velocity  field  is  already  being  distorted  near  the  edge  of  the  Au-NCAM.  The 
flow  profile  is  semiparabolic  above  the  Au  patch  due  to  the  no-slip  condi¬ 
tion  on  the  Au  surface  and  the  EOF  condition  at  the  top  boundary.  The  po¬ 
tential  applied  along  the  channel  causes  a  strong  distortion  of  the  electric 
field  at  the  gold  segment;  its  magnitude  is  reduced  several-fold  in  compar¬ 
ison  with  the  rest  of  the  microchannel,  and  there  is  a  significant  increase 
in  electric  field  strength  at  the  very  edge  of  the  gold  segment.  This,  in  turn, 
affects  the  magnitude  of  electrophoresis  in  the  vicinity  of  the  gold  edge. 
Specifically,  an  electrophoretic  velocity  component  is  introduced  at  the 
edge  which  opposes  the  electroosmotic/pressure-driven  flow  present  in 
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the  rest  of  the  channel.  As  a  result,  movement  of  charged  particles  is  af¬ 
fected.  In  the  case  of  fluorescein,  EOF  and  electrophoretic  flow  are  in  op¬ 
posite  directions  [indicated  by  a  black  arrow  in  Figure  51  (c)],  which  is 
consistent  with  the  inversion  of  the  direction  of  transport  that  was  ob¬ 
served  in  Figure  50.  This  leads  to  stacking  of  fluorescein  at  one  edge  of  the 
Au-NCAM  and  depletion  at  the  other. 


Figure  51.  Finite  element  simulation  of  the  electrokinetic  flow  near  an  Au  segment  in  a 
polymer  microchannel.  In  all  three  plots,  red  arrows  depict  the  velocity  field  (electroosmotic), 
while  black  contour  lines  are  lines  of  constant  electrical  potential.  In  (a),  the  color  surface  plot 
depicts  the  electric  potential;  in  (b),  color  depicts  electric  field  strength.  The  peak  field 
strength  occurs  just  at  the  edges  of  the  gold  patch,  where  it  reaches  160  V  cm1,  (c)  A 
magnified  view  of  the  left  corner  of  the  Au  patch;  the  black  arrow  depicts  the  relative  size  of 
the  electrophoretic  velocity  for  fluorescein  ( electrophoretic  mobility  =  3.5  cm2  V1  s1)  near  the 

edge  of  the  gold  segment. 


4.4.2. 5  One-side  coated  NCAMs 

Example  of  injection  across  NCAM  coated  with  gold  on  the  receiving  side 
is  shown  in  Figure  52.  Analyte  injection  is  EOF  controlled;  thus,  injection 
occurs  in  the  direction  of  a  negatively  biased  channel.  When  bias  magni¬ 
tude  is  small,  devices  with  NCAMs  coated  on  one  side  perform  similarly  to 
uncoated  polymeric  NCAMs  (see  bottom  trace,  Figure  52),  and  an  increase 
of  bias  potential  leads  to  enhanced  transport.  However,  continuous  Au 
coating  in  the  receiving  channel  limits  the  extent  to  which  bias  can  be  in¬ 
creased  without  adverse  effects.  At  an  intermediate  bias  magnitude  (~  40- 
60  V),  injection  occurs  only  at  transient  stages  (top  trace  in  Figure  52). 
Further  increase  of  bias  leads  to  bubble  formation  in  the  receiving  chan¬ 
nel.  The  mechanism  of  injection  across  such  NCAM  is  depicted  in  simula¬ 
tion  results  shown  in  Figure  53.  Source  microchannel  and  nanopore  can 
support  EOF  due  to  nonzero  surface  charge.  Gold  coating  at  the  exit  of  the 
nanopore  establishes  a  zone  with  constant  potential;  thus,  there  is  no  elec- 


ERDC/CERL  TR-11-47 


63 


trokinetic  driving  force  in  the  region.  The  fluid  (and  probe  molecules)  is 
propelled  across  the  gold-coated  region  due  to  pressure-driven  flow  due  to 
EOF  pumping  in  the  source  microchannel  and  within  the  uncoated 
nanopores. 
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Figure  52.  Injection  across  NCAM  coated  on  one  side.  Each  trace  shows 
representative  injections  using  intermediate  (top)  and  small  (bottom)  bias. 


Surface:  Electric  potential  [V]  Arrow:  Velocity  field 
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Figure  53.  Simulation  of  EOF  pumping  across  a  single  nanopore.  Receiving  side  of  NCAM  is 
coated  with  Au.  Color  scale  represents  potential  distribution  within  microchannel,  and  arrows 

represent  flow  field. 
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4. 4. 2. 6  NCAMs  with  gold  island  film 

This  type  of  film  is  the  most  similar  to  uncoated  NCAMs.  Similarly  to  one¬ 
sided,  gold-coated  NCAMs,  injection  is  dominated  by  EOF.  An  example  of 
injection  is  shown  in  Figure  54.  In  contrast  to  previously  shown  film  archi¬ 
tectures,  gold  is  present  in  electrically  isolated,  small  islands.  As  a  result, 
electrochemical  control  of  the  gold  surface  is  not  available  in  these  films. 
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Figure  54.  Fluorescence  microscopy  illustrating  injection  through  an  Au  island-coated  NCAM. 
Right:  a  single  frame  from  an  injection  movie.  The  source  channel  is  visible  as  the  horizontal 
fluorescent  area  interrupted  by  a  dark  diagonal  (Au-coated  region).  The  receiving  channel  bias 
alternated  between  floating  and  -30  V  relative  to  the  source  channel  to  accomplish  injection. 

Left:  a  sequence  of  injections  was  followed  by  correlating  the  fluorescence  intensity  (left, 
bottom)  integrated  over  the  region  of  interest  (yellow  square),  with  the  applied  potential  pulse 

train  (left,  top). 


All  of  the  above  describes  our  efforts  to  study  the  effects  of  gold  coatings 
on  the  nanochannels  interconnects  on  bulk  fluid  flow.  We  have  deter¬ 
mined  that  minimizing  the  gold  within  the  channel  allows  better  control  of 
fluid  flow  and  analyte  injections  from  a  source  microchannel  to  a  receiving 
(detection)  microchannel  with  minimal  disruption  in  electroosmotic  flow. 

4.5  Immobilization  of  DNAzyme  on  solid  supports 

Much  of  the  demonstrated  research  discussed  above  lends  itself  to  the  fur¬ 
ther  advancement  of  revolutionary,  miniaturized  laboratories  on  a  chip  in 
terms  of:  device  construction,  understanding  performance  characteristics 
of  microcomponents,  chemistry  within  small  volumes,  and  precise  control 
of  fluid  flows.  In  order  to  develop  a  reliable  and  sensitive  device  for  in  situ 
measurement  of  heavy  metals  such  as  lead  in  ground  water,  we  can  pro¬ 
ceed  with  attempts  to  incorporate  the  Pb-selective  DNAzyme  into  a  micro- 
fluidic-nanofluidic  hybrid  multilayer  device  containing  a  nanoscale  fluidic 
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molecular  gate,  consisting  of  a  thin  polycarbonate  membrane  with  na¬ 
nometer-sized  perforations  which  can  manipulate  fluid  flows  and  perform 
molecular  separations  on  tiny  volumes  of  material.  As  Pb2+  is  transported 
to  the  DNAzyme,  a  fluorescent  signal  change  can  be  detected  upon  cleav¬ 
age  of  the  substrate  strand.  This  device  is  an  important  step  toward  detect¬ 
ing  multiple  heavy  metal  ions  with  a  single  injection  by  introducing  differ¬ 
ent  DNAzymes  at  different  locations  in  the  detection  channel  on  a 
microfluidic-nanofluidic  molecular  gated  device. 

This  section  describes  efforts  and  experiments  to  immobilize  the 
DNAzyme  to  surfaces  that  would  be  present  within  microfluidic  channels. 
Several  methods  have  been  developed  for  covalent  attachment  of  modified 
oligonucleotides  to  pre-activated  solid  supports  such  as  PMMA  and  glass. 
Chemical  modification  of  PMMA  substrates  can  be  achieved  by  aminolysis 
and  UV  irradiation.  Other  modification  methods  include  graft  copolymeri¬ 
zation,  laser  activation,  ion  bombardment,  and  plasma  treatment. 

There  are  several  approaches  to  immobilizing  DNAzyme  in  the  microfluid¬ 
ic  devices.  As  early  proponents  of  this  research,  we  reported  on  the  prepa¬ 
ration  and  use  of  gold  coated  polycarbonate  NCAMs  for  the  detection  of 
Pb2+  in  aqueous  solutions  using  a  ratiometric  method  (Wernette  et  al. 
2006).  The  ratiometric  method  used  an  uncleavable  substrate  strand  as  a 
way  to  monitor  the  non-specific  release  of  substrate  away  from  the  immo¬ 
bilized  enzyme  (Figure  55).  It  was  observed  that  a  slow  kinetic  and 
osmotically  forced  release  of  hybridized  substrate  caused  an  increase  in 
detected  fluorescence  for  cleavable  substrate  in  the  absence  of  Pb2+  analyte 
(a  false  positive).  The  contribution  of  this  non-specific  release  was  very 
dependent  on  the  total  amount  of  immobilized  DNAzyme  on  the  surface. 
The  variable  amount  of  total  DNAzyme  immobilized,  as  affected  by  differ¬ 
ences  in  total  surface  area  of  the  surface,  was  also  a  major  source  of  varia¬ 
bility  in  the  final  fluorescent  intensities  measured  after  Pb2+  reaction.  In¬ 
troduction  of  an  uncleavable  substrate  strand  with  a  different  fluorophore 
provided  a  way  to  monitor  the  amount  of  non-specific  release  of  substrate 
strand  in  the  absence  of  Pb2+.  Furthermore,  the  amount  of  non-specific 
release  also  standardized  the  variability  in  total  amount  of  DNAzyme  im¬ 
mobilized. 
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Figure  55.  Schematic  of  the  ratiometric  internal  control  method  before  and  after  Pb2+  reaction 
to  monitor  non-specific  release  of  substrate  from  immobilized  enzyme.  Cleavable  substrate  is 
shown  as  purple  oligos  with  green  heads,  uncleavable  as  black  oligos  with  red  heads,  and 
enzyme  as  blue  oligos.  Backfilling  of  the  mercaptohexanol  (MCH)  monolayer  is  represented  by 

short  red  lines. 

Previously,  the  ratiometric  internal  control  method  was  proven  effective  at 
standardizing  differences  in  cleaved  intensity  due  to  differences  in  total 
amount  of  DNAzyme  because  of  surface  area  variances.  This  was  shown  by 
getting  a  standardized  ratio  for  10  pM  Pb2+  reaction  on  NCAM  tabs  that 
were  2.5  x  2.5  mm2  or  4.5  x  5.0  mm2.  Comparing  200  nm  pore  NCAM  to 
600  nm  pore  NCAM  showed  a  difference  in  ratio  and  Pb2+  activity,  despite 
the  ratiometric  method’s  ability  to  compensate  for  differences  in  surface 
area  between  the  membranes  (Figure  56).  The  600  nm  pore  membrane 
showed  -75%  increase  in  activity  as  shown  by  comparing  the  red  bars  in 
the  figure. 
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Figure  56.  NCAM  pore  diameter  effect  on  immobilized  DNAzyme  activity.  200  nm  pore 
diameter  NCAM  has  increased  surface  area  compared  to  600  nm  due  to  higher  pore  density 
but  has  less  activity.  The  decrease  in  activity  is  attributed  to  decreased  diffusion  and  less 
active  DNAzyme  complex  because  of  pore  constraints.  Uncleavable  Alexa546  intensity  is 
shown  in  gray;  cleavable  fluorescein  in  green;  and  the  ratio  of  Fl/Alexa  in  red.  Error  bars 
represent  one  standard  deviation  of  three  independent  reactions. 


It  was  observed  that  the  200  nm  pore  NCAM  indeed  has  more  immobi¬ 
lized  DNAzyme  as  indicated  by  an  increase  in  uncleavable  substrate  signal 
(Alexa546  shown  as  the  gray  bars  in  Figure  56)  which  was  used  to  monitor 
the  total  amount  of  DNAzyme  complex. 

The  calculated  increase  in  surface  area  of  the  200  nm  NCAM  was  1.7  times 
that  of  600  nm,  based  on  increase  of  pore  density.  The  increase  in 
uncleavable  substrate  signal  was  only  1.3  times  that  observed  for  600  nm. 
That  slight  decrease  was  attributed  to  decreased  diffusion  of  enzyme  and 
substrate  through  the  200  nm  pores  in  the  soak-based  state  used  for  im¬ 
mobilization  and  hybridization.  Second,  despite  an  observed  increase  in 
DNAzyme  complex,  there  was  less  cleavable  fragment  fluorescence  (fluo¬ 
rescein)  observed,  shown  by  the  green  bars  in  Figure  56.  This  must  be  at¬ 
tributed  in  part  to  a  decrease  of  activity  for  the  formed  DNAzyme  complex 
within  the  pores.  We  suspected  that  the  pore  wall  constraints  (i.e.,  the  cur¬ 
vature  of  the  pore  walls  forcing  DNAzyme  into  closer  proximity  to  one  an¬ 
other)  interrupt  DNAzyme  activity  either  by  the  DNAzyme  interacting 
more  with  one  another  or  with  the  pore  walls.  All  experiments  described 
hereafter  used  the  600-nm  pore  NCAM  to  ensure  efficient  diffusion 
through  the  pores  and  activity  of  the  immobilized  DNAzyme. 

The  ratiometric  method  gave  a  detection  limit  of  17  nM  Pb2+  and  demon¬ 
strated  capacity  for  regeneration  and  repeated  use.  However,  the  problem 
with  using  gold-coated  NCAMs  is  that  due  to  the  high  background  fluores- 
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cence  of  the  Au  layer,  the  fluorescence  measurements  need  to  be  done  in 
solution,  and  this  affects  the  reproducibility  because  some  of  the  substrate 
strands  are  retained  on  the  surface  as  a  result  of  insufficient  rinsing  and 
mass  transport  constraints  within  the  nanometer-sized  pores. 

In  order  to  solve  this  problem,  attempts  were  made  to  develop  a  sensor  in 
which  the  Pb2+  can  be  quantified  by  the  measurement  of  surface  fluores¬ 
cence  using  fluorescence  microscopy,  and  by  immobilization  of  fluores- 
cently  tagged  DNAzymes  on  the  surface  of  PMMA  lining  the  walls  of  the 
microchannels  (the  detection  channel  of  the  microfluidic  device).  Upon 
hybridization,  the  fluorescence  on  the  surface  is  quenched  due  to  the  prox¬ 
imity  of  the  fluorophore  to  the  quencher  at  the  3'-end  of  the  substrate 
DNA.  In  the  presence  of  Pb2+,  the  substrate  strand  is  cleaved  and  released 
into  solution,  resulting  in  a  measurable  increase  in  the  fluorescent  signal 
on  the  surface.  It  has  been  shown  in  previous  studies  that  surface  immobi¬ 
lization  does  not  affect  the  activity  or  specificity  of  DNAzyme.  Current  ef¬ 
forts  focused  on  covalent  attachment  of  fluorescein-tagged,  modified  oli¬ 
gonucleotides  on  pre-activated  PMMA  and  glass. 

4.5.1  Surface  modification  of  PMMA  using  animated  DNA 

In  order  to  test  the  effectiveness  of  the  chemical  derivatization  and  hybrid¬ 
ization  processes,  a  random  fluorescein  (Fl)-tagged  oligonucleotide  strand 
[Am-PMMA(i2)-Fl],  modified  with  an  amino  (Am)  group,  was  used  that  is 
not  cleaved  by  Pb2+.  The  sequence  is  shown  below. 

5 '-N H 2-C6-ATA-GTG- AGT-AG A-36  FAM-3' 

The  literature  procedure  reported  by  Soper  and  coworkers  was  used 
(Wang  et  al.  2003).  Ethylene  diamine  (6  mmol)  was  placed  in  a  round- 
bottomed  flask  and  purged  with  nitrogen  for  20  min;  1  mmol  n-butyl  lithi¬ 
um  was  added  to  the  flask;  and  the  mixture  was  stirred  for  3  h  in  a  purged, 
sealed  vessel  until  a  dark  purple  product  was  formed.  PMMA  slides  were 
rinsed  with  isopropanol,  followed  by  extensive  rinsing  with  doubly  deion¬ 
ized  (dd)  water  and  dried  in  a  stream  of  nitrogen.  The  slide  was  purged 
with  nitrogen  in  a  sealed  vessel  for  20  min  and  then  exposed  to  N-lithio 
ethylene  diamine  for  30  min  after  which  the  reaction  was  quenched  with 
dd  water  and  the  PMMA  slide  was  removed  from  the  flask,  rinsed  with  wa¬ 
ter,  and  dried  under  nitrogen.  The  aminated  slides  were  then  soaked  in  5% 
glutaric  dialdehyde  solution  containing  phosphate  buffer  (0.5  M,  pH  6.4) 
for  2  h.  The  5-amine  terminated  oligonucleotides  (20  pM,  0.1  pL),  sus- 
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pended  in  100  mM  phosphate  buffer  at  pH  7  were  then  spotted  on  the  ac¬ 
tivated  PMMA  surface  using  a  micropipette  and  the  slides  were  left  over¬ 
night  in  a  humidified  chamber  at  25  °C.  The  oligonucleotides  are  covalent¬ 
ly  bonded  on  the  surface  through  the  formation  of  an  imine  bond  as  shown 
in  Figure  57. 


0CH3 

ho 


och3 

ho 


OCH, 

ho 


OCH3 

ho 


1.  0.13  N-lithioethylenediamine  in  ethylenediamine,  30  min 


2.  5%  glutaric  dialdehyde  in  phosphate  buffer  (0.5  M,  pH  6.4) 


3.  20  uM  DNA  in  100  mM  phosphate  buffer,  pH  8.3,  12  h,  r.t. 

Figure  57.  Immobilization  of  DNA  on  PMMA. 

The  PMMA  slides  were  washed  with  0.2%  sodium  dodecyl  sulfate  (SDS)  at 
25  °C  to  remove  unreacted  DNA,  followed  by  washing  in  water.  The  unre¬ 
acted  surface  aldehyde  groups  were  capped  by  reduction  to  alcohol  using 
sodium  borohydride  (NaBH4)  in  10X  phosphate-buffered  saline  (PBS)  and 
ethanol.  The  slides  were  again  washed  with  0.2%  SDS  and  water  and  dried 
in  air. 

In  order  to  test  for  non-specific  binding  of  DNA,  two  types  of  controls  were 
used:  (1)  A  fluorescein-tagged  DNA  strand  without  amine  linker  was  spot¬ 
ted  on  chemically  activated  PMMA,  and  (2)  Am-PMMA(i2)-Fl  was  spotted 
on  non-activated  and  cleaned  PMMA  slides. 

The  fluorescence  of  the  immobilized  DNA  was  detected  by  fluorescence 
microscopy  with  excitation  at  488  nm  using  a  20X  objective. 
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The  immobilized  DNAzyme  was  hybridized  with  the  complementary  DNA 
(IB-PMMA(i2)-Comp)  in  a  hybridization  solution  containing  50  mM  Tris 
buffer  and  1 M  NaCl.  The  complementary  DNA  is  attached  to  a  fluores¬ 
cence  quencher,  Iowa  Black  (IB).  After  spotting  with  complementary  DNA, 
the  slides  were  heated  to  75  °C  in  a  water  bath  for  1  h,  cooled  to  room  tem¬ 
perature  for  1  h,  cooled  to  4  °C  for  30  min,  and  warmed  to  room  tempera¬ 
ture  for  15  min  followed  by  washing,  drying,  and  fluorescence  measure¬ 
ment. 

From  results  shown  in  Figure  58,  it  can  be  seen  that  a  high  packing  density 
of  DNA  on  PMMA  is  obtained  by  using  Soper’s  method  and  results  in  high 
fluorescence  intensity.  Absence  of  fluorescence  signals  in  the  controls  in¬ 
dicates  no  non-specific  binding  of  DNA.  From  images  D  and  E,  the  fluo¬ 
rescence  signal  seems  to  be  substantially  quenched  upon  hybridization,  as 
compared  to  that  of  an  unhybridized  DNA  spot  taken  at  the  same  time. 
Image  E  is  used  as  a  control  to  check  for  photobleaching  or  self-quenching 
effects  which  can  also  cause  a  reduction  in  fluorescence  intensity. 
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Figure  58.  Immobilization  of  amine  functionalized  DNA  [Am-PMMA(12)-FI]  on  PMMA  substrate 
by  Soper’s  method,  showing  fluorescence  images:  (A)  DNA  spotted  on  chemically  activated 
PMMA;  (B)  control  1,  non-aminated  DNA  on  chemically  activated  PMMA;  (C)  control  2,  Am- 
PMMA(12)-FI  on  non-activated,  cleaned  PMMA  substrate;  (D)  hybridized  DNA  on  PMMA;  and 
(E)  image  on  unhybridized  DNA  spot  taken  at  the  same  time  as  image  D. 

Immobilization  of  DNA  was  also  carried  out  on  UV-activated  PMMA  sub¬ 
strates  to  convert  the  surface  ester  groups  to  COOH  according  to  Soper’s 
method  (Soper  et  al.  2005).  The  UV  activation  was  carried  out  in  a  UV 
chamber  for  various  times  ranging  from  5  min  to  2  h.  The  slides  were  then 
spotted  with  oligonucleotide  solution  (too  pM,  0.1  pL)  in  0.1M  MES  at  pH 
5.5  containing  10  mM  of  i-ethyl-3-(3-dimethylaminopropyl)  carbodiimide 
(EDC)  and  left  overnight  in  a  humidified  chamber,  followed  by  washing, 
drying,  and  fluorescence  measurement.  EDC  catalyzes  the  formation  of 
amide  bonds  between  the  surface  COOH  groups  and  aminated  DNA.  The 
procedure  was  repeated  at  pH  5.5  and  4.5,  but  no  DNA  immobilization  was 
observed.  The  slide  exposed  to  UV  for  1  or  2  h  were  partly  frosted,  indicat¬ 
ing  degradation  of  PMMA. 

4.5.2  Immobilization  of  DNAzyme  on  SuperAldehyde  glass 

High-density  amino  and  fluorophore  modified  DNAzymes  were  printed 
onto  SuperAldehyde®  glass  slides  (Telechem  International,  Inc., 
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Sunnyvale,  CA)  using  a  Gene  Machines  OmniGrid  100®  Microarrayer. 
Since  the  slides  were  already  covered  with  surface  aldehyde  groups,  the 
amino  terminated  DNAzyme  readily  bonded  to  this  surface.  The  slide  was 
allowed  to  dry  for  12  h  at  room  temperature  (~  25  °C)  at  <  30%  relative 
humidity.  The  printed  slides  were  then  rinsed  with  2  x  0.1%  SDS  and  then 
2  x  dd  H20  for  2  min  each  at  room  temperature  to  remove  unbound  DNA, 
followed  by  5  min  of  gentle  mixing  in  500  mL  NaBH4  reducing  solution  to 
block  the  unreacted  surface.  After  the  blocking  treatment,  the  slides  were 
rinsed  with  2  x  dd  H20, 1  x  0.1%  SDS,  then  transferred  to  boiling  dd  H20 
at  100  °C  for  3  min,  followed  by  plunging  the  slides  into  ice  cold  100%  eth¬ 
anol  for  30  sec  to  fix  the  denatured  DNA.  A 1  pM  Cy3  labeled  substrate 
DNA  was  spotted  on  top  of  the  immobilized  DNAzyme.  The  glass  slide  was 
then  taken  to  a  hybridization  chamber  that  sat  on  a  water  bath  (tempera¬ 
ture  set  to  95  °C)  for  15  min,  and  then  slowly  cooled  to  room  temperature. 
The  hybridization  time  was  24  h. 

After  completion  of  hybridization,  the  slide  was  quickly  transferred  to  a 
beaker  containing  Wash  Buffer  A  (lx  SSPE  +  0.2%  SDS).  Following  a  5- 
min  incubation  in  Wash  Buffer  A,  the  slide  was  transferred  to  a  second 
beaker  containing  Wash  Buffer  B  (o.ix  SSPE  +  0.2%  SDS).  Wash  Buffer  B 
works  well  to  remove  the  remaining  unhybridized  material.  After  a  5  min 
incubation  in  Wash  Buffer  B,  the  microarray  slide  was  transferred  to  Wash 
Buffer  C  consisting  of  o.ix  SSC  for  30  sec  at  25  °C  to  remove  trace  SDS. 
The  microarray  slide  was  dried  and  scanned. 

Figure  59  shows  the  microarray  results  for  immobilization  of  DNAzyme 
onto  SuperAldehyde  glass.  The  red  spots  indicate  the  presence  of  immobi¬ 
lized  DNAzyme  due  to  the  Cys  label.  All  amine  terminated  DNAzymes 
bind  well  to  the  SuperAldehyde  glass.  Cy3-labeled  substrate  DNA  that  hy¬ 
bridizes  to  the  DNAzyme  will  turn  the  resultant  spot  yellow  due  to  mixing 
of  emission  from  Cys  and  Cy3.  The  results  indicated  there  was  complete 
hybridization  between  the  DNAzyme  and  the  substrate  DNA  only  in  the 
first  row.  The  hybridization  efficiency  was  clearly  influenced  by  the  posi¬ 
tion  of  the  fluorophore.  The  substrate  DNA  can  hybridize  to  row  1 
DNAzyme  since  the  Cy3  group  extends  out  into  solution.  Steric  hindrance 
from  the  bulky  Cy3  group  at  3'  end  makes  it  difficult  to  insert  into  all  other 
DNAzyme  strands  to  complete  hybridization  since  the  Cy3  group  is  orient¬ 
ed  toward  the  slide.  Therefore,  row  2  to  4  only  showed  partial  hybridiza¬ 
tion  (from  the  ratio  of  the  fluorescence  intensity  of  Cy3  to  Cys).  Negligible 
Cy3  signal  from  reference  row  5  indicated  that  non-specific  interactions 
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between  the  substrate  DNA  and  the  SuperAldehyde  glass  slide  do  not  oc¬ 
cur. 


Figure  59.  Microarray  image  of  50  spots  of  DNAzymes  attached  to  the  SuperAldehyde  glass. 
Each  row  is  a  different  DNA  sequence  immobilized  as  detailed  below  (from  the  top): 


Row  1: 


5'-Cy5-  TTT  TTA  AAG  AGA  CAT  CTC  TTC  TCC  GAG  CCG  GTC  GAA  ATA  GTG  AGT- 
NH2-3' 


Row  2:  5'-NH2-T  TTT  TCA  TCT  CTT  CTC  CGA  GCC  GGT  CGA  AAT  AGT  GAG  T-Cy5-3' 

Row  3:  5'-NH2-TTT  TTT  TTT  TCA  TCT  CTT  CTC  CGA  GCC  GGT  CGA  AAT  AGT  GAG  T-Cy5-3' 
„  „  5'-NH2-TT  TTT  TTT  TTT  TTT  TCA  TCT  CTT  CTC  CGA  GCC  GGT  CGA  AAT  AGT  GAG  T- 


5'-NH2-TTT  TTT  TTT  TTT  TTT  TTT  TT-Cy5-3'  cDNA:  5'-ACT  CAC  TAT  rAGG  AAG  AGA 
TGT  CTC  TTT-Cy3-3' 


The  oligonucleotide  [Am-PMMA(i2)-Fl]  suspended  in  immobilization  so¬ 
lution  was  spotted  on  SuperAldehyde  glass  slides  (Telechem  International, 
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Inc.,  Sunnyvale,  CA)  using  a  micropipette  in  a  similar  fashion  as  previous¬ 
ly  described.  The  slides  were  then  air  dried  for  l  h  and  fluorescence  was 
measured  at  488  nm. 

Although  difficult  to  see,  the  fluorescence  images  in  Figure  60  show  im¬ 
mobilization  of  fluorescently  tagged  DNA  on  the  surface.  Absence  of  fluo¬ 
rescence  signals  in  the  control  indicates  no  non-specific  binding  of  DNA. 
However,  the  fluorescence  signal  intensity  is  very  weak,  which  may  be 
caused  by  low  DNA  surface  coverage  or  high  background  fluorescence  due 
to  incomplete  blocking  of  surface  aldehyde  groups.  The  spots  have  more 
well-defined  edges,  probably  due  to  the  more  uniform  coverage  of  surface 
aldehyde  groups  on  the  SuperAldehyde  glass  compared  to  that  achieved  on 
PMMA  by  Soper’s  method.  The  quality  of  spotting  seems  to  be  slightly  im¬ 
proved  in  the  commercial  immobilization  buffer  compared  to  3X  SSC. 
However,  there  is  a  decrease  in  fluorescence  intensity  at  the  higher  con¬ 
centration  of  100  pM  which  may  be  due  to  self-quenching  of  closely  spaced 
DNA  strands  at  higher  concentration. 


D  E 


Figure  60.  Immobilization  of  amine  functionalized  DNA  [Am-PMMA(12)-FI]  on  SuperAldehyde 
glass:  (A)  20  pM  DNA  in  3X  SSC;  (B)  20  pM  DNA  in  IX  Microspotting  Solution  Plus;  (C)  100  pM 
DNA  in  3X  SSC;  (D)  100  pM  DNA  in  IX  Microspotting  Solution  Plus;  and  (E)  control-spot  of 

non-aminated  DNA. 
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4.5.3  Immobilization  of  DNAzyme  on  superstreptavidin  glass 

Immobilization  of  DNAzyme  was  also  carried  out  on  superstreptavidin 
glass  slides  (Telechem  International,  Inc.,  Sunnyvale,  CA).  This  consists  of 
Superclean  glass  surfaces  activated  with  streptavidin  to  bind  biotinylated 
biomolecules.  Streptavidin  is  protein  isolated  from  Streptomycetes 
avidinii  that  has  an  irreversible  binding  affinity  for  biotin  and  is  covalently 
bonded  to  the  surface.  The  surface  should  have  a  low  intrinsic  fluorescence 
background  and  high  binding  capacity  with  each  streptavidin  molecule 
binding  to  four  biotin  molecules. 

The  biotinylated  DNAzyme  (Bio-i7E-Fl)  (20  pM)  labeled  with  fluorescein 
at  the  5-end  was  suspended  in  lX  Microspotting  solution  Plus  (Telechem 
International,  Inc.,  Sunnyvale,  CA)  and  spotted  on  the  superstreptavidin 
substrates.  The  substrates  were  then  left  overnight  in  a  chamber  at  room 
temperature  at  <30%  relative  humidity  and  then  blocked  with 
superstreptavidin  blocking  buffer  (40  pL).  The  blocking  reaction  was  done 
under  a  coverslip  for  1  h  and  helps  in  the  reduction  of  background  fluores¬ 
cence.  The  slide  was  then  washed  for  5  min  each  with  lX  Wash  Buffer  A 
and  lX  Wash  Buffer  B,  then  dunked  for  1  s  in  lX  Wash  Buffer  C,  followed 
by  rinsing  with  dd  water  and  drying  in  air  for  1  h.  Wash  Buffers  A,  B,  and  C 
have  progressively  lower  salt  content  and  help  to  remove  physisorbed 
DNA  on  the  surface.  Wash  Buffer  C  is  used  to  removed  salts  present  in 
Wash  Buffer  B  to  avoid  formation  of  streaks  on  the  surface.  The  immobi¬ 
lized  DNAzyme  was  hybridized  with  the  complementary  DNA  [IB-(- 
4)178(7)]  in  a  hybridization  solution  containing  50  mM  Tris  buffer  and  1 M 
NaCl.  The  complementary  DNA  is  attached  to  a  fluorescence  quencher, 
Iowa  Black.  After  spotting  with  complementary  DNA,  the  slides  were  heat¬ 
ed  to  75  °C  in  a  water  bath  for  1  h,  cooled  to  room  temperature  for  1  h, 
cooled  to  4  °C  for  30  min,  and  warmed  to  room  temperature  for  15  min 
followed  by  washing,  drying,  and  fluorescence  measurement. 

For  the  Pb2+  reaction,  the  substrate  was  soaked  in  50  mM  Tris  acetate 
buffer  (pH  7.2)  +  50  mM  NaCl  for  5  min  to  remove  physisorbed  or 
unhybridized  substrate  DNA  and  then  soaked  for  1  h  in  10  pM  Pb2+  acetate 
•  3H2O  in  50  mM  Tris  acetate  buffer  (pH  7.2)  +  50  mM  NaCl.  After  the  re¬ 
action  with  Pb2+,  the  substrate  was  washed  again  with  50  mM  Tris  acetate 
buffer  (pH  7.2)  +  50  mM  NaCl  for  5  min,  rinsed  with  water,  and  dried.  The 
fluorescence  was  measured  at  488  nm. 
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In  Figure  61,  the  fluorescence  image  A  shows  a  high  surface  coverage  of 
biotinylated  DNAzyme  on  the  superstreptavidin  glass  substrate,  resulting 
in  high  fluorescence  intensity  compared  to  the  control  spot.  The  fluores¬ 
cence  signal  is  also  more  uniform  on  this  substrate.  The  control  spot  gives 
a  very  weak  fluorescence  signal,  indicating  some  amount  of  non-specific 
binding.  From  image  C,  the  fluorescence  signal  seems  to  be  completely 
quenched  on  hybridization  as  expected.  Upon  reaction  with  Pb2+,  the 
quencher-labeled  substrate  DNA  is  cleaved  and  released,  resulting  in  an 
increase  in  fluorescence  signal  intensity. 


C  D 

Figure  61.  Immobilization  of  fluorescein-tagged,  biotin  modified  DNAzyme  (Bio-17E-FI)  on 
superstreptavidin  glass  (SSG)  substrate:  (A)  DNAzyme  on  SSG;  (B)  control  for  non-specific 
binding  using  Am-PMMA(12)-FI  on  SSG;  (C)  surface  after  hybridization;  and  (D)  surface  after 

reaction  with  Pb2+. 

4.5.3. 1  Testing  the  addition  ofTCEP 

An  experiment  was  conducted  to  investigate  the  importance  of  addition  of 
tris  (2-carboxyethyl)  phosphine  (TCEP)  during  self-assembly  of  the  en¬ 
zyme  strand  onto  gold.  TCEP  was  used  to  assist  in  breaking  disulfide  link¬ 
ages  in  the  modified  DNA.  However,  the  thiol-gold  bond  strength  was 
higher  than  that  of  a  disulfide  bond;  therefore,  disulfide  linkages  should 
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break  while  the  gold-thiol  bond  should  remain  unaffected.  To  test  this, 
immobilization  solutions  containing  100  |uM  freshly  prepared  TCEP,  100 
pM  “stale”  TCEP  from  a  months-old  stock  solution,  and  no  TCEP  were 
used  during  self-assembly  of  the  enzyme  (Figure  62).  The  results  showed 
TCEP  makes  no  difference  in  total  immobilization  of  the  DNAzyme  as  in¬ 
dicated  by  all  non-cleavable  intensities  being  equal  within  error.  However, 
the  addition  of  “stale”  TCEP  drastically  reduced  the  activity  of  the 
DNAzyme  by  nearly  40%,  compared  to  both  fresh  TCEP  and  TCEP-absent 
samples.  We  were  uncertain  how  the  stale  TCEP  could  be  affecting  the 
DNAzyme  because  the  total  immobilized  amount  was  the  same  and  several 
rinsing  steps  were  implemented  after  immobilization.  Furthermore,  alt¬ 
hough  TCEP  is  necessary  for  reduction  of  disulfide  bonds  for  efficient  self- 
assembly  of  DNA  onto  gold  nanoparticles,  TCEP  was  not  needed  here.  This 
likely  was  due  to  stabilizing  molecules  on  gold  nanoparticles  which  pre¬ 
vented  the  approach  of  DNA  to  the  gold  surface.  TCEP  was  required  to 
break  the  stabilizing  molecular  bonds  to  allow  penetration  of  the  thiol 
through  the  stabilizing  layer  and  onto  the  gold.  Such  stabilizing  molecules 
were  not  present  on  the  planar  or  Au-NCAM  surfaces. 
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Figure  62.  The  effect  of  TCEP  used  for  breaking  disulfide  linkages  on  immobilization  of 
DNAzyme  enzyme  strand.  TCEP  has  no  effect  on  total  DNAzyme  immobilization  as  evidenced 
by  the  equal  amounts  of  uncleavable  standardization  strand  for  all  cases.  Months-old  TCEP 
does  diminish  the  activity  of  the  DNAzyme  relative  to  fresh  and  TCEP  absent  samples  but  the 
effect  on  the  oligo  is  not  understood.  The  TCEP  must  directly  alter  the  enzyme  strand  since 
numerous  rinsing  steps  before  Pb2+  reaction  should  completely  remove  TCEP  from  the  NCAM 
DNAzyme  surface.  Error  bars  represent  one  standard  deviation  of  three  independent 

reactions. 
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4. 5. 3. 2  Role  of  MCH  backfilling  layer  in  DNAzyme  activity 

It  was  questioned  whether  or  not  the  mercaptohexanol  (MCH)  backfilling 
layer  was  necessary  for  activity,  a  step  that  adds  considerable  challenges  if 
immobilization  is  to  be  attempted  within  an  assembled  microfluidic  de¬ 
vice.  Tarlov  and  co-workers  (Herne  and  Tarlov  1997;  Steel,  Herne,  and 
Tarlov  1998)  used  MCH  to  displace  non-specific  binding  of  DNA  bases  to 
the  Au  surface  while  simultaneously  ensuring  the  DNA  portion  of  the 
monolayer  is  not  so  dense  as  to  cause  steric  or  osmotic  resistance  for  com¬ 
plimentary  oligomers.  The  net  effect  was  an  overall  increase  in  hybridiza¬ 
tion  efficiency.  The  NCAMs  were  assembled  with  and  without  MCH  to 
compare  the  activity  of  DNAzyme  on  NCAMs  as  dependent  on  the  MCH 
monolayer  (Figure  63).  It  was  shown  that  the  MCH  provided  a  -3. 5-fold 
increase  in  activity  for  the  immobilized  DNAzyme. 


No  Pb  No  MCH  MCH 


Figure  63.  Activity  of  DNAzyme  on  NCAM,  in  the  absence  and  presence  of  a  backfilling  MCH 
monolayer.  The  MCH  monolayer  causes  a  -3.5  fold  increase  in  activity  by  creating  more 
active  DNAzyme  complexes.  Uncleavable  Alexa  546  intensity  is  shown  in  gray,  cleavable 
fluorescein  in  green,  and  the  ratio  of  FI/ Alexa  in  red.  Error  bars  represent  one  standard 
deviation  of  four  independent  reactions. 

The  uncleavable  substrate  signal  was  higher  in  the  MCH  absent  system 
than  in  the  MCH  present  system.  It  has  been  shown  that  non-specifically 
bound  oligomers  are  strongly  held  by  the  interacting  surface,  indicating 
the  increased  release  of  uncleavable  substrate  must  be  due  to  an  increase 
in  the  total  hybridized  substrate  and  not  from  an  increase  in  the  amount  of 
physisorbed  substrate.  This  is  likely  due  to  MCH  displacing  a  small  portion 
of  both  specifically  and  non-specifically  bound  enzyme.  However,  while 
more  substrate  was  shown  to  be  hybridized,  it  was  thought  to  be  incom¬ 
pletely  hybridized,  thus  decreasing  the  amount  of  fully  assembled  com¬ 
plex.  Furthermore,  the  lower  activity  in  the  MCH  absent  case  could  be  due 
to  the  assembled  DNAzyme  complex  interacting  with  the  gold  surface, 
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rendering  it  inactive  by  preventing  formation  of  the  active  tertiary  struc¬ 
ture  thought  necessary  for  cleavage.  In  either  case,  the  ratiometric  system 
showed  that  the  MCH  monolayer  is  necessary  for  optimal  formation  of  ac¬ 
tive  DNAzyme  complex  on  the  gold  surface. 

4. 5.3.3  Effect  of  NaC!  concentration  on  DNAzyme  activity 

Another  important  factor  for  DNAzyme  activity  was  NaCl  concentration, 
due  to  its  effect  on  complex  stability  and  release  of  cleaved  fragment.  As 
reported  previously,  the  enzyme/substrate  arms  were  optimized  for  a  50 
mM  NaCl  reaction  solution  during  solution  activity  experiments.  Here,  the 
effect  of  reaction  solution  NaCl  concentration  on  immobilized  DNAzyme 
activity  was  studied  by  performing  the  Pb2+  reaction  in  various  NaCl  con¬ 
centrations  after  rinsing  in  the  corresponding  NaCl  solution  for  5  min. 
NaCl  concentrations  were  varied  from  NaCl  absent  to  1 M  NaCl  as  shown 
in  Figure  64.  The  results  showed  the  system  was  still  optimized  for  50  mM 
NaCl  and  that  immobilization  of  the  DNAzyme  complex  had  not  altered 
the  optimal  NaCl  concentration.  This  relatively  low  NaCl  concentration 
should  provide  a  suitable  ionic  strength  for  electroosmotic  flow  and  gated 
injection  within  the  microfluidic  device. 


Figure  64.  NaCl  effect  on  DNAzyme  activity  at  various  concentrations  in  reaction  solution. 
System  is  shown  to  be  optimized  at  50  mM  NaCl,  with  lower  concentrations  resulting  in 
unstable  complex  and  higher  concentrations  inhibiting  cleaved  fragment  release.  Uncleavable 
Alexa  546  intensity  is  shown  in  gray,  cleavable  fluorescein  in  green,  and  the  ratio  of  Fl/Alexa 
in  red.  Error  bars  represent  one  standard  deviation  of  three  independent  reactions. 

The  ratiometric  system  allowed  for  additional  analysis  to  be  made  because 
all  DNAzyme  NCAMs  were  hybridized  in  lM  NaCl,  and  the  differences  in 
intensity  of  the  substrate  strands  will  be  an  effect  of  the  reaction  solution 
NaCl  concentration.  First,  the  activity  was  shown  to  be  reduced  at  concen- 
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trations  below  50  mM  NaCl  (20  mM  and  o  mM  NaCl)  because  of  de¬ 
creased  complex  stability.  In  the  20  mM  NaCl  case,  the  uncleavable  signal 
is  increased,  indicating  an  unstable  complex,  and  resulting  in  fast  release 
of  substrate  from  the  enzyme.  While  the  o  mM  NaCl  case  does  not  show 
the  increased  uncleavable  signal,  it  is  likely  due  to  the  substrate  already 
being  significantly  decreased  from  denaturing  during  the  rinse  step  imme¬ 
diately  prior  to  placement  in  the  reaction  solution.  At  concentrations 
above  50  mM  NaCl  (200  mM  and  1 M  NaCl),  a  stabilization  of  the  complex 
was  observed  as  evidenced  by  reduction  of  the  uncleavable  signal.  The 
cleavable  signal  remained  low,  however,  due  to  the  stabilization  of  the  9- 
mer  cleaved  fragment  which  does  not  separate  from  the  enzyme  strand. 

The  retention  of  NaCl  dependencies  of  the  Pb2+  DNAzyme,  when  moving 
from  solution  to  surface,  was  reassuring  because  this  sensing  methodology 
is  intended  to  be  a  general  approach  for  sensing  of  analytes  as  future 
DNAzymes  are  identified.  It  was  thus  important  to  verily  that  specificity 
for  the  DNAzyme  toward  the  analyte  of  interest  was  also  retained.  An 
NCAM -based  specificity  study  was  conducted  to  evaluate  this  aspect  of  the 
sensor  (Figure  65).  The  results  showed  that  while  the  immobilized 
DNAzyme  complex  was  still  most  active  in  the  presence  of  Pb2+,  it  lost 
some  of  its  specificity,  especially  against  Zn2+  and  Co2+. 


Figure  65.  Specificity  of  Pb2+  DNAzyme  on  NCAM  versus  other  divalent  metal  ions:  Pb2+  shows 
highest  activity,  however  some  specificity  of  the  DNAzyme  is  lost  compared  to  the  native 
17E/17S  system;  uncleavable  Alexa546  intensity  is  shown  in  gray,  activity  ratio  (Fl/Alexa)  in 
presence  of  Pb2+  in  red  and  other  divalent  metal  ions  in  blue.  Error  bars  represent  one 
standard  deviation  of  three  independent  reactions. 


There  was  immediate  concern  that  the  immobilization  method  had  affect¬ 
ed  the  specificity  of  the  DNAzyme  complex.  However,  a  solution-based 
specificity  experiment  was  performed  to  check  the  effect  of  modifying  the 
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original  17E  sequence  by  extending  the  5'  enzyme  arm  and  complementary 
substrate  arm,  adding  a  poly-T  linker,  and  modifying  with  thiol  (Figure 
66).  It  was  previously  thought  that  modifications  away  from  the  metal 
binding  arm  and  conserved  bases  would  yield  no  effect  on  DNAzyme  activ¬ 
ity.  Contrarily,  it  was  observed  that  the  arm  modifications  did  alter  the 
specificity  of  the  DNAzyme  in  the  solution  based  case.  There  was,  however, 
no  difference  in  specificity  for  the  modified  system  in  solution  when  com¬ 
pared  to  the  surface  immobilized  system,  showing  the  immobilization  does 
not  affect  specificity. 


Figure  66.  The  effect  on  DNAzyme  activity  of  enzyme  poly-T  linker  length  between  5'-thiol  and 
first  complimentary  base.  While  no  dependence  on  linker  length  is  observed  for  OT,  5T,  or 
15T,  a  drastic  decrease  in  activity  is  observed  in  the  10T  system,  though  the  cause  is 
undetermined.  Uncleavable  Alexa  546  intensity  is  shown  in  gray,  cleavable  fluorescein  in 
green,  and  the  ratio  of  Fl/Alexa  in  red.  Error  bars  represent  one  standard  deviation  of  four 

independent  reactions. 


4.6  On-chip  lead  detection 

4.6.1  Fluorescence  on  a  PMMA  microfluidic  device 

A  mild  and  effective  method  for  the  immobilization  of  DNAzyme  on 
PMMA,  involving  the  reaction  between  biotin-modified  DNAzyme  and 
streptavidin  physisorbed  on  the  PMMA  surface,  was  used  to  immobilize 
DNAzymes  on  the  walls  of  the  detection  channel  of  the  device.  Using  a 
fluorophore-labeled  enzyme  and  a  quencher-labeled  substrate  DNA,  the 
immobilized  DNAzyme  was  shown  to  undergo  hybridization  and  then 
cleavage  in  the  presence  of  Pb2+.  The  changes  in  surface  fluorescence  in¬ 
tensity  associated  with  these  processes  enable  the  detection  of  Pb2+  in 
aqueous  solutions  in  a  microfluidic  device  in  which  Pb2+  is 
electrokinetically  injected  from  the  separation  channel  to  the  detection 
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channel  through  a  nanocapillary  array  membrane  of  pore  size  200  nm, 
bringing  together  all  previous  aspects  of  our  research. 

Previous  studies  showed  that  surface  immobilization  does  not  affect  the 
activity  or  specificity  of  the  DNAzyme,  and  this  strategy  retains  the  im¬ 
portant  advantages  accruing  to  performing  analytical  determinations  with 
surface-bound  reagents. 

Fluorescence  images  of  the  detection  channel  of  the  PMMA  microfluidic  / 
nanofluidic  device  after  immobilization  of  the  DNAzyme  (Bio-5T-i7Ea(7)- 
Alexa),  hybridization  and  subsequent  exposure  to  Pb2+  are  shown  in  Fig¬ 
ure  67.  Compared  to  the  unmodified  channel  (image  A),  the  channel  modi¬ 
fied  with  fluorescently  labelled  enzyme  strand  (image  B)  showed  a  signifi¬ 
cant  increase  in  fluorescence  intensity  which  indicates  effective 
immobilization  of  the  fluorescent  DNAzyme.  The  fluorophore  in  this  case 
was  photostable  Alexa  488,  used  to  resist  the  photobleaching  encountered 
with  fluorescein-tagged  DNAzyme. 


ABC 


D  E  F 


Figure  67.  Study  of  activity  of  immobilized  DNAzyme  in  the  detection  channel  of  the  PMMA 
microfluidic-nanofluidic  device:  (A)  unmodified  channel;  (B)  immobilized  enzyme  strand;  (C) 
after  hybridization  with  quencher-bearing  substrate  strand;  (D)  after  injection  of  10  nM  Pb2+ 
for  2  h;  (E)  after  regeneration  of  channel  with  fresh  substrate  DNA;  and  (F)  Pb2+  detection  in 

the  regenerated  channel. 


The  images  in  Figure  67  confirmed  that  Alexa-tagged  DNAzyme  can  be  ef¬ 
fectively  immobilized  in  streptavi din-coated  PMMA  microchannels.  After 
hybridization,  the  fluorescence  is  quenched  (image  C)  and  upon  exposure 
to  Pb2+,  the  quencher-labeled  substrate  DNA  is  cleaved  and  released,  and 
the  fluorescence  intensity  increases  again  (image  D).  After  detection  of 
Pb2+  (image  D),  introduction  of  substrate  DNA  into  the  detection  channel 
(image  E)  effectively  hybridized  the  immobilized  enzyme  DNA,  indicated 
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by  the  fluorescence  quenching  within  the  channel.  Repeated  use  for  Pb2+ 
detection  (image  F)  demonstrates  the  enzyme  DNA  remained  stable  and 
catalytically  active  for  successive  measurements.  This  successfully  demon¬ 
strated  a  prerequisite  for  a  multi-use  sensor,  requiring  only  an  on-board 
supply  of  substrate  DNA  for  regeneration. 

This  is  the  first  time  DNAzyme  activity  was  demonstrated  in  the  immobi¬ 
lized  state  in  a  PMMA  device.  Apart  from  being  simple  and  effective,  this 
immobilization  strategy  utilized  milder  conditions  compared  to  covalent 
bonding,  thereby  avoiding  damage  to  the  fragile,  thin  PMMA  layers  in  the 
microchannels.  Our  work  with  these  immobilization  methods  and  the  be¬ 
havior  of  the  chip  for  lead  determination  was  published  in  the  prestigious 
scientific  journal  Lab  on  a  Chip  (Dalavoy  et  al.  2007). 

Figure  68  shows  the  fluorescence  images  of  the  PMMA  sheet  (0.125  mm): 
(A)  after  immobilization  of  DNAzyme,  (B)  hybridization,  and  (C)  exposure 
to  Pb2+  solution  for  2  h.  The  images  showed  that  fluorescein-tagged 
DNAzyme  can  be  effectively  immobilized  on  streptavidin-coated  PMMA. 
Even  though  the  streptavidin  was  only  physisorbed  on  PMMA,  it  adhered 
strongly  and  was  not  removed  from  the  surface  upon  washing,  thus  lead¬ 
ing  to  effective  DNAzyme  immobilization.  After  hybridization,  the  fluores¬ 
cence  is  quenched  only  in  the  channel  where  the  DNAzyme  comes  in  con¬ 
tact  with  substrate  DNA.  Quenching  does  not  occur  in  the  area  under  the 
PDMS,  though  some  quenching  was  observed  that  resulted  from  the  leak¬ 
age  of  solution  outside  the  channel  due  to  insufficient  sealing  between  the 
PMMA  and  PDMS  layers.  On  exposure  to  Pb2+,  the  quencher-labeled  sub¬ 
strate  DNA  was  cleaved  and  released,  whereupon  the  fluorescence  intensi¬ 
ty  in  the  channel  increased  again.  The  chip  can  also  be  regenerated  after 
Pb2+  detection  by  flowing  substrate  DNA  through  the  channel,  and  the  re¬ 
generated  surface  can  be  used  for  Pb2+  detection  without  a  significant  de¬ 
crease  in  efficiency. 
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Figure  68.  Fluorescence  images  of  PMMA  surface  under  the  PDMS  channel:  Immobilized 
enzyme  DNA  spot  where  the  channel  is  clearly  observed  passing  through  the  spot  (A);  the  spot 
after  hybridization  with  substrate  DNA  tagged  with  quencher  (B);  and  Pb2+  flow  through  the 
channel  cleaves  the  substrate  and  results  in  a  fluorescence  increase  (C). 

4.6.2  Glass  microbeads  for  greater  interaction 

We  were  concerned  that  the  fluid  flow  dynamics  allowed  only  a  portion  of 
Pb2+  in  solution  to  reach  and  react  with  the  immobilized  DNAzyme  sur¬ 
face.  This  mass  transport  limitation  prevents  much  of  the  Pb2+  in  solution 
from  reaching  our  “detection  zone.” 

One  approach  to  reduce  mass  transport  limitations  involves  immobilizing 
DNAzyme  on  beads  that  can  be  inserted  in  the  microfluidic  channel.  This 
will  provide  a  much  higher  surface  area  for  interaction  between  DNA  and 
Pb2+  solution.  Immobilization  of  DNAzyme  was  done  on  40  pm  glass 
beads.  The  reaction  scheme  and  results  are  shown  below  (Figure  69  and 
Figure  70).  Briefly,  the  beads  were  silylated  and  treated  with  glutaric 
dialdehyde  to  form  terminal  groups  which  were  then  reacted  overnight 
with  aminated  DNA  with  a  fluorescein  label  [Am(7)i7E(-4)-Fl]  (10  pM  so¬ 
lution  in  100  pM  phosphate  buffer  pH  7).  This  was  followed  by  a  reduction 
of  unreacted  -CHO  groups  with  NaBH4,  washing,  and  drying.  The  modi¬ 
fied  beads  show  a  fluorescent  signal,  indicating  effective  immobilization  of 
DNAzyme. 
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In  order  to  incorporate  the  beads  in  a  microchannel,  PDMS  devices  with  a 
constricted  channel  were  constructed  using  SU8  multilayering.  The  steps 
involved  are  shown  in  Figure  71.  The  PDMS  device  was  constructed  by 
pouring  PDMS  prepolymer  and  curing  agent  in  the  mold,  followed  by  mix¬ 
ing,  degassing,  and  curing  at  room  temperature.  The  PDMS  layer  was 
plasma-bonded  to  the  coverglass  to  make  the  complete  device.  A  schemat¬ 
ic  representation  of  the  device  in  side  view  is  shown  in  Figure  72.  The 
channel  has  a  cross  section  of  too  x  too  pm  for  three-fourths  of  its  length 
and  too  x  20  pm  for  one-fourth  of  its  length.  The  40  pm  microbeads  were 
held  in  the  too  x  too  pm  part  of  the  channel;  the  constriction  holds  the 
beads  in  the  channel  while  allowing  only  liquids  to  flow  out  of  the  other 
end. 
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Si  wafer 


1)  Spincoat  SU8,  prebake 
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2)  Expose  wafer,  postbake. 

3)  Spincoat  SU-8,  prebake 

(2nd  layer  thickness:  75 
pm). 

4)  Align,  expose,  postbake. 

5)  Develop  SU-8 


Figure  71.  Steps  involved  in  creating  mold  for  constricted  channel. 


PDMS  layer 

Direction  of  flow 


<_> - 

100  pm 

(xxxxxi) 

ooooood 

Microbeads  with  immobilized  DNAzyme 

glass  substrate 


Figure  72.  Side  view  of  PDMS  device  with  constricted  channel. 
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The  DNA  modified  microbeads  were  suspended  in  DI  water  and  intro¬ 
duced  into  the  channel  by  adding  the  suspension  to  one  reservoir  and  ap¬ 
plying  vacuum  to  the  other  reservoir.  Hybridization  with  substrate  DNA 
[IB(-4)i7S(7)]  was  carried  out  overnight  at  room  temperature,  followed  by 
flowing  to  pM  Pb2+  solution  for  2  h.  The  fluorescence  images  after  incor¬ 
poration  of  beads  in  the  PDMS  channel,  hybridization,  and  Pb  reaction  are 
shown  in  Figure  73.  This  work  focused  on  quantification  of  the  fluores¬ 
cence  signal  with  Pb2+  solutions  at  different  concentrations.  One  challenge 
was  the  photobleaching  of  fluorescein  which  reduced  the  fluorescence  sig¬ 
nal  and  made  accurate  estimation  impossible.  This  could  be  overcome  by 
changing  the  fluorophore. 


Immobilization  Hybridization  Pb  reaction 

(10  pM  Pb2+  for  2h) 


Figure  73.  Fluorescence  images  after  incorporation  of  beads  in  the  PDMS  channel, 

hybridization,  and  Pb  reaction. 


Due  to  the  high  rate  of  photobleaching  observed  with  fluorescein-labeled 
DNAzyme,  the  beads  were  functionalized  with  Alexa-labeled  DNAzyme. 
Due  to  the  difficulty  involved  in  synthesizing  amine-modified  Alexa- 
labeled  oligos,  the  functionalization  method  had  to  be  changed  to  intro¬ 
duce  biotin  functionality  on  the  glass  beads  by  reacting  the  amine  end 
groups  with  biotin  N-hydroxy  succinimide  ester.  Biotin-modified 
DNAzyme  with  Alexa  label 

[Bio-5T(7)i7DSa-Alexa  488]  (10  pM  in  lX  Microspotting  Solution  Plus) 
was  then  introduced  by  incorporating  the  highly  specific  biotin- 
streptavidin-biotin  interaction.  The  reaction  scheme  is  shown  in  Figure  74. 
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Figure  74.  Scheme  for  immobilization  of  DNAzyme  on  glass  microbeads. 


The  fluorescence  images  after  immobilization  of  DNAzyme  on  the  beads, 
hybridization,  and  Pb  reaction  are  shown  in  Figure  75.  These  results 
showed  the  quenching  of  fluorescence  on  hybridization  and  an  increase  in 
fluorescence  signal  upon  Pb  reaction. 


ABC 

Figure  75.  Fluorescence  images  of:  glass  microbeads  after  DNA  immobilization  (A), 
hybridization  (B),  and  exposure  to  10  pM  Pb2+(C) 


Once  the  activity  of  the  functionalized  beads  was  demonstrated,  the  DNA- 
modified  microbeads  were  suspended  in  DI  water  and  introduced  into  the 
PDMS/glass  devices  with  constricted  channel  by  adding  the  suspension  to 
one  reservoir  and  applying  vacuum  to  the  other  reservoir.  Hybridization 
with  5  pM  substrate  DNA  [IB(-4)i7S(7)]  was  carried  out  overnight  at  room 
temperature,  followed  by  flowing  of  Pb2+  solution  for  2  h.  The  fluorescence 
images  after  incorporation  of  beads  in  the  PDMS  channel,  hybridization, 
and  Pb  reaction  at  two  different  concentrations  are  shown  in  Figure  76. 
The  results  showed  quenching  of  fluorescence  upon  hybridization  and  an 
increase  in  fluorescence  signal  upon  Pb  reaction.  However,  the  fluores- 
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cence  signal  is  not  quantitative,  and  it  is  difficult  to  distinguish  between 
the  two  different  Pb2+  concentrations  as  can  be  seen  in  Figure  76. 


A  B  C  D 

Figure  76.  Fluorescence  images  after:  incorporation  of  beads  in  the  PDMS  channel  (A), 
hybridization  (B),  exposure  to  10  pM  Pb2+(C),  and  100  pM  Pb2+(D). 


Therefore,  the  absence  of  a  reference  may  pose  a  challenge  for  quantifica¬ 
tion  of  the  fluorescence  signal.  In  this  case,  Alexa  488  also  showed  a  high 
rate  of  photobleaching  due  to  the  higher  surface  area  of  exposure  to  solu¬ 
tion,  but  this  could  be  minimized  by  degassing  the  buffer  solution  prior  to 
use  and  reducing  the  exposure  time  after  fluorescence  measurement.  The 
other  challenge  was  the  release  of  cleaved  substrate  DNA,  which  is  much 
more  difficult  in  this  case  and  may  be  hindered  by  the  closely  packed 
beads.  Due  to  this  challenge,  the  increase  in  fluorescence  signal  was  not 
uniform  in  beads  from  different  parts  of  the  channel.  All  these  factors  need 
to  be  addressed  in  order  to  achieve  accurate  determination  of  Pb2+. 

Once  effective  immobilization,  hybridization,  and  Pb  reactions  were 
demonstrated  on  each  of  the  substrates,  work  focused  on  calibration  of  the 
fluorescence  signal  by  using  standard  solutions  of  Pb2+,  quantification  of 
Pb2+  in  aqueous  solutions,  and  determination  of  analytical  figures  of  merit. 
The  substrates  and  immobilization  techniques  used  in  this  study  were 
ones  that  can  be  readily  incorporated  into  PMMA  microfluidic  devices  for 
sensor  development. 

This  device  provides  a  simple  way  to  test  the  activity  of  DNAzyme  towards 
Pb2+  sensing,  all  within  a  microchannel.  It  is  also  an  important  step  toward 
detecting  multiple  heavy  metal  ions  with  a  single  injection  by  introducing 
different  DNAzymes  at  different  locations  in  the  detection  channel  on  a 
microfluidic-nanofluidic  molecular  gated  device. 
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4.7  Electrochemical  detection  of  DNAzyme  activity 

Having  shown  fluorescent-based  detection  from  NCAMs,  our  work  moved 
toward  the  possibility  of  electrochemical  detection  of  DNAzyme  activity. 
Incorporation  of  Au-coated  NCAMs  into  microfluidic  devices  provided 
both  a  surface  ideal  for  immobilization  of  the  DNAzyme,  and  the  oppor¬ 
tunity  to  use  the  conductive  surface  for  electrochemical  measurements. 

We  have  attempted  to  characterize  the  use  of  a  redox-labeled  DNAzyme 
substrate  strand  for  electrochemical  detection  of  Pb2+-induced  activity. 
Electrochemistry  of  the  DNAzyme  at  the  membrane  surface  would  allow 
use  of  the  same  electrical  inputs  as  would  be  used  for  capillary  separation 
and  electrokinetic  fluid  flow  within  the  microfluidic  device,  thereby  allevi¬ 
ating  the  need  for  a  photon  detector.  Furthermore,  electrochemical  detec¬ 
tion  of  metal  ions  by  DNAzymes  should  provide  better  detection  limits 
compared  to  standard  electrochemical  detection  of  ions. 

Our  first  work  was  to  verify  that  DNAzyme  activity  is  not  lost  during  the 
application  of  potential  from  -0.2  V  to  +0.6  V,  the  potential  scan  region  for 
detection  of  a  ferrocenyl-labeled  oligonucleotide.  Using  fluorescently  la¬ 
beled  DNA,  we  engineered  DNAzyme  immobilized  Au-NCAMs  into  elec¬ 
trodes  that  could  be  used  for  electrochemistry.  Using  a  potentiostat  to  ap¬ 
ply  voltage  through  the  specified  range,  we  observed  no  induced 
dehybridization  of  assembled  DNAzyme  complex  nor  loss  of  DNAzyme  ac¬ 
tivity.  This  proved  that  the  NCAMs  could  be  used  for  potential  electro¬ 
chemical  application  without  destructively  affecting  the  DNAzyme. 

We  then  moved  to  conjugating  a  ferrocene  label  to  3'-amine  modified  sub¬ 
strate  DNA  via  i-ethyl-3-(3-dimethylaminopropyl)-carbodiimide  (EDC) 
coupling.  Following  literature  reported  methods,  we  were  able  to  purity 
the  ferrocenylated  substrate  strand.  Immobilization  and  hybridization  for 
formation  of  the  DNAzyme  complex  on  gold  disc  electrodes  allowed  for 
electrochemical  detection  of  the  ferrocene  label  in  a  buffer  solution.  For 
electrolyte  concentrations  high  enough  to  provide  quality  electrochemical 
signals,  it  was  necessary  to  increase  sodium  perchlorate  concentration  to 
400  mM,  thereby  increasing  sodium  ion  content  from  the  50  mM  ideal  ac¬ 
tivity  concentration  to  400  mM,  which  inhibited  release  of  the  ferrocene 
label.  This  required  truncation  of  the  DNAzyme  release  arm  by  four  bases 
to  provide  reasonably  fast  release  of  cleaved  product.  Activity  of  the  trun¬ 
cated  DNAzyme  was  verified  by  fluorescent  assay.  We  have  shown  the  abil¬ 
ity  to  detect  the  presence  of  Pb2+  using  the  DNAzyme  by  electrochemical 
detection  on  gold  disc  electrodes.  This  is  shown  in  preliminary  data  in  Fig- 
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ure  77.  The  cyclic  voltammograms  of  the  ferrocenylated-substrate  strand 
shows  near  an  80%  loss  of  signal  after  10  min  of  reaction  with  10  |uM  Pb2+ 
as  the  ferrocenylated  fragment  releases  from  the  DNAzyme,  while  control 
samples  with  no  Pb2+  showed  less  than  10%  loss  over  the  same  period.  The 
current  sensor  design  is  “light-down”  for  proof  of  concept,  but  other  de¬ 
sign  concepts  could  provide  a  “light-up”  sensor.  We  now  look  to  move  to 
the  Au-NCAM  surfaces  for  electrochemical  detection  of  DNAzyme  activity. 


0.0  0.1  0.2  0.3  0.4  0.5  0.6  0.0  0.1  0.2  0.3  0.4  0.5  0.6 

Potential  (V)  Potential  (V) 

Figure  77.  Baseline-corrected  ferrocenyl  anodic  peaks  from  cyclic  voltammograms  scanned 
from  0.0  V  to  0.6  V  showing  Pb2+-DNAzyme  activity.  After  10  min  of  reaction  with  10  pM  Pb2+, 
signal  loss  is  -80%  compared  to  less  than  10%  in  the  sample  that  has  no  Pb2+. 

4.8  Immobilization  of  DNAzyme  on  fluorous-coated  silica  in  PDMS 
channel 

One  final  method  for  DNA  attachment  to  surfaces  was  also  briefly  studied. 
Our  goal  was  to  fashion  an  immobilization  step  for  DNAzyme  that  is  user- 
controllable  (i.e.,  we  can  immobilize  and  strip  off  the  DNAzyme  for  better 
quantification  of  fluorescence  at  a  single  detection  zone),  and  we  can  re¬ 
generate  the  reaction  zone  with  fresh  DNAzyme.  Reversible  immobiliza¬ 
tion  of  DNAzyme  was  carried  out  on  fluorous  silica  packed  in  a 
microchannel  formed  with  PDMS  on  glass,  followed  by  hybridization,  and 
then  the  lead  reaction.  After  washing  with  buffer,  the  immobilized 
DNAzyme  can  be  stripped  off  the  surface  by  using  methanol,  and  the  fluo¬ 
rescence  can  be  detected  in  solution  since  the  hybridization  state  of  DNA 
was  found  to  be  unaffected  by  the  solvent.  This  method  is  consistent  with 
our  goal  of  having  a  lead  reaction  and  detection  zone  separated  to  enhance 
detection  efficiency.  This  approach  should  reduce  mass  transport  limita¬ 
tions  and  improve  accuracy  since  it  will  eliminate  errors  due  to  insufficient 
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release  of  substrate  DNA  after  Pb2+  reaction  and  cleavage,  as  observed 
during  Pb2+  detection  in  the  microchannel.  Any  substrate  DNA  non- 
specifically  bound  to  the  enzyme  in  the  channel  would  be  eluted  along  with 
the  enzyme  and  then  released  in  solution.  Photobleaching  is  not  a  problem 
because  the  fluorous  silica  surface  can  be  regenerated  with  fresh  fluores¬ 
cent  DNA  after  each  measurement.  This  method  also  eliminates  problems 
involved  in  surface  fluorescence  detection  such  as  non-uniformity  of  signal 
intensities  on  the  surface,  uncertainty  in  sampling  points,  and  poor  repro¬ 
ducibility.  Obtaining  standards  for  comparison  of  fluorescence  signal 
should  not  be  difficult  in  this  case.  The  fluorescence  intensity  from  the 
sample  eluted  after  hybridization  and  flowing  buffer  in  the  absence  of  lead 
should  account  for  the  background  fluorescence;  the  fluorescence  intensity 
from  the  denatured  samples  should  provide  an  estimate  of  total  DNA  im¬ 
mobilized,  and  photobleaching  effects  and  the  actual  intensities  obtained 
after  flowing  various  concentrations  of  lead  can  be  referenced  against  this 
value.  Further,  we  can  chemically  denature  the  stripped  DNAzyme  sample 
and  the  subsequent  fluorescence  intensity  from  the  denatured  samples 
would  provide  an  estimate  of  total  DNA  immobilized  and  photobleaching 
effects.  Lead  signals  can  be  normalized  against  this  value. 

The  results  of  our  initial  studies  using  this  approach  are  shown  in  Figure 
78.  Images  show  fluorous  silica  packed  in  the  microfluidic  channel,  modi¬ 
fied  with  fluorescein-labeled  Pb-specific  catalytic  DNA,  quenching  of  fluo¬ 
rescence  on  hybridization,  increase  in  fluorescence  signal  on  exposure  to 
Pb2+,  removal  of  DNAzyme  on  elution,  and  regeneration  of  the  fluorous 
silica  with  fresh  DNAzyme.  All  parts  of  the  Pb2+  detection  process  with  re¬ 
spect  to  the  fluorous  silica  immobilization,  hybridization,  and  reaction 
work  as  expected.  The  detection  process  for  the  lead  concentration  can 
now  occur  downstream  from  the  fluorous  silica. 
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Figure  78.  From  top  left  to  bottom  right:  immobilization  of  DNAzyme  and  subsequent  Pb2+ 
detection  on  fluorous-coated  silica  packed  in  a  PDMS  channel. 


Fluorescence  intensities  of  eluent  obtained  after  exposure  to  io  pM  and 
loo  pM  Pb2+  solutions  are  shown  in  Figure  79.  The  data  show  only  an  in¬ 
crease  in  background  instead  of  a  fluorescence  peak,  which  indicates  that 
the  fluorophore  concentration  may  be  below  the  detection  limit  of  the 
fluorimeter.  In  this  case,  the  eluent  was  diluted  to  500  pL,  which  is  the 
minimum  volume  required  for  the  cuvette  used  in  the  fluorimeter.  For  this 
process  to  work  more  effectively,  we  believe  a  different  approach  involving 
on-chip  concentration  of  the  eluent  and  detection  in  a  small  volume  will 
solve  this  problem.  Another  option  would  be  increasing  the  amount  of 
fluorous  silica  in  the  channel  to  increase  the  amount  of  DNAzyme  present, 
but  this  would  cause  high  flow  resistance.  At  this  point,  we  have  shown 
this  immobilization  scheme  to  have  potential. 
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Figure  79.  Fluorescence  spectra  of  eluent  from  channel  after  exposure  to  Pb2+. 


4.9  A  new  DNAzyme  specific  for  uranium 

As  part  of  this  general  project,  we  proposed  developing  a  microfluidic  plat¬ 
form  that  can  demonstrate  multiplexing  behavior;  that  is,  show  that  the 
platform  is  capable  of  detecting  multiple  analytes  with  a  single  injection.  A 
requirement  for  this  task  is  a  second  cation-specific  DNAzyme  that  can  be 
incorporated  onto  the  device,  together  with  our  current  lead-specific 
DNAzyme. 


To  this  end,  we  successfully  selected  for  a  DNAzyme  for  the  uranyl  ion, 
U022+,  which  is  the  stable  form  of  uranium  in  groundwater.  Figure  8o 
shows  the  structure  and  sensing  parameters  for  the  U022+-specific 
DNAzyme.  It  transduces  the  presence  and  concentration  of  U022+  in  water 
via  the  same  fluorosensing  mechanism  as  the  lead-specific  DNAzyme  (i.e., 
a  fluorophore  on  the  substrate  DNA  strand  is  in  close  proximity  to  a 
quencher  on  the  enzyme  DNA  strand)  as  show  by  image  C  in  Figure  8o.  In 
this  hybridized  state,  the  fluorescence  is  quenched.  Upon  reaction  with  the 
U022+,  the  substrate  is  cleaved,  fluorophore  and  quencher  are  separated, 
and  the  fluorescent  signal  is  enabled  where  the  intensity  is  proportional  to 
the  U022+  concentration. 


This  particular  DNAzyme  has  an  extremely  low  detection  limit  of  li  ppt  for 
the  uranyl  ion  and  would  be  invaluable  for  military  use  in  environmental 
detection  of  depleted  uranium.  This  achievement  was  published  in  Pro¬ 
ceedings  of  the  National  Academy  of  Sciences  of  the  United  States  of 
America  (Liu  et  al  2007)  and  allowed  us  to  proceed  with  the  creation  of  a 
multianalyte  detection  device. 
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Figure  80.  (A)  Structure  of  the  U022+  specific  DNAzyme  showing  the  top  substrate  strand  and 
the  bottom  enzyme  strand.  (B)  The  lead-specific  DNAzyme  structure  for  comparison.  (C)  The 
fluorosensing  scheme.  (D)  The  fluorescent  response  of  the  U022+  specific  DNAzyme  after  10 
min.  In  the  absence  of  U022+,  fluorescence  at  525  nm  remains  completely  quenched.  In  the 
presence  of  U022+,  the  fluorescein  label  is  visible.  (E)  The  response  of  the  substrate  DNAzyme 
without  the  enzyme  (lane  1),  and  the  response  of  the  total  construct  in  lanes  2-7  after  0, 1, 
2,  5, 10,  and  30  min  reaction  with  U022+.  (F)  A  sensor  array  containing  both  U022+  and  Pb 
sensors  demonstrating  the  potential  for  multiplexing. 


4.10  Multianalyte  device:  detection  of  lead  and  uranium  ions  in  a 
PDMS/glass  microfluidic  device 

We  then  examined  the  possibility  of  a  multianalyte  device  using  not  only 
the  lead-selective  DNAzyme  but  also  the  uranyl  (U022+)-selective 
DNAzyme  described  earlier  (Liu  et  al.  2007).  The  ability  to  detect  lead  and 
uranium  separately— in  ground  water,  in  the  same  injection,  on  the  same 
device— would  represent  a  significant  advancement  in  portable  microfluid¬ 
ic  devices  for  environmental  analysis.  These  analytes  are  both  high- 
priority  Army  contaminants. 


In  order  to  demonstrate  detection  of  multiple  analytes  in  a  single  microflu¬ 
idic  channel,  the  biotinylated  DNAzymes  for  Pb2+  [Bio-5T(7)i7Ea- 
Alexa488]  and  U022+  [Bio-39E-Alexa488]  were  immobilized  in  separate 
spots  on  streptavidin-coated  glass.  The  DNAzymes  were  modified  with  bi¬ 
otin,  which  interacts  with  streptavidin,  and  each  was  labeled  with  a 
fluorophore.  After  blocking  unreacted  streptavidin  and  washing,  a  PDMS 
layer  with  a  single  channel  was  placed  on  the  surface  such  that  the  channel 
intersected  each  spot.  The  DNAzyme  spots  were  then  hybridized  by  flow¬ 
ing  quencher-labeled  substrate  DNA  through  the  channel.  This  effectively 
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quenched  the  fluorescence  of  the  immobilized  DNAzyme  which  then  ap¬ 
pears  as  a  dark  horizontal  stripe  through  each  spot.  Finally,  10  pM  solu¬ 
tions  of  Pb2+  or  U022+  were  electrokinetically  driven  through  the  channel 
using  a  50  V  applied  potential.  The  results  are  shown  in  Figure  81.  Enzyme 
17E  and  substrate  17S  are  the  lead-selective  DNA  enzyme  and  substrate, 
respectively,  while  39E  and  39S  respond  to  the  uranyl  ion. 


T 


A  r  • 

•  •  • 

c  • 

#-  ‘  —  —  - 

r*l 

w  ^  l 

*  •  »  1 

« 

•  ••  -J 

<•  » 

4T  * 

.am***-  . 

•  * 

*  *  *  '  % 

» 

•  * 

•  *  *  •  . 

•  •  r 

; 

a. 

•  *  < 

.  *  * 

:• 

>  ,  J 

y*?  : : 

'  *v 

.  ' 

Z; 

^an.  _  I 

•  # 

.**Rd 

>  <»<  | 

■MHH 

**Hf  %  - 

ERDC/CERL  TR-11-47 


98 


From  the  results,  it  was  found  that  the  combination  17E+17S  responds  as 
expected  to  Pb2+,  as  noted  by  the  increase  in  fluorescence.  This  combina¬ 
tion  does  not  respond  to  the  uranyl  ion.  Also,  combination  39E+39S  did 
respond  to  U022+  and  does  not  respond  to  Pb2+,  behaving  exactly  as  it 
should.  It  is  the  other  combinations  of  enzyme  with  substrate  that  are  in¬ 
teresting.  The  substrate  sequences  17S  and  39S  are  very  similar;  each  will 
hybridize  to  either  of  the  enzyme  strands  17E  or  39E.  Sequence  39E+17S 
has  a  negative  response  to  U022+  (as  expected),  but  a  positive  response  to 
Pb2+.  Conversely,  sequence  17E+39S  has  a  negative  response  to  Pb2+  (as 
expected),  but  a  positive  response  to  U022+.  This  seems  to  imply  that  if  the 
substrate  strand  matches  its  metal  analyte,  the  enzyme  will  cleave  it.  Since 
the  substrate  strands  are  able  to  hybridize  either  enzyme,  and  since  the 
substrate  strand  dictates  its  reactivity,  the  spots  result  in  non-specific  re¬ 
sponses  to  these  metal  ions.  Clearly,  the  DNAzyme  spots  for  the  two  met¬ 
als  need  to  be  isolated  in  different  channels  and  processed  separately.  A 
theoretical  device  design  with  this  capability  is  shown  in  Figure  82.  The 
valving  system  allows  selection  of  the  direction  of  the  hybridization  solu¬ 
tion  to  a  particular  detection  channel  and  further  allows  direction  of  the 
water  sample  for  analysis. 


magnetic  valve 


Figure  82.  Device  design  for  multianalyte  (lead  and  uranium)  analysis  on  a  single  injection. 
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5  Conclusions  and  Implications  for  Future 
Work 

5.1  Conclusions 

This  work  demonstrates  the  feasibility  of  (l)  incorporating  Pb2+-specific 
catalytic  DNA  in  a  polymer-based  microfluidic  device  and  (2)  its  applica¬ 
tion  for  the  detection  of  Pb2+.  Using  a  fluorophore-labeled  enzyme  and  a 
quencher-labeled  substrate  DNA,  the  immobilized  DNAzyme  was  hybrid¬ 
ized  with  a  substrate  DNA  strand  which  then  initiated  cleavage  in  the 
presence  of  only  Pb2+.  The  changes  in  surface  fluorescence  intensity  asso¬ 
ciated  with  these  processes  enabled  the  detection  of  Pb2+  in  aqueous  solu¬ 
tions  in  a  microfluidic  device  in  which  Pb2+  is  electrokinetically  injected 
from  the  separation  channel  to  the  detection  channel  through  a 
nanocapillary  array  membrane  of  200  nm  pore  size.  The  device  is  effec¬ 
tively  regenerated  by  hybridization  of  the  immobilized  DNAzyme  and  can 
be  repeatedly  used  for  Pb2+  detection  without  significant  reduction  in  fluo¬ 
rescence  signal,  thus  reflecting  the  robustness  of  the  design.  The  selectivity 
of  the  DNAzyme  towards  Pb2+  detection  was  also  retained  in  the  immobi¬ 
lized  state  in  the  microfluidic  device.  The  presence  of  Pb2+  can  be  detected 
without  interference  from  other  metal  ions  present  in  the  sample.  This  is 
the  first  time  DNAzyme  activity  was  demonstrated  in  the  immobilized 
state  in  a  PMMA  device.  Apart  from  being  simple  and  effective,  the  immo¬ 
bilization  strategy  we  utilized  has  milder  conditions  as  compared  to  cova¬ 
lent  bonding,  thereby  avoiding  damage  to  the  thin  PMMA  layers  in  the 
microchannels. 

Immobilization  of  catalytic  DNA  directly  on  the  PMMA  surface,  instead  of 
the  Au-NCAMs,  enabled  the  analysis  of  lead  by  the  measurement  of  sur¬ 
face  fluorescence  using  fluorescence  microscopy.  This  type  of  immobiliza¬ 
tion  also  eliminated  potential  problems  of  high  background  fluorescence 
of  the  Au  surface  and  difficulties  inherent  in  inserting  metallic  structures 
into  polymeric  microfluidic  constructs.  This  immobilization  strategy  was 
compatible  with  multidimensional  lab-on-a-chip  schemes  where  microflu¬ 
idic  separations  would  be  coupled  to  advanced  processing  methods  with 
detection  occurring  at  unique  locations. 
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Our  research  in  this  program  also  uncovered  other  scientific  advances  sec¬ 
ondary  to  our  primary  goal  of  on-chip  lead  detection  using  DNAzymes. 

The  ability  to  create  microfluidic  devices  in  PMMA  represents  a  significant 
advance  for  materials  engineering.  Solving  the  problem  of  bonding  PMMA 
to  the  polycarbonate  membranes  created  leak-free  devices  with  the  capa¬ 
bility  to  introduce  nanofluidic  membranes  on  the  chip  at  any  desired  loca¬ 
tion.  Furthermore,  use  of  PMMA  provided  a  level  of  electrophoretic  con¬ 
trol  unavailable  on  PDMS  devices  and  without  the  problem  of  absorption 
of  analyte  into  the  channel  material.  We  now  have  the  capability  to  make 
devices  in  either  polymer  and  with  any  desired  level  of  complexity  and 
analyte  control. 

We  showed  that  separations  could  be  done  on  either  type  of  polymeric  de¬ 
vice,  PMMA  or  PDMS.  We  showed  that  movement  and  separation  of  fluo- 
rescently  labeled  amino  acids  on  PMMA  can  be  observed.  We  also  showed 
the  analyte  of  interest  could  be  extracted  and  sent  to  another  channel,  il¬ 
lustrating  excellent  analyte  control  and  reproducible  timing. 

We  developed  and  proved  DNAzyme  immobilization  on  gold  surfaces, 
PMMA,  silica  particles,  superaldehyde  glass,  and  superstreptavidin  glass. 
Also,  by  coating  the  internal  surface  of  the  nanopores  with  gold,  we  could 
attach  the  DNAzyme  within  the  membrane  pores  to  create  attoliter  reac¬ 
tion  chambers.  This  was  shown  by  labeling  the  DNAzyme  with  a 
fluorophore  or  quencher  and  observing  the  fluorescent  signal  change  as  a 
result  of  washing,  hybridization,  and  cleaving  reactions. 

This  result  was  extremely  important  since  it  allowed  us  to  immobilize  the 
enzyme  strand  anywhere  on  the  device  and  establish  the  optimal  reaction 
zone  while  preserving  and  reusing  the  enzyme  for  further  measurements. 
Desired  areas  or  structures  within  the  channels  could  be  gold  coated  fol¬ 
lowed  by  a  reaction  with  thiolated  DNAzyme.  PMMA  and  glass  substrates 
could  be  coated  to  give  a  channel  whose  entire  wall  is  an  active  sensing 
structure.  We  used  this  information  to  incorporate  the  immobilized 
DNAzyme  within  a  PDMS  device.  Finally,  the  ability  to  immobilize  a  par¬ 
ticular  DNAzyme  at  a  specified  location  enables  the  development  of  a 
multianalyte  device  with  unique  placement  of  multiple  types  of  DNAzyme. 

Finally,  we  also  answered  questions  regarding  the  activity  and  regenera¬ 
tion  of  immobilized  DNAzymes.  The  substrate  DNA  strand  was  able  to  hy- 
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bridize  to  DNAzymes  immobilized  on  gold  substrates,  indicating  that  we 
are  not  sterically  hindered  and  the  DNAzyme  does  not  show  non-specific 
bonding  to  the  gold.  This  hybridized  structure  remained  active  toward  lead 
in  solution  thereby  illustrating  that  this  sensing  module  can  be  utilized  in 
an  immobilized  state  on  the  device.  We  further  demonstrated  that  the 
bound  DNAzyme  can  be  regenerated  with  new  substrate  strand  solution 
for  a  further  round  of  lead  sensing,  leading  to  the  conclusion  that  this 
sensing  modality  can  be  used  in  an  immobilized  state  and  can  be  regener¬ 
ated  for  continual  use. 

This  work  has  been  quite  successful,  with  much  of  the  scientific  and  tech¬ 
nical  output  reported  through  a  number  of  peer-reviewed  publications  in 
high-impact  factor  journals  (Appendix  B). 

5.2  Future  work 

Future  work  could  include  the  following  tasks  that  revolve  heavily  around 
the  engineering  aspects  of  the  project: 

1.  Address  the  concern  for  stability  and  robustness  of  this  DNAzyme  un¬ 
der  realistic  environmental  conditions.  In  the  laboratory  at  4  °C,  the 
hybridized  construct  was  stable  for  months.  With  increasing  ambient 
temperatures,  denaturation  of  the  construct  becomes  more  problemat¬ 
ic  with  a  general  concomitant  increase  in  background  fluorescence. 
First,  it  must  be  mentioned  that  one  researcher  involved  in  this  project 
(Lu)  has  been  extensively  studying  the  relationship  between  the  num¬ 
ber  of  Watson-Crick  base  pairs  in  the  binding  regions  and  the  effective 
temperature  sensing  regime.  The  effective  temperature  regime  can  be 
very  tightly  controlled.  This  parameter,  however,  should  be  studied 
carefully  when  the  DNAzyme  is  bound  within  a  microfluidic  device.  Se¬ 
cond,  there  is  also  a  concern  about  natural  enzymatic,  bacterial,  or  UV 
degradation  of  the  DNA  strands.  With  careful  consideration  to  the  de¬ 
sign  features  of  the  device,  we  can  eliminate  most  of  these  issues  with 
(a)  filtration  that  only  passes  molecular  size  analytes,  (b)  timing  of  flu¬ 
idic  transport  control  for  introduction  of  only  lead  into  the  detection 
channel,  and  (c)  enclosure  of  the  device  for  light  isolation  of  the  detec¬ 
tion  channel. 

2.  Immobilize  both  Pb2+-  and  U022+-specific  DNAzyme  on  SSG,  fol¬ 
lowed  by  hybridization  and  exposure  to  a  mixture  of  the  two  cations. 
The  two  DNAzymes  may  be  tagged  with  similar  or  different 
fluorophores  for  multiplexed  detection  and  selectivity  and  interference 
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studies  should  be  carried  out.  The  ultimate  goal  is  to  detect  and  quanti¬ 
fy  the  two  cations  in  the  same  microfluidic  device,  but  in  different 
channels  since  our  previous  studies  have  indicated  cross-hybridization 
due  to  similarity  in  the  substrate  DNA  sequences  for  the  two  cations. 

3.  Solve  the  problem  of  device-to-device  variability,  which  affects  quanti¬ 
fication  of  Pb2+  in  PDMS-SSG  devices,  by  solving  the  problem  of 
photobleaching  so  that  repeated  measurements  can  be  carried  out  in 
the  same  device.  For  this  purpose,  instead  of  Alexa-labeled  enzyme,  we 
suggest  that  a  quantum  dot-labeled  DNAzyme  be  used  along  with  a 
FRET-based  method  with  Texas  Red-labeled  substrate  DNA  to  quantify 
lead. 

4.  Reversible  immobilization  of  DNAzyme  on  fluorous-coated  glass  cover 
slips  by  using  fluorous  interaction,  followed  by  binding  a  PDMS  layer 
with  a  single  microchannel,  hybridization,  and  lead  reaction.  After 
washing  with  buffer,  the  immobilized  DNAzyme  can  be  stripped  off  the 
surface  using  methanol,  and  the  fluorescence  detected  in  solution  after 
dilution  of  the  sample  as  required,  since  the  hybridization  state  of  DNA 
was  found  to  be  unaffected  by  the  solvent.  This  method  is  consistent 
with  our  goal  of  having  the  lead  reaction  and  detection  zones  separated 
to  enhance  detection  efficiency.  This  approach  should  reduce  mass 
transport  limitations  and  improve  accuracy,  since  it  will  eliminate  er¬ 
rors  due  to  insufficient  release  of  substrate  DNA  after  Pb  reaction  and 
cleavage  that  were  observed  during  Pb  detection  in  the  microchannel. 
Any  substrate  DNA  that  is  non-specifically  bound  to  the  enzyme  in  the 
channel  would  be  eluted  along  with  the  enzyme  and  then  released  in 
solution.  This  method  will  also  eliminate  challenges  involved  in  surface 
fluorescence  detection  such  as  non-uniformity  of  signal  intensities  on 
the  surface,  uncertainty  in  sampling  points,  and  poor  reproducibility. 

5.  Fabrication  of  the  valves  and  inlets  that  enable  the  interface  between 
the  microfluidic  regime  and  the  outside  world.  The  inlet  must  be  suffi¬ 
ciently  engineered  to  provide  onboard  filtration  of  samples. 

6.  Development  of  a  prototype  device  that  is  portable  enough  so  that  de¬ 
tection  can  occur  in  the  field  at  the  source  of  potential  analyte  concen¬ 
trations,  such  as  a  river.  Our  goal  is  to  keep  the  device  small  and  self- 
sufficient  while  maximizing  its  applications.  It  remains  possible  that 
the  use  of  fiber  optics  may  be  required  to  carry  the  photons  to  and  from 
the  monitoring  device  to  a  master  device  so  that  the  prototype  can  be 
used  in  remote  or  difficult-to-reach  sites.  Finally,  the  monitoring  de¬ 
vice  must  relay  the  signals  to  a  data  logger  or  controlling  unit  for  data 
storage,  manipulation,  and  communication. 
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7.  Address  the  issue  that  the  chips  we  manufactured  were  complex  and 
assembled  out  of  too  many  materials.  For  example,  electrophoresis  in 
well-defined,  fused  silica  capillaries  tends  to  be  highly  reproducible. 
The  surface  chemistry  of  silica  is  well  defined  and  so  one  expects  a 
well-defined  electrophoretic  mobility  of  each  analyte  if  suitable  care  is 
taken  in  terms  of  electrolyte  composition.  In  our  devices,  the  surface 
was  either  PDMS  (with  a  variable  charge  density)  or  a  hybrid  device 
consisting  of  layers  of  PMMA  and  polycarbonate  (the  molecular  gate) 
with  adhesive  in  the  corners.  Thus,  the  electroosmotic  flow  and  adsorp¬ 
tion  properties  of  the  analytes  were  hard  to  define  and  also  variable. 
These  materials  are  not  optimal  for  high-quality  separations.  We  de¬ 
termined  that  the  surface  properties  even  change  as  a  function  of  de¬ 
vice  age  and  prior  use.  This  makes  defining  an  optimum  set  of  operat¬ 
ing  conditions  difficult.  More  effort  should  go  into  making  devices  out 
of  silica  or  silicon  as  Shannon  describes  (2010).  While  Shannon  devel¬ 
oped  such  devices  for  other  applications,  the  devices  should  allow  re¬ 
producible  operation.  Once  the  device  characteristics  are  reproducible, 
then  the  individual  stages  can  be  optimized.  This  would  allow  regener¬ 
ation  and  multielement  operation. 
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Appendix  C:  Other  Supporting  Material 

2005  Army  Research  &  Development  Achievement  Award:  “Basic 
and  Applied  Research  in  Microfluidic  Heavy  Metal  Ion  Sensors  to  Support 
Environmental  Long  Term  Monitoring.” 

This  research  team  represents  a  model  effort  to  combine  ERDC  research¬ 
ers  with  the  best  academic  scientists  to  perform  recognized  basic  and  ap¬ 
plied  research.  The  environmental  sensors  developed  here  demonstrate 
the  high  sensitivity  and  selectivity  required  for  long  term  monitoring  de¬ 
vices.  The  wide  breadth  of  scientific  disciplines  included  on  this  team  em¬ 
phasizes  the  intellectual  diversity  needed  for  successful  research  efforts 
today. 
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Acronyms  and  Abbreviations 

Term 

Spellout 

AC 

alternating  current 

ASJ 

atom-scale  junctions 

Am 

amino 

Au 

gold 

BGE 

background  electrolyte 

CDC 

Centers  for  Disease  Control 

Co  (II) 

cobalt 

COOH 

carboxylic  acid 

CTE 

coefficient  of  thermal  expansion 

CTAB 

cetyl  trimethylammonium  bromide 

Cu 

copper 

Cy3,  Cy5 

reactive  water-soluble  fluorescent  dyes  of  the  cyanine  dye  family 

dd 

deionized  and  distilled  (water) 

Dl 

deionized  water 

DoD 

Department  of  Defense 

DNA 

deoxyribonucleic  acid 

DNAzyme 

molecules  of  DNA  that  possess  enzymatic  activity 

ECD 

electrodeposition 

ECMI 

Environmental  Characterization  and  Monitoring  Initiative 

EDC 

l-ethyl-3-(3-dimethylaminopropyl)-carbodiimide 

EOF 

electroosmotic  flow 

ERDC-CERL 

Engineer  Research  and  Development  Center-Construction  Engineering  Research 
Laboratory 

ESI 

electrospray  ionization 

Fab 

fragment  of  antibody 

FI 

fluorescein 

FITC 

fluorescein  isothiocyanate 

GFP 

green  fluorescent  protein 

HEPES 

N-[2-hydroxyethyl]piperazine-N'-[2-ethanesulfonic  acid] 

HPLC 

high-performance  liquid  chromatography 

K 

inverse  Debye  length 

LIF 

laser-induced  fluorescence 

mM 

millimolar 

MCH 

mercaptohexanol 

MEMS 

microelectro-mechanical  systems 

MS 

mass  spectrometry 

NaBH4 

sodium  borohydride 
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Term 

NaCI 

NAI 

NCA 

NCAM 

NIP 

PB 

Pb 

Pb2+ 

PBS 

PCR 

PCTE 

PDMS 

PMMA 

PMT 

Pt 

RCRA 

RIE 

SDS 

SEED 

SEMP 

SERDP 

Si02 

SON 

SSG 

SU8 

TAMRA 

TCEP 

TSCA 

U022+ 

USEPA 

UV 

Zn2+ 


Spellout 

sodium  chloride 

nanocapillary  array  interconnect 
nanocapillary  array 
nanocapillary  array  membranes 
nanofluidic  intelligent  processor 
phosphate  buffer 
lead 

cationic  lead 

phosphate-buffered  saline 
polymerase  chain  reaction 
polycarbonate  nuclear  track-etched  membrane 

polydimethylsiloxane,  part  of  a  group  of  polymeric  organosilicon  compounds 
that  are  commonly  referred  to  as  silicones 

poly(methylmethacrylate) 
photomultiplier  tube 
platinum 

Resource  Conservation  and  Recovery  Act 

reactive  ion  etching 

sodium  dodecyl  sulfate 

SERDP  Exploratory  Development 

Strategic  Environmental  Management  Program 

Strategic  Environmental  Research  &  Development  Program 

silicon  dioxide 

Statement  of  Need 

superstreptavidin  glass 

epoxy-based  negative  photoresist  used  mainly  in  microfluidic  fabrications 

ca  rboxytetra  methyl  rh  od  a  m  i  n  e 

tris  (2-carboxyethyl)  phosphine 

Toxic  Substances  Control  Act 

uranyl  ion;  stable  form  in  groundwater 

United  States  Environmental  Protection  Agency 

ultraviolet 

cationic  zinc 
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